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1.1 Fan-beam geometry with a flat detector and uniform detector element spacing. [H] 

1.2 In order to classify an image as corresponding to a single hypothesis, the HO 

computes the inner product of a noisy image with the Hotelling template. The 
resulting scalar test statistic t is then compared to a threshold value and assigned 
to a class accordingly. This is the approach of any linear observer performing a 
classification task, and the HO is the optimal linear observer. (TB] 

2.1 Top Left: The reconstructed reference signal with ramp filtering and no added 
noise. Display window: [0 1.0] Visible artifacts are a result of the coarse level of 
discretization in the sinogram and image domains necessary to allow tractability 
of the relevant linear systems. Top Right: The Hotelling template for the refer¬ 
ence reconstruction. Display window: [-0.2 0.2] Middle Left: The reconstructed 
reference signal with Hanning filtering and no added noise. The window used 
here is narrower than that used in the experiment for printing purposes. Display 
window: [0 0.45] Middle Right: The Hotelling template for the filtered reconstruc¬ 
tion. Display window: [-1.7 1.7] Bottom Left: The reconstructed reference signal 
with ramp filtering, increased pixel size and no added noise. Display window: 

[0 1.0] Bottom Right: The Hotelling template for the large-pixel reconstruction. 
Display window: [-0.26 0.26] . [2H 

2.2 These images are the result of right multiplying the matrices K y with column 
vectors containing only a single non-zero element, i.e. images of a single non¬ 
zero pixel. The nonzero pixel (valued 1) was placed either halfway to the edge 
of the FOV (left) or in the center of the FOV (right). The images shown are 
cropped ROIs showing the pixels which covary with the given pixel. Therefore, 
each image represents a portion of a single row of the matrix K y . The nonzero 
components away from the pixel of interest demonstrate the non-diagonality of 
Ky, while the change in shape between the images in the two columns demonstrate 
the shift-variance of image covariance. The images correspond to the reference 
FBP implementation (top), large image pixels (middle), and Hanning filtration 
(bottom). Note that the ”Mexican hat” shape and near shift-invariance of the 
Hanning filtered case lead to ripples in the corresponding Hotelling template in 
Fig. 13 The physical extent of each ROI is identical. The display window of 
the top and bottom rows is centered on 0 with a width equal to 0.04 times the 
maximum covariance element. The display window of the middle row is centered 

on 0 with a width equal to 0.4 times the maximum covariance element. [2S1 
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2.3 


2.4 


2.5 


2.6 

2.7 


Top: An example of a 2AFC trial used in the human observer study for the 
reference case of ramp filter FBP reconstruction. The signal amplitude here and 
in the other two sub-figures is 10 times greater than in the experiment for the sake 
of visualization. In addition to two images such as these, the reconstructed signal 
(left of Fig. 2.1) was shown for each trial. Display window: [-2.5 2.5] Middle: 


An example of a 2AFC trial used in the human observer study for the filtered 
case. Display window: [0.3 0.7] Bottom: An example of a 2AFC trial used in the 
human observer study for the large pixel case. The window used here is narrower 
than that used in the experiment for printing purposes. Display window: [0.3 0.7] 
AUC results obtained for the eight human observers and the HO for each of 
the three experimental conditions: reference fan-beam FBP, FBP with Hanning 
filtration, and FBP with increased pixel size. The error bars shown are 95% confi¬ 
dence intervals obtained through Eqn. 2 A, however, the HO performance should 
be considered an absolute upper bound. The confidence interval for Observer 4 
in the filtered case is unknown because this observer achieved 100% correct on 

this 2AFC study. 

SNR results obtained for the eight human observers and the HO for each of 
the three experimental conditions: reference fan-beam FBP, FBP with Hanning 
filtration, and FBP with increased pixel size. The error bars shown are 95% 
confidence intervals obtained through Eqn. 2.7 , however, the HO performance 
should be considered an absolute upper bound. For instance, when the Cl on 
AUC extends to 1, the SNR error bars extend to infinity, and are therefore trun¬ 
cated. Observer 4 has an unknown SNR for the filtered case because this observer 

achieved 100% correct on this 2AFC study. 

Human observer results in terms of Pq are shown for the 2AFC test of microcal¬ 
cification detection, along with equivalent results for the HO and the NPWMF. 

The error bars represent 95% confidence intervals. 

Same as previous figure, but with the addition of internal noise to the model 
observers to account for human observer inefficiency. 
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3.1 Left: The discrete data vector g used to illustrate the effects of image-domain 
sampling for the DFT example. Right: The “image” vector corresponding to the 
data in the left-hand figure. Note that inadequate sampling in the image vector 
leads to a loss of information, i.e. an non-invertible transformation has occurred. [45] 

3.2 Shown here is one possible approach to recovering information which is not present 

in the right of the preceding figure. Namely, decreased sampling distance (pixel 
size) has been used to recover the information in the original data. 06] 

3.3 For the DFT example, extending the ROI of the reconstructed image is exactly 
equivalent to increasing the sampling within the ROI. This procedure is illustrated 
here, where the full information of the original data is also preserved perfectly. 07] 

3.4 This surface plot shows the HO efficiency for the illustrative inveres DFT sam¬ 

pling example. In this simple example, extending the image field-of-view and 
decreasing the image sampling distance (analogous to pixel size) are mathemat¬ 
ically equivalent means of preserving information from the data domain in the 
final 1-dimensional “image.” . 07] 
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3.5 


3.6 


3.7 

3.8 

3.9 


3.13 


3.15 


4.1 

4.2 


Left: The Hotelling template when smaller pixels are used to recover the full 
HO SNR inherent in the original data. Right: The Hotelling template when the 
image ROI is expanded in order to sample higher-order aliases (replications) of 

the signal to recover HO SNR, resulting in a HO efficiency of 1. 

Two Hotelling templates when the number of image pixels is unnecessarily large. 
Left: A Hotelling template with a large component in the null-space of K y . 
Right: A Hotelling template obtained with slight Tikhonov regularization, so 
that it has no component in the null-space of K y . This is the minimum-norm 

Hotelling template. 

The HO efficiency e as a function of image pixel size for a range of ROI diameters 


3.10 


The same results as in figure 3.7, but plotted as a function of ROI size. 

A surface plot of the HO efficiency £ as a 2D function of image pixel size and ROI 
diameter. The highest efficiencies shown are roughly 0.99. Modest improvements 
in efficiency for larger ROI sizes may be possible for pixel sizes in the range 0.5- 
2.0mm, however the system used in this study would not accomodate the memory 

requirements for the covariance matrix K y in these cases. 

The reconstructed mean difference between signals for the FBP case Ay is shown 
here for the full range of pixel and ROI sizes used. Note that for every ROI size, 

the full physical extent of the signal is contained in the ROI. 

3.11 Similar to the previous figure, this figure shows the correlation structure at the 
center of the ROI for each pixel size and ROI extent investigated. The correlation 
structure is computed by extracting a single row of the image covariance matrix 
corresponding to the central pixel and reshaping the 1-dimensional matrix row 
as an image. Like with Ay each ROI size adequately captures the predominant 

correlation extent. 

Shown are the corresponding 2D discrete Fourier transforms of the images in 
It is possible that structure and extent in the Fourier domain is a 


3.12 


Figure 3.10 


clearer indication of adequate image sampling than the spatial domain signal. 


Same as Figure 3.12 but for the correlation structure. Under the approximation 
of local stationarity, the DFT of the autocorrelation is the same as the noise 
power spectru m (NP S). 


3.14 Same as Figure 3.11[ but the images correspond to rows of K y 1 rather than K 


L y 


Note that poor conditioning of K y leads to a lack of coherent structure in the 

inverse covariance. 

Shown are the Hotelling templates corresponding to each sampling condition. 


The lack of structure in the inverse covariance (Figure 3.14) is propagated into 
the Hotelling template. The templates on the top left correspond to near perfect 
HO efficiency (see discussion in text). 

The two signals simulated for the Rayleigh discrimination task. 

Left: The integrand of Equation |4.1| for the microcalcification detection task. 


Right: The reconstructed microcalcification signal energy as a function of radius 
from the signal, E y {r). In this case, the resulting ROI would have dimension 
14x14 pixels. The results shown here correspond to 50 projection views . . . . 
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4.3 


4.4 


4.5 


4.6 


4.7 


4.8 


4.9 


Efficiency values are shown for various views and Hanning window widths (relative 
to the Nyquist frequency on the detector) for both the Rayleigh task (left) and 
the detection task (right). The Nyquist frequency in this case is zqy = ~ 

1.3mm . While the efficiency values for moderate filtering to no filtering were 

seen to have a dependence on ROI size, the same trend pictured here was seen 

for ROI sizes up to roughly 1.5cm in diameter. 

Dependency of CHO efficiency on number of channels for a range of reconstruc¬ 
tion filter widths. For most filter widths, the CHO efficiency stabilizes with 50 
channels, however the performance estimates for this task and system are not 
sensitive to the number of channels used, in general. Subsequent results shown 

are for 50 channels. 

CHO efficiency using 50 channels and 50 projection views for a range of Gaussian 
envelope widths in the LG channels. The x-axis is normalized to the 80/um mi¬ 
crocalcification diameter. A scale factor of roughly 7 times the microcalcification 

width was determined to be optimal. 

A comparison of optimization of reconstruction filter width for 50 projection 
views. Shown are results obtained with the proposed ROI-HO, an approximate 

HO computed using the DFT (labeled FHO), and the CHO. 

Results of estimating the HO efficiency from sample images using the method 
proposed by Ref. [1J with 300 and 700 noisy sample images. Left: An independent 
set of images is used for each filter width. Right: The same noisy data realizations 
are used for each filter width. Error bars corresponding to two standard deviations 


of the estimates for 700 sample images are shown in Fig. 4.8 


4.10 


Results from Fig 4.7 for 700 noisy sample images are shown with error bars 
corresponding to two standard deviations derived from jackknifing. The error 
bars illustrate statistical variation, but do not account for inherent estimator 
bias, which can be seen by comparing with the analytically computed ROI-HO 
curves. It is possible that other sources of uncertainty not investigated here, aside 
from statistical variations, could influence these results. 

n 

Left: HO SNR estimates from training and testing performed using the hold-out 
approach for 500, 1000, and 1500 training images, with an equal number of testing 
images. The prevalence of images from each class is also equal. Right: HO SNR 2 
estimates resulting from training and testing performed using resubstitution for 
1000, 2000, and 3000 total images. The bias and variance of the estimates is worst 
for narrow filter widths, where the size of the ROI used is largest. Variance of 
the estimates is illustrated in Fig. 4.10 through 95% confidence intervals derived 

from bootstraping. 

Shown here are the results from Fig. T9 for the largest number of sample images 
with error bars denoting 95% confidence intervals derived from 1000 bootstrap 
samples. These errors derive from the variance of the training and testing estima¬ 
tor, while inherent bias in the estimator contributes additional error, especially 
for small filter widths where the number of ROI pixels is large. As in Fig. 


4.8 


the error bars here only convey statistical uncertainties, and bias can be inferred 
by comparison with the analytically computed ROI-HO curves. 
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5.1 The singular value spectrum for the matrix K y is shown for one combination of 

parameters investigated. The smallest singular values shown are within numerical 
precision of 0, and Ky is, therefore, rank-deficient. EH1 

5.2 Top Row: The numerical phantoms corresponding to the two hypotheses for the 
signal detection task, namely “signal-absent” and “signal-present”. Bottom Row: 

The two hypotheses for the Rayleigh task, “one object” and “two objects”. The 
width of each image is approximately 5 mm. Note that the simulated microcalci¬ 
fication is much smaller than the Rayleigh signals because the Rayleigh task must 
span several pixels in order to be feasible, whereas the microcalcification can be 
detected by the HO when it spans only one or two pixels. The display window is 


[0, 0.122] mm' 1 . M 

5.3 Examples of the impact of various Hanning filter cutoff frequencies on the apodized 

ramp filer (frequency domain). [92] 


5.4 Left: The HO Pq as a function of microcalcification diameter for a range of 

breast sizes and a constant x-ray exposure. The quantity d in the legend is the 
breast diameter simulated. In a 2AFC trial, the 95% correct performance level of 
the HO would range from microcalcifications of roughly 60 pm for a 10cm breast, 
versus roughly 100 pm for a 16cm breast. Right: The HO Pq as a function of the 
separation between the blobs in the Rayleigh task. As expected, for reasonable 
task performance, the scale of the Rayleigh signal is substantially larger than 
that of a detectable microcalcification, as reflected in the left-hand figure. For 
the breast diameters studied here, the separation at 95% correct ranges from 
roughly 0.35mm to 0.5mm. [94] 

5.5 Left: The HO Pq as a function of microcalcification diameter for a range of 
breast sizes and constant breast AGD. These results are inverted relative to the 
corresponding results for constant exposure. This is likely due to the increased 
noise power for smaller breasts at constant dose which, as described in 0 , is a 
consequence of the physical relationship between photon flux and breast diameter 
at a constant AGD. Right: Shown is HO P<j as a function of the separation 
between the blobs in the Rayleigh task for various breast diameters with AGD 

held constant. These results mirror those shown in the left-hand figure. [95] 

5.6 Left: Plots of HO P(j as a function of calcification size for a range of signal lo¬ 

cations. The radial position r denotes the distance of the signal from the axis of 
rotation. Note that a bowtie filter was not simulated, and the noise at the periph¬ 
ery of the phantom is therefore reduced relative to the center of the FOV. Right: 
Corresponding results to the left hand figure, but for Rayleigh discrimination. . [96] 

5.7 Left: The HO efficiency e is shown as a function of microcalcification diameter 

for two image pixel sizes: 0.324mm and 0.162mm. In general, smaller pixels 
result in greater algorithm efficiency in preserving detectability. Further, as the 
signal decreases in spatial extent, the benefit of finer pixelization is diminished 
since for these small signals, in either case the majority of the signal’s intensity 
is contained in a single pixel. Right: Shown are the HO efficiency for two image 
pixel grid sizes for the Rayleigh discrimination task. See text for discussion. . . [U7] 
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5.8 Left: The HO percent correct is shown for the same microcalcification sizes and 

pixel sizes as in Fig. |5.7| Right: Same as left hand figure, but for the Rayleigh 
discrimination task. [93 

5.9 Left: Detection task HO efficiency e as a function of Hanning window width for 

a range of projection views from 50 to 500 and 0.162mm pixels image pixels. All 
plots between 50 views and 500 essentially are overlaid. The total image dose 
is held constant. Right: Rayleigh task HO efficiency versus the width of the 
Hanning window for 0.162mm image pixels. As before, there is little discernible 
difference for view numbers ranging from 50 to 500. [99] 

5.10 Noisy reconstructed images are shown with microcalcification signals. The mi¬ 

crocalcifications are 100 pm in diameter and artificially amplified. The top center 
image was reconstructed using a Hanning window width of l.Op/y, where ipy is 
the Nyquist frequency. For all images, 50 projection views were used. The top 
row images correspond to a 1024 x 1024 image pixel grid (0.162mm pixels). The 
left column of images was reconstructed with heavier smoothing using a 0.5z//y 
Hanning window, and the right column used a 1.5z//y Hanning window. The bot¬ 
tom row demonstrates reconstruction using a 512x512 image pixel grid (0.324mm 
pixels). The diameter of the circular ROI is approximately 5mm, and the display 
window used is [0, 0.07] mm -1 . 11021 

5.11 Example noisy reconstructions from a simulated breast phantom with microcal¬ 
cification cluster. The ROIs outlined in white are shown in the images on the 
right, a: a reconstruction from 100 views with reconstruction parameters de¬ 
termined to be optimal for microcalcification detection by the HO. b: the same 
phantom reconstructed from 500 views, c: a reconstruction with a wider-than- 
optimal (2.0p/y) Hanning filter. 100 views were acquired for this image, d: a 
100-view reconstruction with a narrower-than-optimal (0.375p/y) Hanning filter. 

The display window is [0, 0.05] mm -1 . 11041 

5.12 Noisy reconstructed images from a breast phantom including two barely-resolvable 

microcalcifications to emulate the Rayleigh task, a: reconstruction from 100 views 
and optimal reconstruction parameters, b: reconstruction from 500 views, c: re¬ 
construction with a wide (2.0zq\r) Hanning filter, d: reconstruction with a narrow 
(0.375^) Hanning filter. The display window is [0, 0.1] mm -1 . 11051 

5.13 Reconstructed noisy images from a bar phantom. The bars shown in the ROI 
image are of separations ranging from 0.173 mm to 0.22 mm. a: reconstruction 
from 100 views with parameters optimal for Rayleigh discrimination, b: recon¬ 
struction from 500 views, c: reconstruction with wider Hanning filter (2.0zqy). 
d: reconstruction with narrower Hanning filter (0.375zqy). The 0.22 mm separa¬ 
tion bars are resolvable in all images except d. The display window is [0, 0.0544] 


mm -1 . 11051 

5.14 Noisy reconstructed images from a low-contrast resolution numerical phantom, a: 
reconstruction with optimal parameters from 100 views, b: reconstruction from 
500 views, c: 2.0iqy Hanning width, d: 0.375zq\r Hanning width. The display 
window is [0, 0.05] mm -1 . 11061 
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6.1 The noise level used for validation is illustrated qualitatively in these recon¬ 

structed images with five values of regularization parameter A, each reconstructed 
using 10 iterations of IRLS. These images are from separate noise realizations and 
correspond to the five regularization parameter strengths used in the evaluation 
below. The image on the far right is the numerical phantom used. The display 
window is [0.17, 0.25] cm" 1 . HT7I 

6.2 Variance images from three different regularization parameter strengths. The 
display window of each image is given in the figure. The display windows are 
different so that the structure of the variance map estimate can be assessed. The 
right column provides the difference image between our approximation and the 
sample covariance from realizations, normalized to the maximum sample variance. 11291 

6.3 Individual rows from the covariance matrices for three regularization parameter 
values. These rows had the worst RMSE between the two matrices of any rows, so 
they are the worst case approximations for each regularization strength. The color 
scale for the difference image is in % of the maximum covariance (i.e. percentage 

of the variance of the pixel corresponding to the row being visualized). 11301 

6.4 The normalized RMSE between the approximated covariance matrix and the 
covariance matrix derived from realizations for the 32x32 image is shown for a 
range of regularization parameters including only the variance terms (left) and 
including all of the covariance terms (right). In this and subsequent figures, error 
bars arising from the statistical uncertainty of the sample covariance estimates 

are too small to be seen. . USD 

n 

6.5 Coefficients of determination R for the variances and covariances between the 

approximation method and noise realizations. 11321 

6.6 The regression metric A 2 with a model of equality between the approximation and 
the sample covariance is illustrated here as a function of regularization parameter 
and iteration. Results are shown for the variances alone (Left) as well as for the 

full covariance matrix (Right). 11331 

6.7 The covariance distance metric, which is independent of matrix inversion, for a 

range of regularization parameters (left) and noise levels (right). 11341 

6.8 Top: The two numerical phantoms used in this study, a numerical breast phan¬ 
tom (left), and a disk phantom (right). The display windows are [0.17, 0.25] 
cm“ and [0.17, 0.35] cm -1 , respectively. Arrows indicate the locations where 
local noise properties are studied in subsequent sections. Middle: Reconstructed 
noise realizations generated using the same phantoms. The display windows are 
identical to the images in the top row. Although heavy regularization is applied, 
some noise is still visible in the uniform regions of the phantoms. Bottom: 
Difference images between two noisy IRLS reconstructions of each phantom are 
shown in order to visualize the noise structure. The display windows are [-0.001, 

0.001] cm -1 and [-0.003, 0.003] cm -1 for the left and right images, respectively. 11361 
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6.9 


6.12 


Shown here are difference images between two independent noise realizations. On 
the left, the two images have been reconstructed using 6 iterations of the IRLS 
algorithm. On the right, the same data realizations were propagated through 
the linearization of Eqn. |6.29| The patchy noise structure which is evident in 


the IRLS reconstructions is well preserved in the linearization approach, meaning 
that the characteristic noise texture of TV minimization can potentially be well 
approximated with only 2nd-order image statistics. As in the small system ex¬ 
amples, note that the noise magnitude appears to be the primary source of error 
in the linear approximation. 

6.10 Variance maps for each phantom determined by approximation method. The 

display window in each case is [0, 2E-6] cm -2 . Note the strong noise depen dene 
on local edge information, as previously reported by others 13 SI . 

6.11 Evolution of the correlation structure with increasing iteration number from left 
to right. The center pixel is in the center of the full image (breast phantom on 
the top, disk phantom on the bottom). The display window of each image is set 
so that white corresponds to 50% of the maximum covariance and the gray level 
of 0 is kept constant. This enables visualization of the structural evolution of the 
correlation independent of the decrease in overall noise level with each iteration. 


Same as Figure |6TTj but for a pixel which lies on a tissue boundary in the breast 
phantom. This illustrates the object-dependence of the noise structures in images 
reconstructed with TV minimization. In general, any HR approach potentially 


produces object-dependent noise. Additionally, when compared to Figure |6.11 
the non-stationarity of the image noise becomes apparent. 


6.13 Each image shows the correlation structure in a region of the breast phantom 
reconstruction near a tissue boundary. The left image is centered on the boundary 
pixel in Figure |6T4 The right image is centered on a point slightly to the right of 
the left image’s center. The distance between the two points is only 4 pixels, but 

non-stationarity is clearly evident through the change in the correlation structure. 

-2 


The display window is [-2x10 , 4x10 °] cm 1 for both figures 


6.14 Shown are the resulting vectors e ? ; from Eqn. 6.39 reshaped into 2-dimensional 

images. The existence of many pixels which are non-zero is a direct indication that 
the DFT does not diagonalize the image covariance matrix, hence invalidating the 
assumption of stationarity. The display window is set so that black corresponds 
to 0, while white corresponds to 25% of the maximum image value. 

6.15 These results, similar to those in Figure 6.14 , demonstrate that local stationarity 

is similarly not satisfied, despite restriction of the image ROI to small sizes. The 
headings of the figures denote the width of the square ROI used. The window for 
each image is set as in Figure |6T4 . 
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2.1 AUC of the ideal observer and eight human observers under each of the three 
experimental conditions. The intervals shown are the 95% confidence intervals. 

The confidence interval for Observer 4 in the filtered case is unknown because 

this observer achieved 100% correct on this 2AFC study.. [32] 

2.2 SNR of the ideal observer and eight human observers under each of the three ex¬ 

perimental conditions. The intervals shown are the 95% confidence intervals. Ob¬ 
server 4 has an unknown SNR for the filtered case because this observer achieved 
100% correct on this 2AFC study. [32] 
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ABSTRACT 


The goal of this thesis is to provide a framework for the use of task-based metrics of image 
quality to aid in the design, implementation, and evaluation of CT image reconstruction al¬ 
gorithms and CT systems in general. We support the view that task-based metrics of image 
quality can be useful in guiding the algorithm design and implementation process in order 
to yield images of objectively superior quality and higher utility for a given task. Further, 
we believe that metrics such as the Hotelling observer (HO) SNR can be used as summary 
scalar metrics of image quality for the evaluation of images produced by novel reconstruction 
algorithms. In this work, we aim to construct a concise and versatile formalism for image 
reconstruction algorithm design, implementation, and assessment. The bulk of the work 
focuses on linear analytical algorithms, specifically the ubiquitous filtered back-projection 
(FBP) algorithm. However, due to the demonstrated importance of optimization-based algo¬ 
rithms in a wide variety of CT applications, we devote one chapter to the characterization of 
noise properties in TV-based iterative reconstruction, as the understanding of image statis¬ 
tics in optimization-based reconstruction is the limiting factor in applying HO metrics. 



CHAPTER 1 


INTRODUCTION 

From its inception in 1972, x-ray computed tomography (CT) quickly developed a role as 
an indispensable tool in the diagnosis of disease. By illuminating a patient with x-rays 
at varying angles, three-dimensional information could be obtained and, along with the 
invention of MRI, CT enabled doctors to non-invasively visualize volumetric anatomical 
information for the first time in history. In the decades that followed, diagnostic CT has 
become a staple of clinical radiology, while other more specialized applications of CT have 
rapidly developed as well. While standard diagnostic CT consists of a circular gantry through 
which a patient couch is translated, CT in modern clinical practice takes on many forms, 
from interventional cone-beam CT which guides surgical procedures to dedicated-purpose 
CT systems for dentistry or orthopedics. 

A number of technological advancements have enabled this blossoming of new CT applica¬ 
tions. One vital aspect has been the development and refinement of CT image reconstruction 
algorithms, or the mathematical processes that transform the many x-ray projections into 
a single volumetric image. Work on CT reconstruction has been as diverse as CT itself, 
and in the research community reconstruction is nearly always listed as a potential source of 
improvement for existing CT systems or as an enabling force for novel, previously infeasible 
CT system designs. 

Unfortunately, many of the advancements which reconstruction methods could enable 
are difficult to realize in practice, since even the simplest reconstruction algorithms involve a 
wide array of implementation decisions. For well established CT applications, contributing 
marginal image quality improvements through better reconstruction is therefore challenging, 
since a delicate balance of optimal implementation options must be achieved in order to 
observe any benefit from the improved reconstruction method. For more novel CT applica¬ 
tions, the situation is even worse, since we lack the benefit of several decades of experience 

to guide our search for the “best” reconstruction methods, and we often find ourselves par- 
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alyzed by the incredible variety of methods and algorithms which now exist. Even after the 
held is narrowed by considering only a single class of algorithms, there is still a wide array of 
parameters for any algorithm, and the selection of appropriate values for these parameters 
is often difficult. This causes many problems in CT research and development, not the least 
of which is that it is then surprisingly difficult to objectively compare two reconstruction 
methods to determine which is better. 

In general terms, this thesis aims to address this issue by defining image quality met¬ 
rics which facilitate the objective assessment and design of CT reconstruction algorithms. 
Further, the metrics which we will apply here can be used not only to guide reconstruction 
development, but also in the assessment of a completed CT system, including the impact 
of system design, hardware, and even the patient being imaged. For the remainder of this 
introductory chapter, we will provide necessary background in the fundamentals of CT im¬ 
age reconstruction, as well as introduction to basic concepts of what is known as task-based 
image quality. Specifically, we will describe the concept of the Hotelling observer, which 
forms the basis for the image quality metrics we apply throughout the thesis. 

In Chapter |2j we attempt to provide some insight into what the image quality metrics we 
develop actually mean, with regard to the usefulness of an image for a human with a given 
task to perform. This will serve as motivation for designing CT systems in a way that is 
optimal with respect to the metrics we develop. In Chapter |3j we investigate the dependency 
of our metrics on the number of image pixels used. Our primary motivation for this chapter 
is to attempt to design a metric which requires only a subset of image pixels, as the large 
number of pixels in a full image currently presents a computational burden for the type of 
image quality metrics we advocate. Next, in Chapter |4j guided by the preceding chapter, we 
validate the use of metrics which rely only on a small region-of-interest in the reconstructed 
image. Finally, in Chapter [5j we apply the developed metrics to an extensive optimization 
of dedicated breast CT system, including the reconstruction algorithm. 

Chapters [2] through [5] all pertain to the most widely used class of reconstruction algo- 
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Figure 1.1: Fan-beam geometry with a flat detector and uniform detector element spacing. 

rithms, namely direct analytic algorithms. More recently, another class of algorithms known 
as optimization-based or iterative image reconstruction (HR) algorithms has become popular. 
These HR algorithms have the potential to enable a wide variety of previously implausible 
CT systems and methods, but present unique challenges for image quality assessment. In 
Chapter [6j we lay the groundwork for the extension of the methods developed in previous 
chapters to a specific type of HR algorithm which has seen increasing popularity in recent 
years. Chapter [7] gives conclusions and some final considerations for the thesis. 

1.1 Background: Computed Tomography 

1.1.1 An Imaging Model for CT 

The CT configuration considered throughout this work is fan-beam, in which a source and 
detector pair rotate about a central field-of-view, acquiring discrete projection data at a 
fixed number of views. In particular, we consider a flat detector with uniform detector bin 
spacing as in Fig. |1.1| A fan-beam CT data model incorporating a statistical description 


3 






of the data relates the continuous object function /(r) to the transmitted x-ray intensity Jj 
via a line integral over /(r) along the ith ray, defined by the source position s^ and the ray 
direction 9f 

l-l — Oj J Poisson <|/q (w, E) e( ~ u ) )dud-E'| > + Gaussian j/^, cr|j , 

where i G [1, N] 

where hlj is the gain in the i t ’* 1 detector, Iq is the mean incident intensity along the ray defined 
by the detector, u denotes the position along the detector bin, E denotes the incident x-ray 
energy, /j is the energy-dependent object attenuation along path l from source position Sj 
in ray direction §i, and /ij and are the mean and variance of additive electronic noise, 
respectively. We will typically reserve the use of bold letters for random variables. The 
exception in Chapter [6j where because of a shift in the formulation of our metrics, we adopt 
a different notational system, denoting all vector quantities with bold. 

Note that, unless stated elsewhere we choose to neglect the effects of scattered radiation, 
a finite focal spot, and stochastic gain in the detectors. Further, we will introduce several 
other simplifying assumptions to this data model. Firstly, we typically choose to assume a 
monochromatic x-ray beam, so that we drop explicit dependence on E, and operate in the 
log data domain. We also assume that the detector response is invariant across the width of 
a single detector bin, resulting in the model: 

a = - log (sfe)= J L f + lSi ) dl + n - (L2) 

where u is the width of a single detector bin. The domain of integration L is defined as the 
intersection of the ith ray with the compact support of the continuous object function /. 
Finally, we assume that the electronic noise and compound Poisson noise in each detector 
reading can be modeled as additive Gaussian noise, via the stochastic term rij. 
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Note that the additive noise term nj is added in the post-log projection data domain 
as opposed to being considered in the incident photon fluence, hence the term rij is not 


contained in the integral of Eqn. L2 Also observe that since this data model produces 
a discretized projection data vector g, all subsequent image reconstruction steps map an 
intermediate discrete data vector to the final discretized image and are, therefore, discrete- 
to-discrete transformations. Further, since the filtered back-projection (FBP) algorithm 
which we employ for most of this thesis is a linear algorithm, the reconstruction operator 
constitutes a linear, discrete-to-discrete operator which can be represented by a matrix A. 

When dealing with ellipse-based phantoms, we model the CT data generation by the 
action of a continuous-to-discrete projection operator V, whose action is defined by Eqn. 


1.2 We employ a concise notation for the action of V as follows: 


g = Vf + n. 


(1.3) 


For projection of discretized phantoms, we consider the equivalent ray-driven projection 
model, however we then compute the path integral of each ray through each pixel or in the 
phantom. Whenever discrete phantoms are used, we restrict the pixel size of the phantom 
to be roughly an order of magnitude smaller than the detector bins, when projected onto 
the detector face. Chapter [6] is again an exception, since for certain tests in HR, the discrete 
phantom is identical to the “true” image which we hope to recover. 


CT Noise Model 


The fullest CT noise model would include the physical effects discussed in Sec. 1.1. 1[ namely 
a compound Poisson model for incident x-rays, an additive Gaussian electronic noise model, 
and detector correlations resulting from detector cross-talk. For simplicity, we will adopt 
a noise model which is strictly Gaussian and assumes uncorrelated noise in the detector 
elements. Under this assumption, the data covariance vector K g = E j(g — g) (g — g) 


\T 


is 
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diagonal, consisting only of variances with all covariances between detector elements equal 
to 0. Two models will be investigated. The first assumes uniform variance in each of the 
detector bins, so that the data covariance matrix is given by 

(Kg) i, j = «Sij, (1-4) 

where ( K g ■ = Cov ( gi,gj ), $ij is the Kronecker delta and a is a constant. 

In order to determine the detector variances for an object-dependent noise model, we 
consider the CT data noise model put forward by Barrett and Swindell [5’j. In particular, 
the noise model begins with the assumption that the variance in the data (after applying 
the negative logarithm) goes as: 


Var {gj} = (1.5) 

XyiS Ni N 0 K J 

where Nq is a constant denoting the average number of photons at the ith ray in a blank 
scan, and IVj is the mean number of photons transmitted through the object and incident 
on the ith detector element. The final covariance matrix Kg is then given by 

{ e 9i +l ■ i = j 

' ( 1 . 6 ) 

0 : else. 

This covariance is object-dependent, which will affect the computation of subsequent model 
observer metrics, as discussed below. 

Linear Reconstruction Algorithm Approach 

The class of linear reconstruction algorithms can be expressed in terms of linear systems. In 
general terms, we consider a linear image reconstruction algorithm A that takes a discrete 
set of data g and produces y, a discrete representation of an image in the form of pixel 
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coefficients: y = Ag. As many such algorithms consist of several linear processing steps, 
it is useful to consider A as the product of matrices representing each processing step: 
A = Y\iAi- The filtered back-projection (FBP) algorithm is one such algorithm, and the 
various operations involved such as discrete Fourier transforms and back-projections can be 
represented in the form of matrix operations. The resulting algorithm is then also interpreted 
as the action of a matrix. 

1.1.2 Fan-Beam CT Reconstruction - The FBP Algorithm 

Here we briefly summarize the fan-beam FBP algorithm. Our description is based on that 
contained in Ref. [6], and we refer the reader to that work for a more thorough introduction. 
Fan-beam FBP reconstruction follows a three-step process: First, each gj is weighted by 
the factor w(n) = D/pD 2 + n 2 du 2 , where D is the source-to-detector distance, n is an 
integer denoting the detector element where n = 0 corresponds to the central ray, and du 
is the detector element spacing. Each value of w(n ) can be combined into a vector w. 
Numerically, the implementation of this weighting is equivalent to operating on the discrete 
projection data with a diagonal weighting matrix such that 

g / = diag(w)g (1.7) 

where diag (w) is the diagonal weighting matrix. Second, the modified projection data 
vector g' is transformed to the frequency domain using a discrete Fourier transform (DFT) 
algorithm, also representable by a matrix which we shall label F. In this domain, the 
conventional ramp filtering can be performed via multiplication. Alternatively, one may 
apply an apodization window such as a Hanning window to perform regularization in the 
reconstruction. This is also achieved through a multiplication in the DFT domain. Finally, 
one applies the matrix F and performs a weighted back-projection of each of the filtered 
projections onto a discrete image array via a back-projection matrix operator B, resulting 


7 



in the reconstructed image pixels y j. The full reconstruction operation can then be written 
as 

y = Ag = £?F -1 diag(a)diag(r)Fdiag (w) g (1.8) 

where diag(a) and diag(r) are diagonal matrices with an apodization window and the ramp 
kernel along their diagonals, respectively, and B, F, and diag (w) are again matrices rep¬ 
resenting back-projection, the discrete FFT operation and data weighting. In general, this 
reconstruction matrix A can be singular, meaning that no left-inverse of A exists. The cor¬ 
responding null-space can then play a direct role in the loss of data information which could 
be useful for a given task using the reconstructed image. By information , we specifically 
refer to components of the the data vector g which can directly contribute to the improved 
performance of some task. We consider this information to be lost when this component of 
g lies in the null-space of the matrix A. The theme of information loss through A will play 
a recurring role in our image quality analysis in subsequent chapters. Finally, the represen¬ 
tation of a linear algorithm as a matrix A allows the computation of the image covariance 
matrix given by K y = AK g A 1 , where Kg is the data covariance matrix. 

1.1.3 Iterative Image Reconstruction 

While analytic reconstruction algorithms like FBP are still the most ubiquitous reconstruc¬ 
tion algorithms, optimization-based image reconstruction in CT has shown great promise 
for improving the utility of images, particularly in cases where the assumptions underlying 
analytic methods are violated. Specifically, these algorithms are more robust than their 
analytical counterparts, facilitating a wide variety of dose-reduction strategies HUE], novel 
imaging techniques punum, and specialized CT systems nu. In many cases, striking ex¬ 
amples can be shown wherein optimization-based algorithms lead to images that are vastly 
different in appearance from images employing conventional algorithms. However, these 
drastic changes in subjective quality need to be objectively characterized in order to ensure 


that these algorithms yield images which retain as much diagnostic utility as possible. 

In order to ensure that optimization-based reconstruction algorithms meet necessary 
clinical standards of quality, we will investigate the extension of the task-based formalism 
presented in Chapters [2] through [5] to these novel algorithms. The mathematical framework 
involved will necessarily be more involved than that which is relevant to analytic algorithms, 
since these algorithms are generally nonlinear. Further, development of optimization-based 
reconstruction is still in a rapid state of flux due to the novelty of these techniques in CT. 

Investigation of the feasibility of objective assessment of iterative algorithms is neces¬ 
sary in part because these algorithms are already commonly included in clinical systems 
as optional costly upgrades, typically with promises of preservation of image quality with 
reduced radiation dose, or of improvement of image quality at equivalent patient radiation 
dose. An investigation into summary metrics of image quality in iterative reconstruction 
is therefore prudent. A task-based approach to determination of such metrics is currently 
the most promising option, as alternative metrics such as contrast-to-noise ratio (CNR) may 
have little meaning in the context of optimization programs which include prior information, 
such as total variation (TV), which incorporates prior gradient magnitude image sparsity. 
As an important preliminary step in this direction, we will investigate the approximation of 
the image covariance matrix K y for images reconstructed with TV penalties. 

1.2 Background: Objective Image Quality Assessment 

Ultimately, the quality of a CT image depends on the task for which it is intended. Therefore, 
the image quality metrics which we will investigate in this thesis are task-specific. While 
the endpoint utility of an imaging system can be measured based on the tasks it enables a 
radiologist to perform, this endpoint can only be evaluated for isolated, often well refined, 
imaging systems. For example, in the case of lesion detection, human observer detectability 
is arguably the most meaningful metric of image quality. However, human observer studies 

needed to evaluate detectability are too expensive and burdensome to be useful for exhaustive 
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systems optimization. Therefore, mathematical model observers are often employed in order 
to either estimate human observer performance (e.g. channelized Hotelling observers H) 
or provide a theoretical upper bound on human observer performance (the Bayesian ideal 
observer [13]). 

In this section, we will motivate the use of task-based image quality metrics based on 
model observers as a reasonable direction for the assessment of CT algorithms and systems. 
We will describe, in particular, the Hotelling observer (HO) and its associated metrics in 
order to provide a foundation for the chapters which follow. 

1.2.1 Task-Based Assessment 

In the context of medical imaging, early development of image quality metrics such as the 
modulation transfer function (MTF) was focused on applications such as planar radiography 
P3J. These metrics of quality were based on several simplifying assumptions such as sta- 
tionarity and shift-invariance [5]. In CT, however, the assumptions upon which conventional 
metrics are based are not always justifiable [15]. Therefore, the overall image properties 
of CT such as noise are difficult to characterize due to the lack of applicable simplifying 
assumptions. As a result, the quality of CT images is usually either described with metrics 
that have very limited meaning in the context of tomography, or is not described quantita¬ 
tively at all. The result is that claims of image quality from researchers and companies alike 
are often unsubstantiated, either because the metrics employed rely on assumptions which 
are violated, or (particularly in academic research), because subjective evaluation of single 
images is used. 

The outcome of patient treatment depends crucially on accurate diagnosis, and CT images 
of high utility are a crucial component in obtaining such diagnoses. Further, many of the 
parameters used in CT image reconstruction algorithms have demonstrated impacts on image 
utility. Therefore, since conventional metrics of image quality often do not apply to CT, it 
is imperative that meaningful measures related to image utility be developed. Currently, 
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task-based metrics such as mathematical model observer performance show great promise 
in addressing this missing link to ensuring optimal patient diagnosis, namely enabling the 
design and assessment of reconstruction algorithms with objectively high levels of image 
quality [16, \17\ [18] . 

Task-based assessment has a long history in the held of nuclear medicine, where it has 
been used to study the effects on image quality of various system parameters, such as the 
aperture opening, the collimator, and even the reconstruction algorithm [T2j [19, 20] 121] . 
However, its application to CT is relatively novel. This is partially due to the fact that images 
in CT are of a decidedly higher quality than those in nuclear medicine, generally speaking, so 
that advanced assessment strategies were not typically seen as necessary for CT. Recently, 
however, various considerations such as dose reduction strategies have prompted progress 
toward CT systems or acquisitions that push the limits of the reconstruction algorithms used. 
Specifically, it is common that the preservation of fine structures in noise-dominated data is 
of importance, thereby mimicking the situation of task-performance in nuclear medicine. 

It is necessary to objectively evaluate the quality of images produced by novel systems and 
to ensure that the associated reconstruction algorithms are adequate for enabling the specific 
tasks for which such systems are designed. Taking dedicated breast CT as an example, it is 
necessary that if breast CT should be used as digital mammography is used today, that the 
utility of the images produced can be evaluated objectively as being comparable to those in 
mammography. Clearly, there exists a pressing need to ensure that rapid technical progress 
seen in CT development does not connote a sacrifice in terms of image utility, and in light of 
the lack of versatile metrics applicable to tomography, in this thesis we attempt to develop 
a widely applicable formalism for task-based assessment of image reconstruction algorithms 
in CT. 
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1.2.2 Model Observer Approach 


As we have already suggested, quantification of image quality in CT is useful not only in 
evaluating a completed imaging system, but also in optimizing decisions in the system design 
and implementation. A wide array of parameters exist in the CT imaging chain, including 
various physical parameters such as patient size, acquisition parameters such as the number 
of projection views, as well as reconstruction algorithm parameters such as image pixel size. 
Each of these parameters has an effect on the noise properties of the CT images, as well 
as the resolution in the image, however the impact of these factors on the utility of the 
images produced is often unclear. Further, for parameters which are controllable, such as 
acquisition and reconstruction parameters, the optimal selection of implementation choices 
is rarely obvious. We propose the use of a mathematical model observer for efficient and 
objectively meaningful optimization of CT systems and reconstruction algorithms. 

In general terms, there are two approaches to constructing mathematical model observers: 
(1) estimate as accurately as possible the performance of a human observer for a given task 
[12, 22J [23] or (2) establish an upper-bound on human observer performance by determining 
the performance of the Bayesian ideal observer m- We generally prefer the latter approach 
because our goal is to optimize the reconstruction algorithm relative to the absolute upper- 
bound on human observer performance, thereby ensuring that there is minimal information 
loss in the reconstruction algorithm. This leaves room for post-reconstruction image pro¬ 
cessing methods to transform the information in the reconstructed image into a form that is 
amenable to human task performance. The human visual system is complex and difficult to 
model adequately, meaning that the former approach can also introduce errors from improper 
human modeling. The latter approach avoids these errors and will provide non-stochastic 
and stable upper bounds on human performance. We will therefore avoid the use of so-called 
perceptual channel mechanisms in general. 

The specific observer we adopt is the Hotelling observer (HO) [24; [25, [19j 26]. The 
particular HO implementation we propose is exact in that it does not rely on assumptions 
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such as shift-invariance or noise stationarity. These assumptions are commonly invoked, at 
least locally, because they enable the construction of image quality metrics based on discrete 
Fourier transform domain image properties, resulting in familiar metrics such as the noise 
power spectrum (NPS) 0 [2?, [28] [29] and modulation transfer function (MTF) |30l |3H [5; 128] 
or local NPSs [32J, [33] and MTFs [ 31 ]. Instead, the approach we propose is not limited 
by assumptions regarding stationarity. Meanwhile, the propagation of the signal and noise 
into the image domain is fully and exactly accounted for through a linear systems theory 
approach. While the assessment performed here makes an additional assumption of a fixed 
(non-random) background, the framework described is sufficiently general that additional 
terms could be added to account for anatomical noise covariance when the task of interest is 
limited by anatomical noise. Likewise, performance-degrading psychophysical factors could 
be modeled if direct estimation of human performance were of interest; however, in this work 
we are concerned instead with determining ideal observer performance. 

An additional benefit of our proposed method for HO assessment is that we do not rely on 
statistical realizations (samples of noisy reconstructed images) in order to construct the rel¬ 
evant metrics. Performing noise realizations can be incredibly time-consuming, particularly 
for large image volumes, since many realizations are necessary in order to compute accurate 
sample statistics. Further, regardless of the number of realizations performed, there is an 
inherent statistical uncertainty in the estimated quantities. Throughout this work, however, 
the metrics that we construct are based on analytic formulas which are non-stochastic and 
do not rely on noisy images or statistical estimates from samples. 


Binary Detection 


To this point, we have spoken in general terms regarding task performance. In order to 
clarify our meaning, we take a specific example of a classification task - the task of binary 
detection. In order to demonstrate the two hypotheses which make up the binary detection 
task, recall the data model of Eqn. [L3 defining a continuous to discrete operator V , which 
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maps the continuous object function f{f) to the discrete M X 1 data vector g: 


g = Vf + n 


(1.9) 


where n is an additive measurement noise term in the projection data domain, and the sole 
source of noise considered. 

The two hypotheses relevant to a signal detection task are the signal-absent and signal- 
present hypotheses, which we shall label Hq and Hi, respectively. Since we consider detection 
in the reconstructed image domain, we must apply the reconstruction operator A discussed 


in Section |1.1.2| to the data vectors representing each hypothesis. The resulting hypotheses 
may then be expressed mathematically as 


Ho ■ y = A (Vf b + n) 

Hi : y = A (V(f b + f s ) + n) 


( 1 . 10 ) 


where f b and f s represent the background object and signal object, respectively. It should be 
noted that the statistics of the additive noise term in each hypothesis are generally assumed 
to be the same in this thesis, since the signals of interest are usually small. As discussed in 
later chapters, it is trivial to extend our analysis to the case of differing statistics between 
hypotheses, but this impacts the interpretation of the resulting metrics m The task we 
consider is a signal-known-exactly, background-known-exactly (SKE/BKE) task, meaning 
that the Hotelling observer has full knowledge of the reconstructed signal and the image 
noise statistics. A generalization of this paradigm is also occasionally investigated in this 
work, and is known as a signal-known-exactly-but-variable (SKEV) paradigm. Essentially, 
this paradigm accounts for signal variability by averaging observer performance over a set of 
possible signal locations. Further, the human observer studies in Chapter [2] are also in the 
SKE or SKEV paradigm since the reconstructed signal is presented to the observer study 
participants. 
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1.2.3 Mathematics of the Hotelling Observer 


The Hotelling Observer (HO) is the optimal linear model observer in the limit of Gaussian 
noise, and it has been used for prediction of human observer task performance [221 ED]. 
Even in cases where the HO does not accurately predict human performance, it often still 
constitutes a useful upper bound on human task performance [35 ; , [19| [26’] • In a classification 
task, the HO operates by computing a scalar value which is a linear combination of the 
image pixel values. It then uses this value to classify an image as corresponding to one of 
two hypotheses, and it performs this classification in a way which is optimal with respect 
to all other linear observers. The scalar value used for classification is termed the Hotelling 
test statistic and is computed as 

t = Wy y, (1.11) 

where w y is the optimal set of weights for the image pixels, known as the Hotelling template. 
The Hotelling template is in turn defined as 


Kyw v = A y, 


( 1 . 12 ) 


where K y = AK y A T is the image covariance matrix under the two hypotheses (an average is 
taken if the covariance differs between hypotheses), and A y is the mean difference between 
images from the two hypotheses. The quantity Ay can be obtained by generating noiseless 
reconstructed images of each of the two hypotheses. Since the detector noise is additive and 
zero-mean and the reconstruction operator is linear, these noiseless images correspond to 


the mean image under each hypothesis. Eq. (1.12) is solved via the Moore-Penrose pseudo¬ 


inverse for cases where K y is rank-deficient. Otherwise, for large system models Eq. (1.12) 
can be solved by LU decomposition followed by backsubstitution, and for very large system 
models iterative methods such as conjugate gradients can be applied. 

The resulting image covariance matrix can be stored directly in computer memory and 
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inverted via a Moore-Penrose pseudo-inversion 


Wy = 


A’Jaj. 


(1.13) 


The process of HO classification is outlined schematically in Fig. 1.2 Note that noise 
in the images introduces statistical variability in the outcome of the test statistic for each 
hypothesis. The task of the HO can then be interpreted as the construction of a linear test 
statistic which has maximally separated statistical distributions under the two hypotheses. 
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Figure 1.2: In order to classify an image as corresponding to a single hypothesis, the HO 
computes the inner product of a noisy image with the Hotelling template. The resulting 
scalar test statistic t is then compared to a threshold value and assigned to a class accordingly. 
This is the approach of any linear observer performing a classification task, and the HO is 
the optimal linear observer. 


One HO figure of merit is the HO SNR^, defined as 


SNR l = w%Ay. (1.14) 

Likewise, the HO can operate in the data domain, and all of the foregoing equations hold, 
but with y replaced by g. Readers unfamiliar with the SNR of an oberver as defined above 
can consider a related metric, the percentage of correct decisions, P(j, which can be illus¬ 
trated through a common psychophysical study called a 2-alternative forced choice or 2AFC 
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experiment. If we consider a task in which the HO is presented with one image from each 
hypothesis and made to assign the images to their respective hypotheses, we can define the 
percentage of correct decisions Pq. Since the data we consider are Gaussian distributed, the 
HO SNR can be related to P (7 as 


Pc 


1 

2 


-erf 

2 



(1.15) 


P(j defined in this way is the optimal percent of correct decisions for any linear observer, 
and will be interpreted in this work as an upper bound on a human’s percent of correct 
decisions. In other words, when Pq = 100%, we will assume that the upper bound on a 
human’s percentage of correct decisions is 100%, while when Pq = 50%, we will assume that 
a human is incapable of performing the task, with correct decisions resulting from chance 
alone. In this work, Pq is equivalent to the area under the ROC curve (AUG). 

Typically, we use Pq as the figure of merit when studying the impact of any parameter 
which affects the inherent aspects of the projection data, such as the size of the object 
being imaged. However, for optimization of the reconstruction algorithm or dose allocation 
between views, which do not significantly affect the HO’s SNR 9 (HO performance in the 
projection data domain), we define an additional metric, the HO efficiency: 

SNR2 WyAy 
£ ~ SNR| ~~ w g Ag ’ 

where A g is the mean difference in projection data under each hypothesis, and w g is the 
Hotelling template in the data domain, defined as 



KgWg = A g. (1.17) 

The efficiency metric £ is 1 whenever the reconstruction algorithm perfectly preserves the 
information in the projection data used by the HO to classify an image, and will be less 
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than 1 whenever information is lost in the reconstruction operation or in the restriction of 
the image to an ROI. Note that each of the metrics we have presented have no statistically 
variable quantities. 

We consider £ a more useful parameter than SNR for algorithm optimization since for 
many CT applications, one would not operate at the threshold for observer performance 
within which SNR is a meaningful metric. Instead, £ is a useful metric for algorithm and 
system evaluation that remains independent of the difficulty of a given task, while still 
retaining the exactness of computation inherent in HO performance calculation through 
the exact covariance matrix K y . A further motivation for selection of the efficiency metric 
over more conventional metrics such as SNR or area under the ROC curve (AUC[36j) is 
that we are interested in performing system component optimization rather than full system 
evaluation. A single value of SNR or AUC carries little information regarding how much one 
can hope to improve performance by optimizing a single component. Rather, we would prefer 
a metric like efficiency, which relates the quality of the input to the system component to the 
quality of the component’s output. Here, the component which we optimize is a parameter 
of the reconstruction algorithm, so that the efficiency values are a reflection of how well the 
reconstruction preserves information relevant to the classification task. 

One source of difficulty in computing the HO SNR or HO efficiency is the inversion of 
the covariance matrix K y . Although the form of Eqn. 


1.12 


is compact, obtaining a direct 


solution for w y is computationally nontrivial, since the matrix K y can be too large to be 


stored in computer memory and is non-diagonal, as discussed in Section 2.3.1 In fact, the 


computational burden of solving Eqn. 1.12 is the basis for much active research. For instance, 
approximate inversions of the image covariance in data space either by efficient channels 
[331121 ESI ES] or assumptions of stationarity in the image covariance are sometimes made to 
ease the computational burden. In Chapter[2j for example, 1024 view angles and 256 detector 
bins are used, implying that g and Kg have dimensions 262,144 x 1 and 262,144 x 262,144 
respectively. Similarly, y and K y have dimensions 147,456 x 1 and 147,456 x 147,456 
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respectively. These covariance matrices are too large to be directly stored in memory on 
many systems, implying the need for methods that require only a function which outputs 
matrix-vector products, without direct access to the matrices. In the work presented in this 


thesis, whenever the dimensionality of Eqn. 1.12 is too large to store in computer memory, 
we solve for the Hotelling template iteratively via the method of conjugate gradients, as 
described in section 5.1 of [4UJ. We find this method preferable to the use of channels 
(either efficient or psychophysical) because we wish to accurately determine the performance 
of the HO unhindered by information loss through channels. Further, although efficient 
channels might exist which can be found using a method like that in Witten et al.|39|. most 
work involving efficient channels imposes circular symmetry on the signal and template, an 
assumption violated by the templates in our case. The calculated HO performance can then 
provide an absolute upper bound on measured human observer performance for several cases 


of information loss (see discussion of nullspace in Section 1.1.2). 
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CHAPTER 2 


THE HOTELLING OBSERVER AND HUMAN OBSERVERS 

2.1 Introduction 

In this chapter, we demonstrate the relationship between model observer metrics presented 
in the previous chapter and human task performance in CT. Our purpose is two-fold: First, 
comparison of model observers with human observers provides intuition for the meaning of 
model observer metrics. Second, quantitative comparison of model observers with humans 
lends greater credibility to task-based system optimization. The specific task which we 
investigate here is lesion detection. 

Lesion detection is one prominent clinical task for which CT is employed. Therefore, 
lesion detectability has been frequently investigated as a useful metric for systems optimiza¬ 
tion and evaluation in CT HD 021 sa ED El 05] . In order to provide an introduction to 
detectability as a metric for CT, this chapter demonstrates the computation of detectability 
of the Hotelling observer (HO) and provides a comparison between HO performance and 
human performance for a simple detection task. We investigate the behavior of human and 
HO performance as a function of regularization in the image (either smoothing or increased 
pixel size), and provide some preliminary findings which could explain discrepancies between 
humans and the HO and ensure that system optimization with the HO is beneficial to human 
observers as well. 

For the present case, the HO is equivalent to the ideal observer. Seeking to provide a 
link between existing studies that have extensively investigated human and model observer 
performance for systems that mimic CT {45j and those which simplify the computation of 
observer performance via channels HASH, this chapter investigates exact Hotelling observer 
performance for a binary lesion detection task and compares this result to measured human 
observer performance for the case of detecting a small, high-contrast lesion in noise correlated 
via the filtered back-projection (FBP) algorithm. 
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Three separate implementations of fan-beam FBP are investigated. The first serves as 
a reference case and utilizes the conventional ramp filter in reconstruction. The remaining 
two reconstruction implementations are intended to degrade HO SNR and illustrate the 
corresponding effect on human observer performance. One implementation accomplishes 
this through regularization via a Hanning filter, and the other increases the reconstruction 
image pixel size. Each of these implementations of the FBP algorithm takes the form of a 
matrix operator whose null-space determines the specific loss of inherent signal detectability 
from the sinogram domain to the reconstructed image domain. In the case of regularization, 
some components of the filtered data in the discrete Fourier transform domain are set to 
zero, thereby introducing a null-space corresponding to these components. In the case of 
increased pixel size, the M x N reconstruction matrix acquires a null-space by virtue of the 
fact that M < N. 


The chapter is organized as follows: Section 222 reviews necessary background regarding 
2AFC studies. Section |4~2 outlines the methods for generating the images used in the 2AFC 
studies and performing the psychophysical and model observer studies. The results of these 


studies are presented in Section 2.4 We then describe the incorporation of internal noise 


into the HO model in Section 2.5, and present results of this incorporation in Section 2.6 


Finally, a brief discussion of these results and conclusion are given in Section 2.7 


2.2 The 2AFC Study 


In a two-alternative forced choice (2AFC) experiment, an observer is presented with two 
images y and y', where y is drawn from pr(y |7/q) an d y 1 is drawn from pr(y|/7i) [12J. In 
the case of a signal detection task, the hypotheses Hq and H\ will represent a signal-absent 


and signal-present case (see Section 1.2.2). The observer computes a test statistic t(y), 
commonly referred to as the decision variable, for each of the two images. The observer then 
assigns the signal-present decision to the image that produces the higher value of the decision 
variable. For any decision variable, the probability of a correct decision in a 2AFC process 
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is then equal to the area under the ROC curve (AUC) for that observer and detection task. 
The mean number of correct decisions in a human observer study can then be taken as an 
estimator for the AUC. AUC can then be related to an effective SNR by the equation 


SNR = 2erf -1 [2(AUC) - 1], 


( 2 . 1 ) 


which is simply the inversion of Eqn. |1.15| By defining observer SNR in this way, in relation 
to the 2AFC study, the comparison of human observer performance measured through 2AFC 
trials and the HO SNR is straightforward. 


2.3 Methods 


2.3.1 Generation of Images 
The Reconstructed Signal 

The signal of interest was chosen to be an ellipse with major and minor axes of lengths 6 
detector bin widths and 3 detector bin widths, respectively, and its location was fixed for 
each of the studies to the center of the field of view for reconstruction. We investigate a 
small high-contrast signal, which can be seen as a model of micro-calcification detection in 
breast CT. The signal was defined in the continuous object domain and discretized by a 


continuous-to-discrete forward projection operator, as in Eqn. 1.3 


The reconstruction algorithm used was the FBP algorithm discussed in section 1.1.2 


Projection data for the reference case was acquired over a full 27 t rotation at 1024 evenly 
spaced angles with 256 detector elements. The reconstruction was performed onto a 384 x 
384 pixel image grid with pixels roughly twice the size of a single detector element. The 
images were then cropped to a central 96 x 96 pixel ROI, which was then displayed at 4x 
magnification. Black and white lines were then superimposed on the image in order to aid 
the observers in localizing the signal at the center of the ROI. The reference images for 
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the human and model observer study were reconstructed without regularization, i.e. with 
only the ramp kernel used for filtration. The ratio of the sonrce-to-detector distance to the 
source’s radius of rotation was 8 : 5. The reference reconstructed signal is shown on the top 


left of Fig. 2.1 Visible artifacts in the reconstructed signal are a result of the discretization 
in the sinogram and image domains and the small size of the signal. This small signal size is 
desirable in this case because we can then expect greater variability in observer performance 
with respect to the reconstruction algorithm with the given noise model. The corresponding 


Hotelling template is pictured on the top right of Fig. 2.1 


Noise Model 


After computing the discrete projection data as in Eqn. |1.3[ zero-mean, independent, iden¬ 
tically distributed Gaussian noise was added to the projection data. The standard deviation 
of the additive noise was uniform across the detector elements and equal to roughly ten times 
the maximum value of the signal in the projection data domain. This implies that the data 
covariance vector K g is diagonal such that 


(*»)« = 


a : i = j 


0 : i ± j 


( 2 . 2 ) 


where a is a constant. We then have that the reconstructed image covariance matrix will be 
given by 

K y = AK g A T = aAA r (2.3) 


where A is the reconstruction matrix described in Section 1.1.2, and Ky is again the re¬ 
constructed image covariance matrix. Inspecting this expression for the image covariance 
matrix, it becomes obvious why the inversion of this matrix is nontrivial. K y has dimension¬ 
ality M x M, where M is the number of pixels in the reconstructed image. Further, various 
components of the matrix A such as the matrix representing the weighted back-projection 
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Figure 2.1: Top Left: The reconstructed reference signal with ramp filtering and no added 
noise. Display window: [0 1.0] Visible artifacts are a result of the coarse level of discretization 
in the sinogram and image domains necessary to allow tractability of the relevant linear 
systems. Top Right: The Hotelling template for the reference reconstruction. Display 
window: [-0.2 0.2] Middle Left: The reconstructed reference signal with Hanning filtering 
and no added noise. The window used here is narrower than that used in the experiment for 
printing purposes. Display window: [0 0.45] Middle Right: The Hotelling template for the 
filtered reconstruction. Display window: [-1.7 1.7] Bottom Left: The reconstructed reference 
signal with ramp filtering, increased pixel size and no added noise. Display window: [0 1.0] 
Bottom Right: The Hotelling template for the large-pixel reconstruction. Display window: 
[-0.26 0.26] 


step in the FBP algorithm make K y non-diagonal. Selected components of the matrices K y 


for the three reconstruction implementations considered here are shown in Fig. 


2.2 


The noise model was assumed to be invariant under the two hypotheses. This assumption 
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Figure 2.2: These images are the result of right multiplying the matrices K y with column 
vectors containing only a single non-zero element, i.e. images of a single non-zero pixel. The 
nonzero pixel (valued 1) was placed either halfway to the edge of the FOV (left) or in the 
center of the FOV (right). The images shown are cropped ROIs showing the pixels which 
covary with the given pixel. Therefore, each image represents a portion of a single row of 
the matrix K y . The nonzero components away from the pixel of interest demonstrate the 
non-diagonality of K y , while the change in shape between the images in the two columns 
demonstrate the shift-variance of image covariance. The images correspond to the reference 
FBP implementation (top), large image pixels (middle), and Hanning filtration (bottom). 
Note that the ’’Mexican hat” shape and near shift-invariance of the Hanning filtered case 
lead to ripples in the corresponding Hotelling template in Fig. 2T The physical extent of 
each ROl is identical. The display window of the top and bottom rows is centered on 0 
with a width equal to 0.04 times the maximum covariance element. The display window of 
the middle row is centered on 0 with a width equal to 0.4 times the maximum covariance 
element. 
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is particularly reasonable in our case in light of the fact that the signal of interest is small, 
with size on the order of only a few detector bins. An example of a pair of images used in 


the human observer study is presented in the top row of Fig. 2.3 


Regularization and Image Domain Sampling 


As mentioned in Section 1.1.2 regularization can be performed in fan-beam FBP by applying 
a multiplicative apodization window to the ramp kernel in the Fourier domain. A case of 
heavy regularization is considered here, wherein a Hanning window with cutoff frequency 
equal to 1/4 of the Nyquist frequency is used. For this case, we expect a drop in HO SNR 
relative to the reference (unmodified ramp kernel) case since this multiplicative window 
will place high-frequency components of the weighted projection data in the null-space of 
the reconstruction operator. The mean reconstructed signal and Hotelling template for the 


regularized study are shown in the middle row of Fig. 2.1 


Next, we considered the case of reconstruction onto pixels which are a factor of four larger 
than in the reference case, i.e. approximately eight detector bin widths square. Here, the 
expected loss in HO SNR arises from the fact that the reconstruction matrix A has a more 
significant null-space due to the lower number of output image pixels relative to the number 
of input data elements. In other words, the matrix A is now farther from being square, 
transforming an A^-element data vector to an M-element image array where M < N. The 
mean reconstructed signal and Hotelling template for the study involving larger pixels is 


shown in the bottom row of Fig. 2.1 Example pairs of images used in the regularization 


and large pixel studies are shown in the middle and bottom of Fig. 2.3 


2.3.2 Psychophysical Studies 

Seven human observers participated in 100 trials of a 2AFC procedure for each of the three 
reconstructions investigated: reference FBP, heavy regularization, and 4x larger pixel size. 

In order to achieve improved confidence limits, an eighth human observer (hereafter referred 
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Figure 2.3: Top: An example of a 2AFC trial used in the human observer study for the 
reference case of ramp filter FBP reconstruction. The signal amplitude here and in the other 
two sub-figures is 10 times greater than in the experiment for the sake of visualization. In 
addition to two images such as these, the reconstructed signal (left of Fig. 2.1) was shown 
for each trial. Display window: [-2.5 2.5] Middle: An example of a 2AFC trial used in the 
human observer study for the filtered case. Display window: [0.3 0.7] Bottom: An example 
of a 2AFC trial used in the human observer study for the large pixel case. The window used 
here is narrower than that used in the experiment for printing purposes. Display window: 
[0.3 0.7] 


to as Observer 8) performed 1500 trials of a 2AFC procedure for the same three experimental 
conditions. Observer 8 rested after every 250 images in order to ameliorate observer fatigue. 


In addition to the two image choices presented to the observers, the reconstructed signal was 


also shown accompanying each pair of images (i.e. the signals on the left of Fig. 2.1). Ten 
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trials were performed preceding the 100 (or 1500) recorded trials for each set of conditions 
as training for each observer. The monitor used for the psychophysical experiments was 
a standard grayscale-calibrated DICOM 14 mammography monitor, and the ambient light 
and monitor brightness were fixed across all observers and reconstruction implementations. 
The images were windowed and leveled so that the level was roughly centered on the mean 
pixel value and the window width roughly corresponded to two-thirds of the full range of 
pixel values. The exact window settings used were [—10,10], [—2.5, 2.5], and [—10,10], for 
the reference, filtered, and large pixel case, respectively. While the window and level were 
changed for each of the three experimental conditions, they were held fixed for the trials 
and observers within a given experimental condition. However, it should be noted that, in 
general, the results of preliminary investigation did not appear to be sensitive to the window 
and level used. The software used for the image display and data acquisition was written 
in the Matlab programming language. None of the eight observers had received medical 
training. Each was a graduate student in medical physics with a basic understanding of the 
goals of the studies. 

For each observer and experimental condition, the proportion of correct decisions can be 
shown to be an unbiased estimator of the area under the ROC curve, AUC = ^ Li 
where Aj denotes the outcome of the zth trial (1 for a correct response and 0 for an incor¬ 
rect response). In order to compute a conhdence interval (Cl) for the true AUC, we use 
Papoulis’s[46] expression for estimating the Cl when the variance is unknown and the num¬ 
ber of trials is large enough that the central limit theorem applies (i.e. the estimator AUC 
is approximately normal). Namely, we find that 


P 



7=H-<5/2 < AUC < auc + 
>1—5=7 



(2.4) 


where 5 is the conhdence level, 7 is the conhdence coefficient, s is the sample standard 
deviation, z u denotes the nth percentile of the standard normal density, and n is the number 


of trials (always 100 except for Observer 8 ). The sample standard deviation s is computed 
using the unbiased estimate of variance defined by Eqn. 9-13 of Papoulis[46j. This estimate 
of standard deviation is also predicated upon the assumption that n is large enough for the 
central limit theorem to apply. 


Since by Eqn. 2.1 we have that 


AUC =2 


erf [ -SNR ) + 1 


(2.5) 


we can rewrite Eqn. 2.4 as 


or equivalently 




erf - 


G snr ) 


+ 1 


< AUC + ~7^ z l-S/2 f > 7 


P < 2 erf 




2 ( AUC - 77^i-<V2 ) - 


< 2erf 


-1 


2 ^AUC + -j=z x _ b j2 j - 1 


< SNR 

> 7- 


( 2 . 6 ) 


(2.7) 


95% confidence intervals for AUC and SNR for each observer and experimental condition 
were then found by setting 7 = 0.95 and evaluating Eqns. |2.4 and 2.7| 


2.3.3 Model Observer Studies 


For each of the three experimental conditions considered here, HO SNR was computed as 


in Eqn. 1.14 where the image covariance matrix K y is given by Eqn. 2.3 The Hotelling 
template was computed iteratively via the method of conjugate gradients. One important 
distinction between the HO SNR or AUC and the corresponding human AUC or d a is that, 
while the human observer estimation of human AUC and dq are statistically variable, and 
hence have associated uncertainties, the HO SNR is a deterministic quantity derived directly 
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from the statistical properties of the two hypotheses. 


2.4 Results 


Fig. H3 shows the AUC results obtained for the eight human observers and the HO for 
each of the three experimental conditions. The corresponding results in terms of SNR (or 
dj\ for the human observers) are shown in Fig. 


2.5 


These results are also summarized in 


Tables 2.1| and 2.2 , respectively. Clearly, there is a marked improvement in human observer 
performance for the case of regularization, whereas the ideal observer performance degrades 
with regularization due to the loss of information through smoothing. By contrast, increasing 
the pixel size in the reconstructed image domain degrades both the human and Hotelling 
observers similarly. Note that Observer 4 achieved 100% correct on the regularized 2AFC 
study, so that a reliable Cl for AUC or estimate of is not possible. However, we include 
the results for Observer 4 under the other two experimental conditions for completeness. 


The error bars shown are 95% confidence intervals obtained through Eqns. 2.4 and 2.7 


Although the upper limit of the confidence interval exceeds the deterministic HO SNR for 
the filtered case, the HO performance should be considered an absolute upper bound. The 
statistical error bars are only shown to provide intuition regarding the nonlinearity of the 
confidence intervals when converting from AUC to SNR or dj±. 

It should be noted that the result that regularization improves human observer perfor¬ 
mance to the extent that (in the low statistics case of 100 trials) it is statistically indistin¬ 
guishable from the ideal observer performance is a consequence of the particular detection 
task investigated. In other words, in order to have any statistical power in the large pixel, 
human observer study, a signal was chosen that would necessarily be at a low-difficulty op¬ 
erating point for the humans in the regularization study. For this reason, the performance 
of Observer 8, the high statistics observer was investigated, clarifying the conclusions of 
the regularization study. Namely, in keeping with the findings of Abbey and Barrett m, 
regularization was found to enable human observers to function at roughly 50% efficiency 
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with respect to SNR 2 of the Hotelling observer (the square of the values presented in Table 
2.2| The fact that these results are at the high end of those found in Abbey and Barrett 
[45] (efficiency of humans ranging from 40% to 50% of HO detectability) is likely due to 
the more complex noise model employed in both the Hotelling and human observer studies. 
In particular, whereas Abbey and Barrett © approximate regularization in tomographic 
reconstruction by applying a discrete Fourier transform to a white noise image, apodizing, 
and applying the corresponding inverse transform, the noise structure in this study is the 
result of applying a full tomographic reconstruction algorithm. It is reasonable, therefore, 
that the precise efficiency results for humans detecting a signal in regularized noise could 
differ somewhat between the two investigations. 

While the results of the regularization study provide insight into a case where the upper 
bound provided by the HO moves in the direction opposite to the mean human observer 
performance, the case of large pixels, in some sense, provides a simpler result. Namely, de¬ 
creasing the number of image pixels destroys information in the reconstruction by increasing 
the null-space of the reconstruction matrix A, and this loss of information appears to have 
no underlying benefit to the human observer. Rather, the impairment of the HO in the case 
of larger image pixels is mirrored by a similar impairment of human observer performance, 
suggesting that the modeling of human performance in this case may not need to be as 
complex as in the case of regularization. 


2.5 Internal Noise Methods 

In this section, we focus on addressing the question of approximating human performance. 
Specifically, we want to know if the HO is a good approximation of human performance. If 
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Observer 

Reference AUC 

Filtered AUC 

Large Pixel AUC 

Ideal 

0.9987 

0.9980 

0.8126 

Obs. 1 

0.80 ±0.0791 

0.97 ±0.0337 

0.66 ±0.0937 

Obs. 2 

0.82 ± 0.0759 

0.99 ±0.0197 

0.76 ± 0.0844 

Obs. 3 

0.89 ±0.0619 

0.98 ±0.0277 

0.77 ±0.0832 

Obs. 4 

0.85 ± 0.0706 

1 .0±? 

0.68 ±0.0922 

Obs. 5 

0.89 ±0.0137 

0.99 ±0.0197 

0.72 ± 0.0888 

Obs. 6 

0.84 ± 0.0725 

0.99 ±0.0197 

0.76 ± 0.0844 

Obs. 7 

0.83 ± 0.0743 

0.97 ±0.0337 

0.73 ± 0.0878 

Obs. 8 

0.9207 ±0.0137 

0.9853 ±0.0061 

0.7273 ± 0.0226 


Table 2.1: AUC of the ideal observer and eight human observers under each of the three 
experimental conditions. The intervals shown are the 95% confidence intervals. The confi¬ 
dence interval for Observer 4 in the filtered case is unknown because this observer achieved 
100% correct on this 2AFC study. 


Observer 

Reference SNR 

Mean Val. 

Filtered SNR 

Mean Val. 

Large Pixel SNR 

Mean Val. 

Ideal 

4.259 

N/A 

4.070 

N/A 

1.255 

N/A 

Obs. 1 

(0.828,1.655) 

1.190 

(2.156,oo) 

2.660 

(0.236,0.970) 

0.583 

Obs. 2 

(0.928,1.780) 

1.295 

(2.667,oo) 

3.290 

(0.644,1.432) 

0.999 

Obs. 3 

(1.339,2.353) 

1.735 

(2.358,oo) 

2.904 

(0.688,1.485) 

1.045 

Obs. 4 

(1.089,1.993) 

1.466 

unknown 

unknown 

(0.314,1.055) 

0.661 

Obs. 5 

(1.636,1.843) 

1.735 

(2.667,oo) 

3.290 

(0.474,1.235) 

0.824 

Obs. 6 

(1.033,1.918) 

1.406 

(2.667,oo) 

3.290 

(0.644,1.432) 

0.999 

Obs. 7 

(0.979,1.848) 

1.349 

(2.156,oo) 

2.660 

(0.515,1.283) 

0.867 

Obs. 8 

(1.870,2.134) 

1.993 

(2.882,3.371) 

3.082 

(0.761,0.953) 

0.855 


Table 2.2: SNR of the ideal observer and eight human observers under each of the three 
experimental conditions. The intervals shown are the 95% confidence intervals. Observer 4 
has an unknown SNR for the filtered case because this observer achieved 100% correct on 
this 2AFC study. 
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Figure 2.4: AUC results obtained for the eight human observers and the HO for each of the 
three experimental conditions: reference fan-beam FBP, FBP with Hanning filtration, and 
FBP with increased pixel size. The error bars shown are 95% confidence intervals obtained 
through Eqn. 2.4 however, the HO performance should be considered an absolute upper 


bound. The confidence interval for Observer 4 in the filtered case is unknown because this 
observer achieved 100% correct on this 2AFC study. 


so, then we gain another degree of significance to the HO, since it is then the ideal observer 
and also carries direct information about human observer performance. While the preceding 
results have quantified the response of human and ideal observer performance to two forms 
of image regularization, showing their discrepancies in some cases, the question remains as 
to whether the ideal observer or Hotelling observer might be useful for system design and 
parameter optimization, even in cases where it is not predictive of human performance in 
absolute terms. This question has been addressed in some nuclear medicine applications, 
where objective assessment has a more well established role, by investigating modifications 
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Figure 2.5: SNR results obtained for the eight human observers and the HO for each of the 
three experimental conditions: reference fan-beam FBP, FBP with Hanning filtration, and 
FBP with increased pixel size. The error bars shown are 95% confidence intervals obtained 
through Eqn. 2T however, the HO performance should be considered an absolute upper 
bound. For instance, when the 01 on AUC extends to 1, the SNR error bars extend to 
infinity, and are therefore truncated. Observer 4 has an unknown SNR for the filtered case 
because this observer achieved 100% correct on this 2AFC study. 


of the Hotelling observer [12| . We will look at one such modification, namely internal noise, 
in this section. 

Here, we investigate both the HO and the non-prewhitening matched filter (NPWMF) 
|12j for a detection task. Like the HO, the NPWMF is a linear observer, however since the 
NPWMF does not use the Hotelling template, its performance will in general be lower than 
the HO. Like the HO, the NPWMF has been shown to well approximate humans in some 
cases ||38]. These model observers are investigated with and without internal noise models 
and compared to human observer results for validation. In this context, the phrase internal 
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noise refers to a model for the inherent uncertainty a human has when making a decision. 
This is one common approach to degrading model observer performance in order to better 
predict humans [38] . 


2.5.1 Simulation Parameters 

While in the preceding sections we were concerned with characterizing overall trends of 
humans and the blotching observer and comparing the two in general terms, in this section 
we are attempting to bridge the gap between the two observers. In order to increase the 
relevance of our conclusions, we focus on a particular system and relevant clinical task, 
namely microcalcification detection in dedicated breast CT, which will be described in more 
detail in the chapters to come. For now, we will only provide the basic simulation parameters 
used. 

The CT system modeled in this work is based on the system described in Gong et al. 
m To summarize, we model a flat-panel fanbeam system with a source-to-detector distance 
of 80cm, and a source-to-axis distance of 60cm. We consider 128 projection views equally 
spaced over 27 t radians and an array of 1590 detector pixels spaced over a detector width of 
approximately 31.8cm, for a detector pixel width of 0.2mm. For image reconstruction, the 
circular field-of-view is then inscribed in a (1659 pixel)“ image array, with square pixels of 
width 0.1mm. Finally, a 0.4mm x-ray focal spot was modeled by convolving the projection 
data with a rect function. FBP reconstruction was used, along with a 2D Butterworth filter 
applied to the reconstructed images. The Butterworth filter was of order 5.0, with a cutoff 
of 0.25mm -1 . 

We model a digital breast phantom as a uniform circle with a 7.0cm radius. The back¬ 
ground is uniform with an attenuation value midway between adipose and fibro-glandular 
breast tissue, however preliminary results not shown here demonstrate that our results are 
consistent with somewhat more complex background models. The simulated microcalcifica¬ 
tions are circularly symmetric Gaussian functions with full widths at half-maximum defined 
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by the microcalcification size and peak attenuation values equal to that of calcium. The at¬ 
tenuation is scaled with the inverse of the microcalcification diameter for diameters less than 
1.0mm to account for linear partial volume averaging within the 1.0mm thick slice. Finally, 
the location of the microcalcification is set to the center of the field of view, 2.0cm from the 
center, and 4.0cm from the center, and the corresponding human and model observer results 
were averaged across signal locations. 

2.5.2 Psychophysical Studies 

In order to provide a reference for the model observer results, a human volunteer performed a 
2AFC experiment for detection of microcalcifications using images simulated with the same 
system, noise, and phantom parameters used in the model observer studies. The human 
observer performed 300 2AFC trials for each of five microcalcification sizes ranging from 
lOO/irn to 200/irn. 


2.5.3 Model Observer Experiment 

The computation of the NPWMF performance is similar to HO performance computation, 
however the template used is not ideal, but instead is simply a matched filter. In other words 
for the NPWMF, w becomes Ay, and the resulting NPWMF SNR is given by 


SNR 


2 _ 
NPW - 


IIAffllg 


( 2 . 8 ) 


with the corresponding Pq value again given by 




(2.9) 


In general terms, the difference between the HO and the NPWMF is that the HO ac¬ 
counts for noise correlations in the image by performing a prewhitening step before applying 
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a matched filter. Humans have been shown to have varying ability to prewhiten images 
depending on the specific task, so that the appropriateness of the HO or NPWMF is highly 
task-dependent. 

A somewhat more realistic noise model was employed for this study than the preceding 
study. In order to construct K y we first consider a projection data covariance matrix based 
on uncorrelated Gaussian projection noise with Poisson-like variance [5]: 

{ e!ki±l . i = j 

N ° ' ( 2 . 10 ) 

0 : else. 

This covariance is object-dependent, and for the purposes of this study, we consider the 
average of Kg between the two hypotheses. We then consider the matrix A, which represents 
the discrete-to-discrete image reconstruction operator. The image covariance matrix is then 

m rri 

given by K y = AK g A 1 , where A 1 is the transpose of A, and the Hotelling template w y is 
obtained by solving the linear equation K y w y = Ay with the method of conjugate gradients. 

Finally, internal noise (observer uncertainty) is modelled by applying a constant factor 
less than 1 to the model observers’ SNR values. In our case this is equivalent to applying 
zero-mean Gaussian noise to the test statistic with a variance that is constant across the 
different signal sizes. The magnitude of the internal noise is determined by a weighted least 
squares fit to the human data, implying that internal noise is the only presumed source of 
human inefficiency in this study. 


2.6 Internal Noise Results 


Figure 2.6 shows the results of the human observer experiment (labeled AS) along with the 
HO and NPWMF results. In terms of SNR 2 , the human observer demonstrated an efficiency 
of 0.84 relative to the NPWMF and an efficiency of 0.21 relative to the HO. Meanwhile 


Figure 3.8 shows the results of adding an internal noise model to each the HO and the 
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NPWMF. Clearly both the HO and the NPWMF correlate well with the human results. 
It is interesting to note that the NPWMF is nearly predictive of absolute human observer 
performance, while the gap between the HO and the NPWMF clearly illustrates that noise 
correlations play an important role in optimal task performance. 



Figure 2.6: Human observer results in terms of Pq are shown for the 2AFC test of microcal¬ 
cification detection, along with equivalent results for the HO and the NPWMF. The error 
bars represent 95% confidence intervals. 

While both model observers correlate well with humans in this case, it is likely that al¬ 
ternative smoothing strategies in the image reconstruction will lead to qualitatively different 
predictions for the HO and the NPWMF, since noise correlations are at the heart of the 
difference between these two observers. Possible future work could also investigate the im¬ 
pact of modeling additional sources of human inefficiency, such as psychophysical channels, 
eye filters, and contrast sensitivity, however the present findings support the hypothesis that 
the HO could be successfully used to optimize reconstruction parameters for humans, since 
internal noise is sufficient to lead to good agreement between humans and the HO. In other 
words, since the HO performance with internal noise is a monotonic function of the HO per¬ 
formance without internal noise, an optimal system configuration for one model observer is 

optimal for the other. To the extent that the HO with internal noise is predictive of humans, 
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Figure 2.7: Same as previous figure, but with the addition of internal noise to the model 
observers to account for human observer inefficiency. 

the same system configuration is optimal for humans as well. 

2.7 Conclusion 

The purpose of this chapter has been to evaluate human observer performance for a signal- 
detection task in fan-beam CT and to compare the results to the Hotelling observer (HO) 
performance. In order to establish a clear upper limit on detectability for each case, HO 
SNR values were computed, using knowledge of the statistics underlying the signal-present 
and signal-absent hypotheses. Meanwhile, human observer performance was computed using 
a 2AFC experiment, wherein approximate AUC values were obtained. These values were 
compared to the corresponding AUC values for the HO. Further, the detectability indexes 
for each observer and reconstruction implementation were computed from the approximate 
AUC values. These detectability estimates were then also related to Hotelling SNR. 

Three cases for reconstruction were considered. First, a reference case of unfiltered, ramp- 
spectrum noise was investigated. Next, heavy regularization was implemented by means of 
a Hanning filter in the fan-beam FBP algorithm. Finally, the reconstructed pixel size was 
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increased. The last two implementations introduce signal detectability loss by virtue of 
the fact that they expand the null-space of the reconstruction matrix which constitutes the 
discrete implementation of the FBP algorithm. 

While the regularization impairs the performance of the HO, it was shown to result 
in a marked improvement for the human observers, making their performance statistically 
indistinguishable from that of the ideal observer. The general trend of this result is consistent 
with the results of Abbey and Barrett ^5], Increasing the reconstructed image pixel size, 
however, degraded both HO and human observer performance. Future work could investigate 
the optimum degree of regularization in the reconstruction algorithm with respect to human 
observer performance. 
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CHAPTER 3 


FBP SAMPLING PROPERTIES 

3.1 Introduction 

In this chapter, having provided evidence that the HO is likely to be useful for optimizing 
CT systems for quantum-noise-limited tasks involving small signals, we turn our attention to 
the primary practical barrier for HO implementation in CT with analytic algorithms. Specif¬ 
ically, we begin to address the dimensionality issue which arises from having many image 
pixels, many of which have long-range covariance with other image pixels. In short, we wish 
to characterize the image-domain sampling properties of the HO, so that the dimensionality 
of solving for HO SNR can be reduced by, for example, truncation of the image to a small 
ROI. 

By image-domain sampling, we refer to the discretization of the continuously-defined 
reconstructed image into pixels. Discretization of a CT image has the potential to introduce 
an effect known as noise aliasing, with the local noise power spectrum (NPS) being affected 
by the NPS from other locations in the image [IS]. A similar effect is produced on the 
Fourier components of a reconstructed signal. The basic result of noise and signal aliasing is 
that high-frequency spatial features are “aliased” onto lower-frequency features, producing 
artificial low-frequency structures in the reconstructed image. The extent to which signal 
and noise aliasing occurs depends both on the extent of the field of view and on the size of 
the image pixels. The purpose of this chapter is to determine the subsequent impact of these 
parameters on HO performance for the task of detecting a small signal. 

Specifically, in the chapters which follow, we will make the assumption that restriction of 
an image to a region-of-interest (ROI) around a given signal does not affect our estimation 
of HO performance. Although this assumption is rarely stated in the literature, it is implicit 
in any number of methods for model observer performance estimation which rely on local 

stationarity assumptions, or extraction of local noise properties from a series of noisy images. 
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In order to investigate the effect of limiting an observer to using an ROI and to give some 
intuition regarding the impact of ROI and pixel size, we will perform parameter sweeps of 
of each of these parameters and evaluate the resulting HO efficiency. 

When varying pixel and ROI size, two principal issues must be considered. The first 
issue relates to the computational burden of computing large numbers of pixel values. In 
an effort to fully capture the relevant signal and noise components in the reconstructed 
image, one could simply decrease pixel size and increase ROI size ad infinitum , with the 
hope that eventually, all of the important image content will be captured. However, this is 
not a practical approach because one quickly obtains images whose covariance matrices are 
excessively large. Further, it is not even clear that perpetually extending the ROI would 
always capture all of the useful pixel values since for a finite number of projection views, the 
back-projection operator leads to reconstructed objects without finite support. 

The second sampling issue relates to the Hotelling template, which characterizes the 
optimal linear decision strategy for a given task. Some sampling configurations will result in 
high HO task performance, but lead to Hotelling templates with unintuitive structures or to 
templates which are not even uniquely defined. This is undesirable since it does little good 
to design an imaging system for which pixel values must be combined in unintuitive ways 
in order to perform simple tasks. We therefore would ideally like to find an image sampling 
paradigm which results in high HO performance metrics with simple and intuitive template 
structure. 

In the interest of clarity, we will now briefly review the relevant HO formalism with an 
eye toward characterizing sampling properties in parallel-beam CT. For the time being, we 
will consider a general linear reconstruction operator 1Z , which can be interpreted as either 
FBP or some other linear reconstruction method. For instance, before investigating the x-ray 


transform directly, in section 3.2 we will turn our attention to a simpler illustrative example 
employing a version of the inverse discrete Fourier transform (DFT). Like the FBP algorithm, 
our example illustrates a case where a continuously-defined image function can be sampled 
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at an arbitrary number of image pixel locations. However, unlike the FBP algorithm, the 
inverse DFT has sampling properties which are well understood and can provide some insight 
into the more difficult to characterize FBP sampling problem. Finally, in section 4.3| we will 
investigate the sampling properties of FBP. 


3.1.1 HO Formalism 

In this chapter, we employ the HO and its associated metric, the HO SNR. Recall from 
Chapter 1, that the HO quantifies the degree to which an ideal observer with full knowledge 
of the relevant distributions can classify an image as belonging to one of two classes (e.g. 
signal-absent or signal-present), using only linear operations. Given a data vector g, the HO 
will classify an image based on the outcome of a scalar value t, computed as 

t = Wgg- (3.1) 

If we take A g to be the mean difference between data belonging to class 1 and data belonging 
to class 2, then the Hotelling template, w g is defined as 

w g = Kg X Ag, (3.2) 

where Kg is the data covariance matrix, whose (ij)th component is given by Co v(gi,gj). 
For the inverse DFT, for example, we assume uncorrelated additive Gaussian noise in the 
data domain with variance equal to one, so that Kg = ImxM and w g = A g. We then have 
that the HO SNR in the data domain (SNR g ) is given by 


SNR 2 g = w T g g. (3.3) 

In order to evaluate the impact of image domain sampling, we consider classification in 
the reconstructed image domain, rather than in the projection data domain. The HO SNR 
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in the image domain (SNRy) is then given by 


SNRy = Wy Ay, 


(3.4) 


where w y = Ii y 1 Ay, K y = !ZK g V) and f represents the Hermitian conjugate. Finally, 

/ snp \ 2 

we define the HO efficiency as e = f ) ■ We consider e a more useful parameter 
for algorithm optimization since for many CT applications, one would not operate at the 
threshold for observer performance within which SNR is a meaningful metric. Instead, e is a 
useful metric for algorithm and system evaluation that remains independent of the difficulty 
of a given task, while still retaining the exactness of computation inherent in HO performance 
calculation through the exact covariance matrix Ky. 


3.2 Inverse DFT Example 

In order to illustrate the interplay between pixel size and ROI size, consider a 1-dimensional 
discrete data vector g e which is a sampled Gaussian signal, as shown on the left of 


Figure [3TT] Next, we replace the FBP reconstruction operator with another linear operator, 
namely the inverse DFT. We will interpret the output of the inverse DFT as the reconstructed 
image y = Tg € M. N . Note that although the conventional DFT operator is square, with 
M = N, we will consider a more general case where the inverse DFT operator T is defined 
through 


Vk = 


n=— 


_ M—1 
" 2 

E 

m 


,9«exp 


2n ia- 


nk 


M - 1 


k e 


N- 1\ 1V-1 


(3.5) 


where M and N are odd and M is not necessarily equal to N. The output of this function for 


N < M is shown in the right of Figure 3.1 Setting N effectively controls the ROI size of the 
image in this case, since this parameter allows us to consider higher frequency components 
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of the transform, extending the x-axis on the right side of Figure 3.1 Meanwhile, the scalar 
parameter a controls the scale of the x-axis, which in this example corresponds to controlling 
the pixel size. 



Figure 3.1: Left: The discrete data vector g used to illustrate the effects of image-domain 
sampling for the DFT example. Right: The “image” vector corresponding to the data in 
the left-hand figure. Note that inadequate sampling in the image vector leads to a loss of 
information, i.e. an non-invertible transformation has occurred. 


The image-domain signal on the right of Figure 3.1 corresponds to a non-invertible re¬ 
construction, where information has been lost due to insufficient sampling. By information, 
we specifically mean that there are components of g which lie in the null-space of the op¬ 
erator T, with the result that HO performance is lower in the image domain than in the 
data domain. In general, there are two means of addressing the problem of preserving the 
information present in the original data g. The most intuitive approach is to modify the 
parameter a so that smaller pixelization is used in the reconstruction. In order to preserve 
the ROI size, N would then be increased appropriately. This strategy is illustrated in Figure 
3.2[ and it does indeed lead to a perfect preservation of information through the operator J~. 

Alternatively, one could fix the parameter a but increase N. This extends the dimension 
of the ROI and recovers information by sampling higher-order aliases of the object in the 


reconstruction-domain. This approach is shown in Figure 3.3 For the case of the operator 


T, these two approaches are mathematically equivalent. This is because image values outside 
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Smaller Pixels 



Figure 3.2: Shown here is one possible approach to recovering information which is not 
present in the right of the preceding figure. Namely, decreased sampling distance (pixel size) 
has been used to recover the information in the original data. 

of an ROI are linearly dependent on the values within the ROI. This dependence also exists 
for pixels in images reconstructed with FBP, since back-projection introduces long-range 
correlations. For the present DFT example, the reconstructed object is replicated in the 
image domain because of the discretization in the data domain, so it makes no difference 
whatsoever whether we interpret our sampled pixels as originating from one alias of the 
object or another. 

In order to illustrate the equivalence of these two approaches for the HO acting on an 
image produced by the inverse DFT, we will now directly compute HO performance for 
a range of values for a and N, thereby varying pixel size and ROI extent. Later in this 
chapter, we will perform the equivalent experiment, replacing T with another discrete-to- 
discrete linear operator, the parallel-beam FBP algorithm. 
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X 


Figure 3.3: For the DFT example, extending the ROI of the reconstructed image is exactly 
equivalent to increasing the sampling within the ROI. This procedure is illustrated here, 
where the full information of the original data is also preserved perfectly. 



Figure 3.4: This surface plot shows the HO efficiency for the illustrative inveres DFT sam¬ 
pling example. In this simple example, extending the image held-of-view and decreasing the 
image sampling distance (analogous to pixel size) are mathematically equivalent means of 
preserving information from the data domain in the final 1-dimensional “image.” 
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3.2.1 Decreasing Pixel Size vs. Increasing ROI Size 


For each combination of pixel size and ROI size used in this study, Ii y could be directly stored 
and inverted in computer memory. The resulting HO efficiency values for the inverse DFT 


experiment are shown in Figure 3.4 As can be seen in the figure, equivalent information 
about the reconstructed object can be obtained either by increasing the image ROI, by 
decreasing image pixel size, or by some combination of the two. What may not be obvious 


from Figure 3.4 is that for ROI sizes less than 10 (arbitrary units) decreasing pixel size will 
not fully recover an efficiency of 1. Rather, a plateau of efficiency is reached as pixel size 
decreases, and computing smaller pixel values only provides redundant information to the 
HO. Note that this happens for ROI sizes which are substantially larger than the apparent 
width of the Gaussian signal. The situation in FBP with small signals is similar, since, 
like a Gaussian distribution, the back-projection operation spreads small non-zero signal 
components throughout the image space. For any finite number of projection views, these 
back-projections will produce signal components visible as angular under-sampling artifacts 
(streaks) far from the signal’s central location. For parallel-beam geometries, increasing the 
number of projection views does not ever fully remove these slight signal components, but 
rather extends the radius at which the under-sampling artifacts become noticeable. Because 
of this property of FBP, we expect to see a similar phenomenon of saturating the HO 
efficiency to a value below 1 when the ROI is excessively restricted. 


3.2.2 The Hotelling Template for Two Sampling Schemes 

Since we have stated that decreasing pixel size and increasing ROI size are two mathemati¬ 
cally equivalent approaches to increasing HO efficiency, the question naturally arises: When 
designing an image-domain HO, which sampling approach is preferable? While the two ap¬ 
proaches for the inverse DFT example are equivalent in terms of HO efficiency, they are not 
equivalent in terms of the Hotelling template. The HO’s template reveals the optimal linear 

decision strategy for performing a task using pixel values. We would ideally like for the 
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Hotelling template to resemble something intuitive, such as the signal itself. The Hotelling 
templates for the sampling approaches from Figures T2 and |3.3 are shown in Figure 3.5 


This figure highlights our motivation for restricting the HO to a small ROI in subsequent 
chapters. While signal components in the higher order signal aliases (replications) can con¬ 
tribute to HO efficiency, the optimal use of the corresponding pixels is unintuitive, even in 
this simplified example using the inverse DFT. Obviously replications constitute an extreme 
example of non-local signal components in the image domain, however even for FBP, these 
non-local components are present. Further in the case of CT reconstruction, there is even 
less intuitive justification for a model observer using non-local information to perform a task. 
One certainly would not expect this complex use of non-local information to be performed 
by humans. In terms of the Hotelling template, therefore, we consider truncation of the 
image to an ROI to be a reasonable approach for implementing the HO. 



x 


X 


Figure 3.5: Left: The Hotelling template when smaller pixels are used to recover the full 
HO SNR inherent in the original data. Right: The Hotelling template when the image ROI 
is expanded in order to sample higher-order aliases (replications) of the signal to recover HO 
SNR, resulting in a HO efficiency of 1. 


3.2.3 Matrix Rank Considerations 

Invertability of Reconstruction: One common misconception regarding the use of the 
HO for optimizing linear algorithms is that the HO cannot provide useful information since 
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HO performance is invariant under any invertible linear operation. Specifically, since the HO 
is the optimal linear observer, any invertible reconstruction algorithm is simply “undone” by 
the HO. The key word in this statement is invertible. In general, reconstruction algorithms 
are not invertible processes. Particularly, HO efficiency values less than 1 occur whenever 
the linear reconstruction operator is not invertible, and we have demonstrated that it is not 
difficult to encounter sampling conditions where this is the case, even for the FBP algorithm 


(see Figure 3.9). 

The restriction of the HO to even a large ROI with small pixels can still result in sub-unity 
efficiency values. Further, dimensionality considerations are not enough to guarantee that 
the reconstruction is invertible, since, as discussed previously, one cannot decrease pixel size 
without limit in hopes of recovering HO efficiency lost due to a restricted field-of-view. In 
other words, even if there are more pixels than original data elements, this is not a guarantee 
that the reconstruction operation is invertible, and therefore does not guarantee that the HO 
efficiency is 1. Since image-domain sampling can introduce a null-space in the reconstruction 
operator (i.e. make it non-invertible), it is unclear how other reconstruction operations such 
as regularization will impact HO performance. Subsequent chapters will demonstrate some 
interesting effects which arise from this situation, such as smoothing of the projection data 
counter-intuitively increasing HO performance. 


Template Uniqueness and Covariance Rank: Based on our observations regarding 
HO efficiency and invertability of the reconstruction oparator, one could assume that the 
rank of the image covariance matrix might carry information regarding HO performance. For 
a generic, real reconstruction operator R G invertability corresponds to R having 

rank M with N > M, i.e. R is full-rank. In general, because it is difficult to know exactly 
which N pixels will produce a full-rank reconstruction operator, we have that N > M. Next, 
notice that by the form of the covariance matrix K y = RK g R 1 , that the image covariance 
has dimensions N x N, but cannot exceed rank M. This implies that, in general, the image 
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covariance matrix can be rank-deficient when the HO efficiency is equal to 1. Further, this 
situation can arise when HO efficiency is less than 1, if some pixels in the image are linearly 
dependent on other image pixels. The “saturation” of HO efficiency with decreasing pixel 
size described earlier is one such case. 

Since the Hotelling template is defined by K y w y = Ay, rank-deficiency (i.e. non- 
invertability) of the covariance matrix is of practical concern for computing the Hotelling 
template. The HO template in this case is not unique, but fortunately any template which 
solves the corresponding linear equation will have the same HO SNR. Our main concern 
is then selecting which template we wish to investigate. Ideally, we would like to use the 
Hotelling template to learn something about the optimal strategy for detecting a signal. This 
helps to inform our understanding of whether or not humans might be capable of optimal 
performance, and can also aid in the design of reconstruction algorithms when HO efficiency 
is not a sensitive metric. In this case, algoroithms resulting in intuitive templates, i.e. ones 
resembling the signal, would be prefered. 



Figure 3.6: Two Hotelling templates when the number of image pixels is unnecessarily large. 
Left: A Hotelling template with a large component in the null-space of K y . Right: A 
Hotelling template obtained with slight Tikhonov regularization, so that it has no component 
in the null-space of K y . This is the minimum-norm Hotelling template. 


An example of this situation is illustrated in Figure 


3.6 


where an excessive number of 


image pixels have been used in our inverse DFT example and the two HO templates shown 
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have equal HO SNR. Clearly the template on the right is the one which conveys relevant 
information about an optimal decision strategy. The obvious approach to this problem 
is to employ some form of regularization in obtaining the Hotelling template. Tikhonov 
regularization, which penalizes the magnitude of the template, can be used in an iterative 
solution to the Hotelling linear equation, resulting in the template shown on the right of 
Figure [3hij This method is equivalent to the internal noise approach outlined in the previous 
chapter, but with a very small internal noise magnitude. Essentially, the regularization is 
intended to break the degeneracy of the solution space for w y while still obtaining a template 
which solves the Hotelling equation. 


3.3 FBP Sampling 

We now turn our attention to replacing the inverse DFT operator with the FBP operator. 
For the FBP case, we still take Kg to be diagonal, however we now replace the diagonal 
elements with an object-dependent data variance [5j: 

= G + 1) /ffo, (3-6) 

where Nq is a constant specifying the mean number of x-rays incident on the detector in 
a blank scan. Further, we replace T in the preceding equations with the matrix A, which 
represents the action of the FBP algorithm. The task investigated for the FBP case is 
detection of a small (0.15 mm) Gaussian signal in a uniform background. The scanning 
configuration is parallel-beam, and the detector pixel size is 0.8mm. A two-dimensional 
parameter sweep of pixel size and ROI extent was performed, and the resulting HO efficiency 
values computed. Our hypothesis can be described by stating that some information external 
to an ROI can be recovered by finer pixelization within the ROI, and conversely, some 
information lost due to coarse pixelization can be recovered through expansion of the field 
of view. 
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Figure 3.7: The HO efficiency £ as a function of image pixel size for a range of ROI diameters 



Figure 3.8: The same results as in figure 3.7, but plotted as a function of ROI size. 


The results of the parameter sweeps for FBP are shown as line plots in Figures [3/7] and [378] 


and as a single surface plot in Figure 3.9 These results show that there is a maximum pixel 
size and minimum ROI size such that lost information cannot be recovered by ROI expansion 
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or pixel size reduction, respectively. However, there does appear to be some redundancy in 
information beyond and within the ROI, since efficiencies near 1.0 can be achieved either by 
increasing the ROI size or reducing the pixel size. The improved efficiency from increasing 
the ROI size has not fully plateaued in these results, however computational demands would 
require alternative methods such as iterative computation of w y in order to fully characterize 
the impact of information far from the signal location. It is encouraging, however, that the 
maximum ROI size necessary to fully capture the HO performance seems relatively insensitive 
to the image pixel size. This suggests a stronger dependence on the scanning configuration 
than on pixel size. 



Figure 3.9: A surface plot of the HO efficiency £ as a 2D function of image pixel size 
and ROI diameter. The highest efficiencies shown are roughly 0.99. Modest improvements 
in efficiency for larger ROI sizes may be possible for pixel sizes in the range 0.5-2.0mm, 
however the system used in this study would not accomodate the memory requirements for 
the covariance matrix K y in these cases. 


Figure |3.10 illustrates the mean difference between reconstructed images Ay for the 


full range of ROI sizes and pixel sizes used to construct Figure 3.9 Inspection of the 


54 







corresponding HO efficiency values in Figure [379] demonstrates that the ROI extent necessary 
to preserve HO detectability cannot be immediately inferred from the physical extent of the 
signal. Clearly, the signal is fully encompassed by the ROI in each case, yet even the increase 
from 30mm to 40mm improves HO performance for the small 0.15mm signal. Note also that 
the use of an unapodized ramp filter leads to noise correlations which are also highly localized 
(Figure [3. 11[ ). Therefore the extent of noise correlations is also inadequate to guide the choice 
of ROI size for dimensionality reduction of the HO linear system of equations. 


The DFT-domain versions of the same reconstructed signals are shown in Figure 3.12 


Pixel size seems to have a straightforward effect on HO efficiency, with aliasing in the Fourier 
domain signal occurring roughly at the pixel size where HO efficiency begins to substantially 
decrease. Structure of the signal in the Fourier domain may occasionally provide insight 
into determination of an adequate ROI size. For example, beginning in the second row of 


Figure 3.12 some structure is visible for large ROI sizes which becomes lost for ROI sizes 
less than 20mm. This approximately corresponds to the ROI size below which appreciable 
degradation of HO efficiency occurs. Therefore investigation of the structure and extent 
of the reconstructed Fourier transform could be a more meaningful indication of necessary 
sampling parameters than inspection of the signal itself. A similar effect can also be seen 


in the local noise power spectra, shown in Figure 3.13 and computed as the 2D DFT of the 
image in Figure |3TT 


Finally, since we have alluded to the fact that HO efficiency of 1 indicates that an in¬ 
vertible operation has been performed, this would seem to suggest a relationship between 
preservation of HO SNR and conditioning of the image covariance matrix K y . While ex¬ 


tracted rows of Ky were shown in Figure 3.11, we also present the corresponding rows of the 
inverse covariance K~ 1 in Figure 3.14 For singular Ky, the Moore-Penrose pseudo-inverse is 
computed. Careful inspection of the equation K y = AK y A T reveals that whenever linearly- 
dependent pixels are produced by A 6 jgdVxilf^ K y becomes singular, meaning no unique 
inverse exists. This occurs whenever extraneous pixels are evaluated (since these pixels are 


55 














Reconstructed Signal 



Figure 3.10: The reconstructed mean difference between signals for the FBP case Ay is 
shown here for the full range of pixel and ROI sizes used. Note that for every ROI size, the 
full physical extent of the signal is contained in the ROI. 


linearly related to other pixels), for example by reducing image pixel size excessively. In 
this case, the inverse of K y is not unique, and even obtaining a pseudo-inverse can be an 


ill-conditioned problem. This poor conditioning results in the unstructured K y 1 estimates 


shown in the top-left of Figure 3.14 


The structure of the inverse covariance is important because it impacts the structure of 
the Hotelling template, which indicates the optimal linear decision strategy for a given task. 
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Figure 3.11: Similar to the previous figure, this figure shows the correlation structure at the 
center of the ROI for each pixel size and ROI extent investigated. The correlation structure 
is computed by extracting a single row of the image covariance matrix corresponding to the 
central pixel and reshaping the 1-dimensional matrix row as an image. Like with Ay each 
ROI size adequately captures the predominant correlation extent. 


The Hotelling templates corresponding to each sampling condition are shown in Figure 3.15 


Based on the inverse covariance matrix (Figure 3.14), it is apparent that ill-conditioned or 
singular covariances have the potential to lead to unstructured templates, which in turn 
tend to indicate high HO efficiency. This is because most or all relevant information for task 
performance is contained in the image pixels, and increasing image sampling only replicates 
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Fourier Signal 
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Figure 3.12: Shown are the corresponding 2D discrete Fourier transforms of the images 
in Figure |3.10[ It is possible that structure and extent in the Fourier domain is a clearer 


indication of adequate image sampling than the spatial domain signal. 


information which is already present. This is the same effect that was observed in Figure 


cases, the Hotelling template is also not unique (although HO SNR is). For this reason, 
various methods have been proposed which extract a Hotelling template which has reasonable 
structure. These include methods of internal noise [38j[45j| as well as regularization strategies 
[45]. While this would seem to suggest inspection of the condition number of K y as a guide 


3.6 which corresponded to a HO efficiency of 1. Since Ky has no unique inverse in these 
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NPS 



Figure 3.13: Same as Figure 3.12 , but for the correlation structure. Under the approximation 
of local stationarity, the DFT of the autocorrelation is the same as the noise power spectrum 
(NPS). 


to selecting an appropriate ROI size, in practice we have not observed a stable trend between 
the condition number of K y and ffO efficiency. As in Figure 3.6 the templates in Figure 


3.15 are obtained with a slight Tikhonov regularization which results in structured templates 
without substantially lowering the ffO SNR. 
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Figure 3.14: Same as Figure 3.11 
Ky. Note that poor conditioning 
covariance. 


but the images correspond to rows of K y 1 rather than 
of Ky leads to a lack of coherent structure in the inverse 


3.4 Conclusions 

Through an illustrative example using the inverse DFT and through corresponding exper¬ 
iments with parallel-beam FBP, we have demonstrated the basic image-domain sampling 
considerations inherent in using the HO for CT system optimization. In order to efficiently 
compute HO metrics and ensure intuitive task performance (templates with intuitive struc- 
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Figure 3.15: Shown are the Hotelling templates corresponding to each sampling condition. 
The lack of structure in the inverse covariance (Figure |3.14[ ) is propagated into the Hotelling 
template. The templates on the top left correspond to near perfect HO efficiency (see 
discussion in text). 


ture), a restricted ROI should be used for HO computations. In the DFT example, the extent 
of the best ROI is defined by the first signal alias. Extending this result by analogy with 
FBP, we propose that the ROI should be restricted based on the radius at which signal com¬ 
ponents first produce angular under-sampling artifacts. In the next chapter, we will describe 
an efficient means of determining this radius based on a single reconstruction of the quantity 
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Ay. The resulting ROI size is then considered a fixed part of the HO model where we en¬ 
force a preference for structured Hotelling templates, which imply intuitive task-performance 
strategies. 

To summarize, direct and efficient computation of HO performance for small signals 
may be feasible in CT since the full set of image pixels appears to contain some redundant 
information. Future work in developing a precise mathematical model for the impact of 
image domain sampling will be necessary in order to perform a rigorous characterization of 
the empirical sampling effects demonstrated in this work. For instance, the Fourier-based 
approach of Ref. pES] could be adapted to construct a rigorous framework for selecting nec¬ 
essary image ROI extent. Similarly, alternatives to Fourier descriptors could be developed, 
for example based on the continuous-domain SVD of the Radon transform. In subsequent 
chapters, however, we will adopt a different approach and consider the ROI extent to be an 
attribute of the model observer. While this modified HO will no longer strictly be equivalent 
to the ideal linear observer acting on the full reconstructed image, it will still be ideal under 
the restriction that only a subset of image pixels are used. This is a reasonable restriction 
since, in practice, human observers do not incorporate every image pixel when attempting 
to detect a small signal, but rather restrict their attention to a local neighborhood of pixels. 


62 


CHAPTER 4 


COMPARISON OF THE ROI HOTELLING APPROACH WITH 

ALTERNATIVE METHODS 

4.1 Introduction 

While objective assessment of image quality through task-specific metrics has a long history 
in medical imaging and is regarded by many as ultimately being the most meaningful ap¬ 
proach to medical image evaluation [50l I5T1 121 G2j, the application of task-based assessment 
to x-ray CT is recent relative to its application to planar imaging modalities and nuclear 
medicine. One reason for this delay is that metrics based on the HO, such as those considered 
in this work, involve the image covariance matrix, and in CT this matrix is often extremely 
large (well over 10 9 elements), poorly conditioned, and possesses few if any simplifying struc¬ 
tural properties. In order to address the challenge of large dimensionality, efficient channels 
have been proposed [S3], 07!, 39], which essentially constitute a transformation of the image 
into a new basis, where the number of basis functions is substantially less than the number 
of image pixels. Another common means of circumventing the dimensionality problem is to 
assume noise stationarity, so that HO metrics can be obtained with relative computational 
efficiency through discrete Fourier transform (DFT) operations (see Section [472] ) . Meanwhile, 
in order to address the somewhat unpredictable structure of the image covariance, various 
estimation strategies have been proposed which rely on samples of noisy images in order 
to construct an estimate for the image covariance when an analytic formulation of image 
covariance is impossible or infeasible [MI IT] . 

In this chapter, we propose a formalism which, in certain cases, may be more appropriate 
than the use of efficient channels or estimation techniques, while still addressing the issues of 
dimensionality and structural complexity of the image covariance matrix. Our approach dif¬ 
fers from alternative methods in that the resulting metrics are non-stochastic, and we impose 

no restrictions on the structure of the signal or on the nature of the noise correlations. In- 
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stead, we only assume that the relevant noise correlations and signal extent can be restricted 
to a region-of-interest (ROI) in the image, as discussed in more detail in the previous chapter. 
In order to investigate the impact and validity of various assumptions which simplify the 
computation of HO metrics, we herein compare the results of parameter optimization using 
our proposed method to two alternatives: a set of efficient (Laguerre-Gauss) channels, and a 
discrete-Fourier-transform (DFT) domain approach. Each of these approaches corresponds 
to a different assumption regarding the signal, the image noise, or both. We then also in¬ 
vestigate two statistical estimation strategies for HO metrics and compare these results with 
our proposed method. 

The specific context in which our formalism is intended to be applied is detection or 
classification tasks where the object of interest is small (on the order of several pixels), and 
the reconstruction algorithm is a direct, linear algorithm such as filtered back-projection 
(FBP). In this case, we hypothesize that most of the relevant information for performing 
the detection or classification task is likely to be contained in pixels within a small region of 
interest (ROI) surrounding the signal. For direct linear algorithms, an analytic form of the 
image covariance matrix for a small ROI can be constructed and its elements can be stored 
directly in computer memory, so long as the ROI contains at most several thousand pixels. 
While we consider only 2D reconstruction in this work, the extension to 3D reconstruction is 
straightforward so long as the corresponding 3D ROI contains only several thousand voxels. 

Since the metrics evaluated in this work are task-specific, we restrict ourselves to two 
relevant tasks in a specific CT application, namely dedicated breast CT. The tasks consid¬ 
ered are microcalcification detection and the Rayleigh discrimination task, which measures 
the ability of an observer to distinguish between a single object and two smaller objects. 
The specific metric we investigate is the HO efficiency, which is a summary scalar metric 
describing the preservation of relevant information from the projection data measurements 
to the reconstructed image. The mathematical construction of this metric is described in 


Chapter 1, while Section 4.2 provides a description of the two imaging tasks considered. 
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Section 4.3 demonstrates the use of the proposed ROI HO method for the optimization of 


reconstruction filter width in the FBP algorithm. Section 43 also contains results for the 
application of a channelized HO (CHO), a DFT-domain HO, and two estimation approaches 
to the same parameter optimization. Finally, a discussion and brief conclusion is included 
in Section l4~4l 


4.2 Methods 


4-2.1 Task modeling 


Two tasks are considered in this work. The first is a Rayleigh resolution task, wherein an 
observer must classify an image as either an image of a single 1.4mm bar convolved with a 
Gaussian with a full width at half maximum (FWHM) of 0.53mm or two distinct Gaussians 
of FWHM = 0.53mm, separated by a 0.8nnn trough. These two signals were modeled on 
a discrete grid with pixels an order of magnitude smaller than the detector pixels back- 


projected to the center of the field-of-view. The two signals are shown in Fig. |4.1 

Single Bar Two Gaussians 



Figure 4.1: The two signals simulated for the Rayleigh discrimination task. 

The second task is a signal detection task, where we model a microcalcification as a 

Gaussian with FWHM of 80/im. Here the two classes into which an observer classifies the 

image are a signal present class and a signal absent class. For both tasks, we operate under 

the signal-known-exactly-but-variable (SKEV) paradigm[12], where three signal locations 
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are considered: the center of the FOV, the position (2cm,2cm), and the position (4cm,4cm), 
however results among the three signal locations are not substantially different. 

4-2.2 Breast CT simulation 

Since the tasks considered in this work involve small signals, all of the relevant geometric and 
scanning parameters used in the breast CT simulations are based on Ref. [2], the purpose 
of which is to characterize spatial resolution properties of a dedicated breast CT scanner. 
In the following chapter, we fully explore parameter ranges for this system and compare 
with other work in optimization of breast CT systems. However, we here investigate only 
a few parameter settings and instead focus on HO performance estimation methods. To 
summarize, we simulate a 40cm flat panel detector, rebinned to a sampling of 1024 detector 
bins. The source-to-isocenter distance is 45.8cm, and the source-to-detector distance is 
87.8cm. The field-of-view (FOV) is restricted to 16.59cm, and this is sampled on a 512 x 
512 image pixel grid, for an image pixel size of 0.324mm. Meanwhile, the detector element 
size, back-projected into the center of the FOV is approximately 0.2mm. 

The simulated x-ray spectrum corresponds to an 80kVp setting with added Be and A1 
filtration of 0.8mm and 2.5mm, respectively. Methods from Refs [551 1551 57] were used in 
simulation of the x-ray spectrum. Finite detector bin size is modeled by sub-sampling each 
detector bin at 16 evenly-spaced locations. The peak attenuation value for both types of 
signal considered is that of calcium. The attenuation of the background medium is the 
mean attenuation of a breast composed of 50% adipose tissue and 50% glandular tissue, as 
determined in Ref [58j. The numerical phantom diameter used is 14cm, and the total photon 
fluence at isocenter necessary to achieve the same dose as two-view mammography for this 
diameter («2x lO^mm -2 ) is obtained from Ref |59]. We restrict the dose in our simulation 
to the corresponding dose from mammography since breast CT is being investigated as an 
alternative screening modality. In order to determine the 2-dimensional fluence necessary for 
our fan-beam simulations, we assume a slice thickness of 1mm. The total number of incident 
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photons in our fan-beam simulations is then Nq = 4.17 x 10 10 . For the range of parameters 
investigated here, 50 projection views were sufficient to ensure that angular under-sampling 
artifacts remained farther from the signal of interest than the typical correlation length of 
the image noise. For this reason, the HO optimization was insensitive to these artifacts. 
We therefore used only 50 projection views in order to further minimize the computation 
burden of the optimization. The total fluence is divided equally among these 50 projection 
views. The reconstruction algorithm used is the FBP algorithm with a Hanning filter. The 
optimization of the Hanning filter width is the system optimization task demonstrated in 
this work. 


4-2.3 ROI Selection Method 

For each of the approaches to system optimization considered, we employ the Hotelling 
Observer (HO) [121 an d its associated metric, the HO signal-to-noise ratio (SNR) (see Chapter 
1). In order to allow for direct manipulation of the image covariance matrix K y , we restrict 
the reconstruction to an ROI image. As stated previously, 50 projection views are simulated. 
This angular sampling is sufficient for accurate reconstruction in the immediate vicinity of 
the signal, however undersampling artifacts are visible elsewhere in the full image. We 
therefore restrict the ROI size based on the radius from the signal at which these artifacts 
begin to appear. Specifically, we consider the signal energy in the reconstructed image within 
an annulus of radius r and width 2Ar, given by 

r2TT i-r+Ar _ 

E y (r) — / dO (A y(r',6))r'dr'. (4.1) 

JO Jr—Ar 


The integrand of Equation |4. 1 is shown on the left of Figure |4~2 for the microcalcification 
signal and a single Hanning filter width. In order to select the ROI size, we approximate the 
above integral at evenly spaced values of r and set the ROI radius to the value of r which 


minimizes E y {r). An example of the function E y (r ) is shown on the right of Figure 4.2 
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corresponding to the image shown on the left side of the figure. 




Figure 4.2: Left: The integrand of Equation |4.1| for the microcalcihcation detection task. 
Right: The reconstructed microcalcihcation signal energy as a function of radius from the 
signal, E y (r). In this case, the resulting ROI would have dimension 14x14 pixels. The 
results shown here correspond to 50 projection views 


For the ROI sizes investigated here, ranging from 4x4 to 40x40, the reconstruction 
matrix A ranges in size from 16x4100 to 1600x4100. Meanwhile, the covariance matrix Ii y 
ranges from 16x16 to 1600x1600. The method proposed remains numerically feasible for 
ROI sizes up to roughly 100x100. Hereafter, we refer to this approach as the ROI-HO. 


4-2-4 Approximation strategies 

One can show (see, for example, Ref. |12j . Section 7.4.4) that if one assumes that the 

matrix K y is circulant, the equation K y w y = Ay can readily be solved by application of the 

discrete-Fourier-transform (DFT) operator. The assumption that K y is Toeplitz corresponds 

to an assumption of noise stationarity, and the more restrictive assumption of a circulant K y 

further implies cyclic correlations at the boundaries of the image. In order to test the validity 

of these assumptions, and hence of the DFT approach to determining HO performance for 

the present task, we extract a single row of the matrix K y , corresponding to a pixel near the 

center of the signal location, and base a circulant approximation of K y on this single row. 
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We then repeat the optimization of filter width for microcalcification detection and Rayleigh 
discrimination under this approximation. 


An alternative approach suggested by Gallas and Barrett {531 fT2| . is the use of efficient 
Laguerre-Gauss (LG) channels for estimation of HO performance. These channels are dis¬ 
cretizations of circularly symmetric basis functions, formed as the product of an exponential 
function and the Laguerre polynomials. They form an orthonormal basis for all circularly 
symmetric square-integrable functions in M 2 , and hence, they are an appropriate choice of 
channels for the task of detecting a circularly symmetric microcalcification. We therefore also 
apply 50 LG channels to the optimization of filter width for the microcalcification detection 
task. Rationale for this number of channels, as well as for the scale factor that determines 


the width of the Gaussian envelope of the LG channels is given in Section 4.3 


4-2.5 Estimation strategies 

Yet another approach to the estimation of HO metrics is to train and then test a linear 
classifier on samples of noisy images from each of the classes being considered [HQ], EE] • 
Using this approach, a set of training images from each class is used to compute a sample 
covariance matrix, along with sample mean images corresponding to each class. These are 
used to compute a template estimate which is then applied to a series of testing images. The 
outcomes of the test statistic for each testing image are then recorded and a Mann-Whitney 
U statistic is computed on the test statistic values, yielding an estimate of the HO AUC [3fi]. 
Recall that the HO AUC can be related to the HO SNR through the equation 

SNR = 2erF 1 (2AUC - 1), (4.2) 

where erf” 1 denotes the inverse error function|38j. 

For this approach, the authors of Ref. [53] suggest that, as a rule of thumb, 10-100 
images are required for each row of the covariance matrix. For the case of a 30x30 ROI, this 
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corresponds to anywhere between roughly 9,000-90,000 images. While this is infeasible for a 
parameter optimization study in general, we demonstrate the outcome of this approach for 
image training and testing sets ranging from 500 to 3,000 images in order to demonstrate the 
general trend of results obtained using this method. Due to the large number of independent 
noisy data sets required, determination of HO performance for each reconstruction filter 
width is performed using the same sets of noisy data. Two approaches, commonly termed 
the hold-out method and resubstitution, are applied. In the first case, the training and 
testing phase use separate, independent sets of noisy data. In the second, the HO is tested 
on the same images with which it was trained. These two approaches yield estimates with 
negative and positive biases, respectively [60], 61j. 

A more feasible approach based on sample images can be taken when prior knowledge of 
the mean images under each hypothesis is exploited in order to reduce the bias and variance of 
the estimator of HO performance, thereby reducing the necessary number of sample images. 
The construction of an unbiased estimator of HO SNR in this case is detailed in Ref. [I]. 
We demonstrate the application of this approach using 300 and 700 noisy image samples 
(far fewer than the number of samples required for training and testing), and compare to 
the previous methods. Two scenarios are considered: (1) the same 300 or 700 noisy data 
realizations are used to reconstruct noisy images at each filter width considered and (2) a 
separate set of 300 or 700 data realizations is used to create noisy images at each filter width. 

4.3 Results 

The results of applying the ROI-HO for microcalcification detection and Rayleigh discrimina¬ 
tion are shown in Figure [4~3[ for a range of Hanning filter widths. The ROI-HO is noticeably 
sensitive to the reconstruction filter width, showing a clear maximum in performance for 
Hanning windows in the range of 0.75z//y to 0.825^ for each task. However, this result 
should not be interpreted as giving a universally optimal filter width, but rather as a demon¬ 
stration of the sensitivity of HO efficiency to relevant reconstruction algorithm parameters. 
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Figure 4.3: Efficiency values are shown for various views and Hanning window widths (rel¬ 
ative to the Nyquist frequency on the detector) for both the Rayleigh task (left) and the 
detection task (right). The Nyquist frequency in this case is vjy = ~ 1.3mm -1 . While 

the efficiency values for moderate filtering to no filtering were seen to have a dependence 
on ROI size, the same trend pictured here was seen for ROI sizes up to roughly 1.5cm in 
diameter. 


Next, we consider the use of channels for estimating HO performance in microcalcifica¬ 
tion detection. As with the ROI-HO, we restrict the CHO to an ROI, however due to the 
Gaussian envelope which modulates the LG channels, this only has an effect for the smallest 
ROIs used. For the CHO using LG channels, results correspond solely to the microcalcifica¬ 
tion task, since the Rayleigh task involves a signal which is not radially symmetric. Figures 


4.4 and 4.5 demonstrate the dependence of CHO efficiency on the number of channels and 


the scale factor which modulates the width of the Gaussian envelope of the Laguerre-Gauss 
functions. For the majority of filter widths considered, the CHO efficiency estimate is com¬ 
pletely stable above roughly 50 channels, while the optimum scale factor of the channels (full 
width at half maximum of the Gaussian) is roughly 7 times the width of the microcalcifica¬ 
tion diameter. The remainder of the results presented correspond to these CHO parameters. 
In our case, however, the dependence of the CHO performance estimates upon each of these 
parameters is weak, so that fewer channels or a slightly different scale factor could likely 
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produce comparable results. 
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Figure 4.4: Dependency of CHO efficiency on number of channels for a range of reconstruc¬ 
tion filter widths. For most filter widths, the CHO efficiency stabilizes with 50 channels, 
however the performance estimates for this task and system are not sensitive to the number 
of channels used, in general. Subsequent results shown are for 50 channels. 
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Figure 4.5: CHO efficiency using 50 channels and 50 projection views for a range of Gaussian 
envelope widths in the LG channels. The x-axis is normalized to the 80/im microcalcification 
diameter. A scale factor of roughly 7 times the microcalcification width was determined to 
be optimal. 


Figure 4.6| compares three approaches to optimization of the reconstruction filter width 

parameter, namely the ROI-HO approach proposed in this work, the CHO with 50 LG 
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channels, and the DFT-domain approach (labeled FHO). Since each of the methods utilizes 
the same ROI images, the ROI-HO, which computes the exact HO performance, should be 
taken as the ground truth for the sake of evaluating the alternative approaches. Clearly, for 
microcalcification detection, the CHO is an excellent approximation of the true HO. Further, 
the CHO allows for greater computation efficiency, since, in general, the ROIs used contained 
more than 50 pixels. However, the efficiency of this CHO comes with a loss of generality, as it 
is not applicable to general signals lacking radial symmetry, as in the Rayleigh discrimination 
task. 




Figure 4.6: A comparison of optimization of reconstruction filter width for 50 projection 
views. Shown are results obtained with the proposed ROI-HO, an approximate HO computed 
using the DFT (labeled FHO), and the CHO. 


Meanwhile, the DFT-domain HO was capable of reproducing the general trend of HO 
results, however the quantitative reliability of this method varied widely depending on the 
specific parameter setting used. For example, while wider filter widths allowed for accurate 
computation of detection task performance with the DFT-domain approach, the estimates 
of Rayleigh task performance using this method could vary from the HO by as much as 40%, 


as seen in the right side of Figure 4TS While this may not impact the optimization of filter 
width substantially, if absolute HO performance with a fixed filter width of, say, 0.625z/jy 
were of interest, the DFT-domain HO could be misleading. 
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Figure 4.7 demonstrates the use of noisy sample images to estimate HO efficiency when 
the mean image under each hypothesis is known. In our case, since we consider only linear 
image reconstruction algorithms, the mean image is produced simply by reconstructing an 
image without noise. The left and right plots correspond respectively to the use of inde¬ 
pendent noisy data sets for each filter width and reuse of the same simulated data for each 
filter width. The variability seen in the left-hand figure provides intuition as to the variance 
of the efficiency estimates, while the figure on the right illustrates that, although subject to 
the same variability, reusing the same data realizations correlates the estimates for different 
filter widths, potentially allowing for more reliable rank ordering of parameter settings. In 
other words, the estimated curves on the right could undergo vertical translation due to the 
variance of the estimator, but are more likely to preserve their shape than the curves shown 
on the left. 




Figure 4.7: Results of estimating the HO efficiency from sample images using the method 
proposed by Ref. [1] with 300 and 700 noisy sample images. Left: An independent set of 
images is used for each filter width. Right: The same noisy data realizations are used for 
each filter width. Error bars corresponding to two standard deviations of the estimates for 


700 sample images are shown in Fig. 4.8 


Figure 4. 9| illustrates the use of linear classifier training and testing in order to estimate 
HO performance. In this case, prior knowledge of the mean images is not exploited, and 
sample estimates of the images are computed instead. The left-hand plot corresponds to 
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Figure 4.8: Results from Fig 4.7 for 700 noisy sample images are shown with error bars 
corresponding to two standard deviations derived from jackknifing. The error bars illustrate 
statistical variation, but do not account for inherent estimator bias, which can be seen by 
comparing with the analytically computed ROI-HO curves. It is possible that other sources 
of uncertainty not investigated here, aside from statistical variations, could influence these 
results. 


the hold-out approach, where independent image sets are used for the training and testing 
phases, while the right-hand plot is generated using re-substitution. As seen in the figure, 
these two approaches introduce negative and positive biases in the estimates, respectively. 
Note that thousands of images are required in order to construct quantitatively meaningful 
estimates. However, the general trend of the results can be seen for comparatively few 
samples. This suggests that for certain tasks, such as rank-ordering of only a few options 
for algorithm implementation, the training and testing approach could be useful if one lacks 
an adequate model of the image covariance or class means. 


4.4 Conclusions 

We have demonstrated that for classification tasks involving small signals in CT, the HO 
performance computed within an ROI constitutes an efficient and objectively meaningful ap¬ 
proach to reconstruction algorithm and system optimization. Specifically, we have employed 
the HO to optimize reconstruction algorithm filter width for two tasks: microcalcification 
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Figure 4.9: Left: HO SNR 2 estimates from training and testing performed using the hold-out 
approach for 500, 1000, and 1500 training images, with an equal number of testing images. 
The prevalence of images from each class is also equal. Right: HO SNR 2 estimates resulting 
from training and testing performed using resubstitution for 1000, 2000, and 3000 total 
images. The bias and variance of the estimates is worst for narrow filter widths, where the 
size of the ROl used is largest. Variance of the estimates is illustrated in Fig. 4.10 through 
95% confidence intervals derived from bootstraping. 




Figure 4.10: Shown here are the results from Fig. 4.9 for the largest number of sample images 
with error bars denoting 95% confidence intervals derived from 1000 bootstrap samples. 
These errors derive from the variance of the training and testing estimator, while inherent 
bias in the estimator contributes additional error, especially for small filter widths where the 
number of ROI pixels is large. As in Fig. |4.8|, the error bars here only convey statistical 


uncertainties, and bias can be inferred by comparison with the analytically computed ROI- 
HO curves. 
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detection in dedicated breast CT, and Rayleigh discrimination. 

We performed a comparison of this approach with several alternatives for objective as¬ 
sessment. In broad terms, these alternatives fall into two categories: methods based on 
computation of statistical estimates and methods based on approximations regarding the 
signal and/or image noise. While our proposed methodology assumes that information be¬ 
yond a small ROI is irrelevant to the classification task, the CHO imposes assumptions of 
rotational symmetry on the signal and Hotelling template, and the Fourier-domain approach 
assumes stationary noise. Strictly speaking, none of these assumptions are valid in CT for 
the tasks considered here, however each approach possesses strengths and weaknesses. The 
Fourier-domain HO is the most computationally efficient method for large ROIs, but is less 
accurate than the ROI-HO or CHO approach. Meanwhile, the CHO with LG channels is 
limited to cases when the signal of interest and Hotelling template possess radial symmetry. 

The statistical estimation approaches investigated possess an attractive degree of flexi¬ 
bility, in that they do not rely on any assumptions regarding the image covariance matrix 
or, in the case of the training/testing approach, the signals themselves. However, this flexi¬ 
bility comes at the expense of computational efficiency, as this family of approaches requires 
excessively large numbers of noisy samples, making any extensive system or algorithm op¬ 
timization prohibitively time-consuming. Finally, while we have illustrated some of the 
trade-offs, benefits, and shortcomings of several methods for objective assessment in CT, 
ultimately, future work will be necessary to ensure that the proposed methodology yields 
metrics which correlate with improved performance of humans for the given tasks. 
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CHAPTER 5 


USING THE HOTELLING OBSERVER TO OPTIMIZE A 

BREAST CT SYSTEM 

5.1 Introduction 

In this chapter, we demonstrate the application of the ROI-based HO developed in the 
preceding chapters to the optimization of a range of system and image reconstruction pa¬ 
rameters. We focus on optimization of dedicated breast CT, which is currently being inves¬ 
tigated as a potential screening and diagnostic tool for breast cancer at several institutions 
[621 631 IMj 37, 165] . Breast CT is an attractive technology, largely because it has the potential 
to provide improved visualization of breast lesions in cases where conventional mammogra¬ 
phy lacks sensitivity [531 ESI 157] . Examples include young women (less than 50 years old) 
and those with dense breast tissue, wherein the overlay of anatomic breast structures in a 
mammographic projection image can obscure lesions and impede diagnostic accuracy [ 68] . 

While breast CT can potentially improve the utility of breast screening relative to mam¬ 
mography, the individual projection views of the CT acquisition are limited in terms of x-ray 
fluence due to dose concerns, resulting in considerable quantum noise in the projection data. 
Further, dedicated breast CT cannot currently match the “in plane” resolution of full-field 
digital mammography [ 621 169] . leading to potential shortcomings in terms of microcalcifi¬ 
cation detection or visualization of tumor margins, two tasks which can help to indicate 
malignancy of breast lesions. 

In this chapter, we demonstrate the impact of several system and object parameters on 

image quality. First, we investigate the effects of patient breast diameter for both fixed total 

exposure and fixed mean glandular dose. Since patient breast diameter cannot be controlled, 

the impact of breast size on task performance is important to ascertain. We therefore 

demonstrate that our proposed formalism is capable of qualitatively reproducing previous 

findings regarding the impact of breast size on image quality. Next, we investigate the impact 
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of signal location within the breast, which is important since it leads to the conclusion that 
accounting for location variability can meaningfully impact the outcome of the image quality 
assessment. In order to demonstrate the use of HO metrics to address a question of system 
parameters, we next evaluate the effects of varying the number of projection views while 
keeping the total radiation exposure fixed. The trade-off between noise in the individual 
projection views and adequate angular sampling provides a meaningful evaluation of the 
HO metrics’ ability to optimize acquisition parameters. Finally, since the reconstruction 
algorithm itself connotes some potential loss in information, we demonstrate optimization of 
two of the most ubiquitous parameters in the conventional FBP algorithm: the image pixel 
size and the reconstruction filter width. Image quality evaluation in each case was performed 
with respect to two tasks: the detection of a simulated microcalcification and the resolution 
of two adjacent, high-contrast objects. We choose these tasks because the tradeoff between 
image noise and resolution is quite sensitive to CT system parameters. 

The noise/resolution tradeoff also depends strongly on the noise model covariance and 
the form of object being viewed in the detection/discrimination task. The HO combines 
this complex image quality information into a single meaningful metric for a given task. In 
order to illustrate this advantage of the HO, we present several realizations of reconstructed 
noisy images for subjective assessment. We include several examples of images created 
with reconstruction filters and view numbers deemed optimal by the HO. Also shown are 
images obtained from view numbers or reconstruction filter widths deemed suboptimal by 
the HO. The numerical phantoms used to create these images do not correspond exactly to 
the tasks for which these parameters were optimized, but instead are either anthropomorphic 
breast phantoms or phantoms intended to mimic clinical quality assurance phantoms. This 
comparison is important because it illustrates the extent to which these two approaches to 
image quality assessment agree, demonstrates how such images provide a useful check for 
HO optimization, and highlights specific limitations of each approach. 


The outline of the chapter is as follows. Section 5.2 provides background in image qual- 
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ity evaluation in dedicated breast CT, along with motivation for the evaluation formalism 


we propose. In sections 5.3.1 and 5.3.2 we describe the simulated breast CT system and 


numerical phantoms. In sections 5.3.3 and 5.3.4 we describe the data and noise models in 


the projection data and image domains, while in sections 5.3.5 and 5.3.6 we outline the 
task-based assessment formalism. Next, we describe the application of the formalism to 
ascertaining the impact of a range of imaging parameters, some of which are inherent to 


the breast being imaged, section 5.3.6 and others which are controllable through system 
design or reconstruction algorithm implementation, sections 5.3. 6| and 5.3.6 Results of the 
application of the methodology are shown in section |5.4[ with corresponding discussion in 


section 5.5 Examples of reconstructed images generated using the determined optimal sys¬ 


tem parameters are provided in section 5.6 and discussed in section 5.7 Finally, we provide 
conclusions in section 15.81 


5.2 Background 

Since in this chapter we have decided to focus on dedicated breast CT, we shall focus our 
discussion of CT image quality metrics to those which have most commonly been applied to 
that modality. A variety of approaches have been adopted to aid in image quality evaluation 
for dedicated breast CT, some of which have been applied to the optimization of the physical 
system, technique factors, or algorithm implementation. Boone et al. j62| performed image 
quality evaluation by computing contrast-to-noise (CNR) and corresponding signal-to-noise 
ratio (SNR) values for lesions in breast cadavers. Comparison of these values to the Rose 
criterion HD] was then performed to establish feasibility of low-dose dedicated breast CT. A 
similar approach was also used more recently by Shen et al. pm in order to ascertain the 
impact of projection view number with fixed total exposure. 

Meanwhile, Refs. [2117211733 explored the impact of an extensive range of imaging param¬ 
eters on image resolution (Refs. [2[ 172]) and noise (Ref. [73] ) by computing Fourier-based 

metrics. Specifically, modulation transfer functions (MTFs) and noise power spectra (NPSs) 

80 



















were measured experimentally by repeated imaging of phantoms with varied imaging pa¬ 
rameters. In the case of resolution measurement, a high-contrast wire was used to mimic 
a point source, so that empirical point-spread functions could be seen in the reconstructed 
images. Meanwhile, uniform cylindrical polyethylene phantoms were used to generate mean- 
subtracted noise images, whose discrete Fourier transform yielded empirical NPSs. These 
metrics have the benefit of ubiquity across many medical imaging applications. 

A task-based approach to breast CT image quality evaluation was pursued by Lindfors et 
al. and Lai et al. in Refs. [69] and fat respectively. The former study used human observers 
to subjectively classify a variety of lesion types as visible or not visible, for the purpose of 
comparing lesion detectability in dedicated breast CT to screen-film mammography. The 
authors allude to performing human observer ROC studies, which indeed would provide a 
very meaningful metric for comparison of these two modalities, but would be too costly 
and time-consuming to perform investigation of the impact of many system parameters in 
isolation. Meanwhile, Lai et al. m also performed a subjective image-quality evaluation by 
having human observers count the number of microcalcifications in various microcalcification 
clusters which were clearly visible. The clusters were in known locations and had fixed, known 
locations for individual microcalcifications. The purpose of this study was to investigate the 
effects of x-ray tube voltage and radiation dose. 

Moving toward methods which are more robust against the subjectivity of human observer 
responses, the results of Refs. m and [66] are particularly significant in that they help 
to establish the capability of dedicated breast CT in microcalcification detection through 
assessment of human performance in the form of full human ROC studies ESt Meanwhile, 
the methods proposed in Ref. ESI overcome some of the limitations of using humans by 
computing ideal observer performance to study the impact of x-ray spectral shape. The 
authors’ approach in that work is similar to that which we propose, however the assumptions 
upon which each formalism is based are different. Glick et al. ESI apply a parallel cascade 
approach to studying the signal and noise properties of dedicated breast CT by modeling it 
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as a linear shift-invariant (LSIV) system with stationary Gaussian noise (both anatomical 
and quantum). They then analyze lesion detectability in the projection domain, rather than 
optimizing with respect to the reconstructed image. 

As an alternative to simulation of the breast CT system, Packard et al. used sample 
images to obtain mean signal profiles and breast power spectra, in turn constructing a 
mathematical model observer, the pre-whitening matched filter, based on these quantities 
derived from samples im The goal of that work was to ascertain the effect of slice thickness 
on lesion detectability. More recently, Chen et al. ITS! have used similar methods to investigate 
an association between lesion detectability in breast imaging and spectral components of 
anatomic noise. 

We propose an assessment methodology based on the Hotelling observer (HO). By con¬ 
sidering the HO’s performance on a relevant task within a small ROI, summary metrics 
can be computed quickly enough to sweep over a range of imaging parameters and evaluate 
their impact on image quality. This approach has the benefit of being task-based and non¬ 
stochastic, meaning that it does not rely on a collection of noisy images or on the assessment 
of human performance. Further, the methodology we propose does not assume an LSIV 
system or stationary noise. Instead of making assumptions regarding the noise and signal 
properties in the reconstructed images, our approach is based on assumptions of noise and 
signal properties in the original projection data, which, in the absence of object variability, 
are simpler to model accurately. We then exactly account for the action of the reconstruction 
operation on HO task performance, including the noise correlations and signal bias which 
reconstruction introduces. The details of the noise model assumed in this chapter are given 


in section 5.3.4 and the resulting scalar image quality metrics are described in section 5.3.6 
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5.3 Methods 


5.3.1 Imaging System Geometry 

The simulated CT system in this chapter was modeled based on that from Refs. [2] and 
ra- Those studies investigated noise and resolution properties, respectively, of the same 
dedicated breast CT system. This system utilizes a pendant geometry and a flat-panel Csl 
detector to acquire cone-beam CT data of the breast. We chose to model that system here in 
order to facilitate a meaningful comparison of our task-based assessment approach to more 
standard approaches, namely performing measurements of the MTF and NPS, pursued by 
the authors of those works. 

The chosen detection/discrimination tasks are performed viewing a single slice of the 
reconstructed volume, and in order to simplify the HO presentation we restrict the observer 
model computation to the mid-plane of the circular cone-beam scanning configuration. As 
a result we consider only the two-dimensional circular fan-beam configuration for the mid- 
plane. The axial position of the mid-plane for the simulated detector is approximately 2 cm 
below the top edge of the detector face. The simulated detector had a width of approximately 
40 cm and consisted of 2048 detector pixels, each 0.194 mm in width. The distance from 
the x-ray source to the axis of rotation is 458 mm, and the distance from the x-ray source 
to the detector is 878 mm. The resulting geometric magnification for an object at the axis 
of rotation is therefore 1.92. The system’s field-of-view (FOV) is restricted to 165.9 cm 
in diameter, and this circular FOV is inscribed in a 1024 x 1024 image pixel grid, with a 
corresponding image pixel size of 0.162 mm x 0.162 mm. Meanwhile, the detector pixel size, 
back-projected to the axis of rotation, is 0.101 mm. Finally, a 0.4 mm focal spot is modeled, 
as described in section 15.3.31 
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5.3.2 Breast Phantom 


The digital breast phantom used in this work is circular with a diameter of 14 cm. The 
phantom composition is modeled as being 50% adipose tissue and 50% fibroglandular tissue, 


uniformly distributed throughout the breast (see Figure 5.2 for ROIs from the phantom). 


The corresponding attenuation values are taken from Ref. [58]. Simulated microcalcifications 
are modeled as being circularly symmetric Gaussians of peak x-ray attenuation equal to that 
of calcium. However, the attenuation value is decreased in order to simulate the first-order 
partial volume averaging in a finite slice thickness of 0.5 mm containing a microcalcification. 

Whenever the simulated microcalcification has a diameter less than the slice thickness of 
0.5 mm, the modified x-ray attenuation for the microcalcification is computed as 


/Rale 0 5mm /T>r) + /%>r 


(5.1) 


where d ca i c is the diameter of the calcification, defined as the full width at half maximum of 
the Gaussian signal, fi(j a is the x-ray attenuation of calcium, and fif )r is the attenuation of 
the 50/50 breast phantom. 


5.3.3 Projection Data Model 

In this section, we will repeat the formulation of our data model, as we have included some 
physical effects which were not incorporated into the model presented in Chapter 1. We 
again model the CT data after the point where the transmitted X-ray intensity is processed 
by the negative logarithm, using the standard line integral formulation as the mean: 

9i = f L f ( Si + I0ij dl , (5.2) 

where g j is the sinogram data corresponding to the ith detector element, and / is the 
numerical phantom value at a point which is l distance from the source position Sj in the 
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direction 6, r The line integral is performed along all values within the compact object support 
in the direction 9 , and projection through the discrete numerical phantoms is performed by 
considering the path-length of a given ray through a square pixel. The pixel size of the 
numerical phantoms is always set to be at least an order of magnitude smaller than the pixel 
size of the final reconstructed image. 

The simulated x-ray spectrum corresponds to an 80kVp setting with added Be and A1 
filtration of 0.8mm and 2.5mm, respectively. Methods from Refs [55j 122, [57j were used in 
simulation of the x-ray spectrum. In order to model the finite size of the detector pixels, 
we perform 16-fold subsampling, so that for each detector pixel, 16 equally spaced rays 
within that pixel are simulated. We do not perform subsampling along the trajectory of 
the x-ray source, modeling a step-and-shoot acquisition. A 0.4 mm focal spot is modeled 
by convolution of a rect function with the subsampled line integral data. The width of the 
convolution kernel (rect function) includes geometric magnification and is computed as 

, , SDD-r . . 

d — dfspot ~ (5-3) 

where df spo t is the width of the focal spot (0.4 mm here), SDD is the source-to-detector 
distance (878 mm), and r is the angle-dependent distance from the focal spot to the center 
of an ROI containing the signal of interest. For the present model we do not include other 
physical factors such as a full tube spectrum model, x-ray scatter, and spread of optical 
photons in the Csl detector. Although inclusion of these physical factors may alter the 
presented results, they do not alter the proposed assessment methodology outlined in section 
I5TT61 


5.3.4 Noise Model 

We view images and sinograms as one-dimensional vectors where the index scans through 
the respective data structure in lexigraphical order. We then consider additive Gaussian 
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noise applied to the line integral data model of Eq. 


5.2 


g* 




dl + rij 


(5.4) 


where bold font indicates a random variable. In particular, we consider the noise term n 7 ; to 
be zero-mean and have variance determined by 


Var {nj 


a‘l + Var {I j 


(5.5) 


where Ij is the number of optical quanta incident on the imaging array at location i and 
converted to electrons, Jj is the mean of Ij, and cr| is the variance due to electronic noise. 
This noise model is a generalization of that put forward by Barrett and Swindell [5], with 
the addition of the electronic noise term. Following Gong et al. [66], we take cr e = 2200, the 
optical collection efficiency (OCE) to be 0.64, the detector pixel fill factor to be 0.57, and 
the x-ray-to-optical conversion of the scintillator to be 58/keV. The OCE, Ell factor, and 
optical conversion factor can all be combined to a single gain factor O = 0.64 x 0.57 x 58, so 
that the x-ray spectrum incident on the detector can be related to Ij via 


N e 

a V Ek il 

k =1 


ray 
k ’ 


(5.6) 


where E^ is the energy in keV of the 7th energy bin, and I^ ay is the incident number 
of x-rays at energy E^ in location i. We take each I^ ay to be Poisson distributed, with 
Var{I^ ay } = /^ ray , where the mean x-ray count data / x ^ ay can be obtained through 
noiseless simulation. The resulting model for the line integral data variance is then given by 
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(5.7) 











where ( Kg ). . = Cov { gi,gj }• In order to simulate a fluence which would result in the same 
mean glandular dose as two-view mammography, we approximate the total incident number 
of x-rays based on the results for the photon fluence at the axis of rotation given in Ref. 
[59] . which range from approximately 3 x 10^ to 4 x 10 8 photons/mm 2 for breast diameters 
between 10 cm and 16 cm. This photon fluence is equally distributed among each projection 


view. 


While Eq. 5/7 describes the modeled additive noise in the projection data domain, the 
noise in the image domain is correlated by the reconstruction algorithm. In our case, we 
employ the FBP algorithm, whose action can be fully described by multiplication with a 
matrix A. The image covariance matrix is then given by (see Eq. 8.50 in Ref. H3): 


Ky = AKgA 


T 


(5.8) 


where A T denotes the matrix transpose of the reconstruction operator (not the discretization 
of the continuous adjoint operator). Recall that the image and sinogram can be represented 
by one-dimensional vectors. In this way, the image covariance and reconstruction operator 
can be coded as two-index matrices. 

For large systems, where A cannot directly be computed and stored, A represents the 
action of all the linear steps in the FBP algorithm and a separate implementation for A T is 
needed. For the present studies, the ROI is small enough that A can be directly computed 
column-by-column and stored in computer memory. Depending on the ROI size used, the 
dimensions of A in this study range roughly from 16 x 400 to 7,000 x 80,000, with the 
number of columns varying because we consider only the shadow of the ROI projected 
onto the detector. With the actual matrix A available A T is trivial to compute and the 
covariance K y is obtained directly by matrix multiplication. In general K y is rank-deficient 
and we use its Moore-Penrose inverse, K y . Computation of K y can be obtained by singular 
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Figure 5.1: The singular value spectrum for the matrix K y is shown for one combination of 
parameters investigated. The smallest singular values shown are within numerical precision 
of 0, and Ky is, therefore, rank-deficient. 

value decomposition (SVD). With the SVD, the covariance is written as 

K y = UYy T , (5.9) 

where U and V are orthogonal matrices, and for the present case, where K y is always 
symmetric and positive semi-definite, U = V. The matrix E is diagonal containing the 
singular values of Ky. The Moore-Penrose pseudo-inverse becomes 


Ky = V^U T , 


(5.10) 


where E^ is diagonal, containing the multiplicative inverse of the non-zero singular values 
and zero elements of E remain zero in E^. 

For some configurations investigated, rank-deficiency enters into K y through A, which 
can be rank deficient when image pixel size is mismatched to the size of the detector pixels 
or through a filtering operation on the data. An example of the singular value spectrum for 

for a 5 x 5mm 2 ROI located 5.7cm from the center of the held of 


K v is shown in Fig. 


5.1 


view. The plateau of small singular values are within numerical precision of 0. 




5.3.5 Classification Tasks 


As in the preceding chapter, we focus on optimizing parameters with respect to two relevant 
tasks: the detection of microcalcifications and the resolution of two high-contrast signals in 
close proximity, known as the Rayleigh discrimination task PS Em IEE]. Both of these tasks 
address different forms of an image noise-resolution trade-off, and they involve single slice 
viewing. This latter point facilitates studies relating human observers to the HO, because 
observer studies can be conducted with single or pairs of images and there is no need to 
consider slice scrolling or volume rendering, which would be needed to present volume data 
in a human consumable format. Each of these tasks can be seen as a two-class classification 
task, where one attempts to classify an image as corresponding to one of two hypotheses. In 
the case of microcalcification detection, the two hypotheses correspond to “signal-absent” 
and “signal-present.” In the case of the Rayleigh task, the two hypotheses are “one elongated 
object”, namely a blurred line, or “two distinct objects.” The blurred points and line used 
in the Rayleigh discrimination task are assigned a peak attenuation value equal to that of 
calcium. The sizes of the Rayleigh task signals are made proportional to those described 
in Ref. [HI]. The numerical phantoms corresponding to each hypothesis are shown in Fig. 
15.21 for each of the two tasks. The difference in scale between the two tasks is a result 
of the fact that the Rayleigh task must span several pixels so that the “trough” between 
the high-contrast signals is visible. Meanwhile, a detectable microcalcification can be much 
smaller. 


5.3.6 Hotelling Observer Metrics 

The HO model used is the same ROI-HO model presented in the previous chapter. The 
HO defined within an ROI is the optimal linear observer if we assume that only the pixels 
within the ROI are known. Equivalence between the HO in an ROI and the HO for the 
full image depends on whether the ROI contains the full signal extent as well as relevant 
noise correlations. Regarding the former point, while under-sampling artifacts are present 




Figure 5.2: Top Row: The numerical phantoms corresponding to the two hypotheses for the 
signal detection task, namely “signal-absent” and “signal-present”. Bottom Row: The two 
hypotheses for the Rayleigh task, “one object” and “two objects”. The width of each image 
is approximately 5 mm. Note that the simulated microcalcification is much smaller than the 
Rayleigh signals because the Rayleigh task must span several pixels in order to be feasible, 
whereas the microcalcification can be detected by the HO when it spans only one or two 
pixels. The display window is [0, 0.122] mm -1 . 


in Ay, we intentionally exclude this region of the image in the task model so that the HO is 
not performing the task based on artifacts. As for the latter concern, we have consistently 
found that the ROIs determined using the proposed method are larger than the typical pixel 
correlation length. 

In the following, we consider the number of projections to be at most 500 views. There¬ 
fore, for the ROI sizes investigated, ranging from 4x4 to 84x84, the reconstruction matrix A 
ranges in size up to roughly 7,000x80,000. Meanwhile, the covariance matrix K y ranges from 
16x16 to 7,000x7,000. The method proposed remains numerically feasible for ROI sizes up 
to roughly 100x100. We point out that generalization to volume imaging is straight-forward; 
the ROI becomes a volume of interest (VOI) and the detector data at each view become two- 
dimensional. The HO theory remains the same, but the scale of the computation increases. 
We briefly explain each of the studies performed: 
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Patient Parameter Studies 


In order to illustrate the use of HO P(j as a metric for image quality, we examine the impact 
on task performance of two relevant physical parameters which affect the original projection 
data: signal location within the breast, and breast diameter. Three radial positions are 
considered: 0 cm, 2.8 cm, and 5.7 cm from the axis of rotation, and curves of HO P(j were 
swept out for a range of microcalcification sizes and Rayleigh task separations. The phantom 
size for the radial position study is 14 cm in diameter, and a Hanning filter of width 1.0zz/y 
is used in reconstruction onto pixels of width 0.162 mm. The Hanning filter is defined as 


H(u ) =0.5 + 0.5cos ( v/vc ) 
=0 


0 < \v\ < U(j, 
otherwise 


(5.11) 


where V(j is the cutoff frequency defining the filter’s width. 

The impact of breast diameter on image quality is investigated by computing HO P(j for 
a range of microcalcification sizes and Rayleigh separations for breasts between 10 cm and 16 
cm in diameter. The results are generated first for a fixed exposure level, and subsequently 
for a fixed average glandular dose, where x-ray fluence for a fixed average glandular dose is 
again obtained from Ref. [59], The values of HO SNR 2 are computed at the three different 
signal locations mentioned above and averaged, so that the final Pq is computed from the 
average HO SNR 2 for the three locations. 


Impact of View Number 

In order to study the impact of the number of projection views (at a fixed total dose), the 
size of the microcalcification is set to 100 /ini, and the Rayleigh task separation is set to 
0.3 mm. These signal sizes are chosen since they were typically shown to result in a HO 
P(j value of near 95 %, corresponding to a possible but not trivial task. 50, 100, 200, and, 
500 view cases are investigated, and for each of these cases, a range of reconstruction filter 
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widths are considered (see below). 


Reconstruction Parameters 


The Hotelling efficiency e is used to determine the image quality impact of two reconstruction 
parameters: image pixel size and Hanning window width. HO efficiency is computed for a 
range of signal sizes for two image pixel widths, 0.162mm and 0.384mm. For this study and 
the view number study, we consider the performance of the HO averaged at three locations 
within the breast. The HO efficiency is then computed for a Hanning cutoff ranging between 
0.125 iqy and 2.0 zqy, where iqy is the Nyquist frequency. The Fourier domain representation 


of the corresponding apodized ramp kernels is shown in Fig. 5.3 



Spatial Frequency in Units of v N 

Figure 5.3: Examples of the impact of various Hanning filter cutoff frequencies on the 
apodized ramp filer (frequency domain). 


Comparison to Subjective Assessment 

After using the HO methodology to determine an optimal set of acquisition and reconstruc¬ 
tion parameters, we reconstruct simulated images of several numerical phantoms: a simulated 
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breast phantom containing microcalcifications, a breast phantom with a Rayleigh signal, and 
simulated high- and low-contrast resolution quality assurance phantoms, based roughly on 
the Catphan phantom (The Phantom Laboratory, Salem, NY). Example reconstructions are 
also computed for reconstruction filter widths and view numbers which are non-optimal, so 
that the scale of refinement achieved through HO optimization can be seen qualitatively. 


5.4 Results - Patient and System Parameters 


5.J h l Breast diameter study 


Figure 5.4 illustrates the impact of breast size on HO performance for the two tasks consid¬ 
ered in this work, microcalcification detection (Left) and Rayleigh discrimination (Right). 
Exposure for these results is fixed so that the mean glandular dose to the 14cm diameter 
breast is roughly equal to that of two-view planar mammography. Clearly, since exposure is 
fixed in these results, larger breasts lead to poorer task performance, as an increasing amount 
of noise is inherent in the projection data. This finding is in keeping with the results of Yang 
et al. [73]. For a 14 cm breast diameter, these results indicate that 90/irn microcalcifications 
are the smallest microcalcifications which can be detected with 95% accuracy, while micro¬ 
calcifications larger than 120/mi can likely be detected with near perfect accuracy. Gong 
et al. found that using a similar system in simulation resulted in a human observer perfor¬ 
mance of greater than 95% correct in detection of microcalcifications with diameter equal to 
or greater than 175/im m- Given that the HO can be expected to establish an upper bound 
on human observer performance, a 95% accuracy in detection of 90/irn microcalcifications is 
reasonable, particularly in light of the differences in system simulation and observer experi¬ 
ment methodology between the current study and the study by Gong et al. Specifically, one 
would expect the inclusion of optical light spread, which was not considered in our work, to 
lessen the gap between the two results. 

The results of the Rayleigh discrimination experiment illustrate that for a 14cm diameter 
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breast, two high-contrast objects can be well resolved by the HO (with 95 % accuracy) when 
their centers are separated by roughly 0.45mm. This separation is significantly larger than 
the smallest detectable microcalcification, simply because the Rayleigh task is limited by 
pixelization in the image, whereas microcalcification detection is still possible even when 
the image pixel size is somewhat larger than the microcalcification to be detected. The 
image pixel size for these results is 0.162mm, and the HO can only consistently perform the 
Rayleigh discrimination task once the separation between objects spans several pixels. 
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Figure 5.4: Left: The HO Pq as a function of microcalcification diameter for a range of 
breast sizes and a constant x-ray exposure. The quantity d in the legend is the breast 
diameter simulated. In a 2AFC trial, the 95% correct performance level of the HO would 
range from microcalcifications of roughly 60 pm for a 10cm breast, versus roughly 100 pm 
for a 16cm breast. Right: The HO P(j as a function of the separation between the blobs in 
the Rayleigh task. As expected, for reasonable task performance, the scale of the Rayleigh 
signal is substantially larger than that of a detectable microcalcification, as reflected in the 
left-hand figure. For the breast diameters studied here, the separation at 95% correct ranges 
from roughly 0.35mm to 0.5mm. 


Figure |5.5 illustrates the impact of breast size on task performance when the radiation 
dose is held constant, equal to a two-view mammogram. Again, these results correspond 
closely to those from Yang et al. [73], who demonstrated an increase in image noise power 
with decreasing breast size, which would lead to a decrease in task performance. That work 
demonstrated a noise level for smaller breasts which was nearly an order of magnitude higher 
for a 10.4cm breast compared to an 18.4 cm breast. While our results do reproduce the same 
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trend observed in that work, the noise penalty for smaller breast size does not appear to be 
as dramatic in our simulations. 




Figure 5.5: Left: The HO Pq as a function of microcalcification diameter for a range of 
breast sizes and constant breast AGD. These results are inverted relative to the correspond¬ 
ing results for constant exposure. This is likely due to the increased noise power for smaller 
breasts at constant dose which, as described in [2], is a consequence of the physical relation¬ 
ship between photon flux and breast diameter at a constant AGD. Right: Shown is HO 
P(j as a function of the separation between the blobs in the Rayleigh task for various breast 
diameters with AGD held constant. These results mirror those shown in the left-hand figure. 


5-4-2 Signal location study 


Figure 5J3 illustrates the effect of radial distance from the axis of rotation on the HO task 
performance for microcalcification detection (Left) and Rayleigh discrimination (Right). A 
slight increase in performance is seen for signals located away from the axis of rotation for 
the microcalcification and Rayleigh tasks, and this effect is seen for the full range of signal 
sizes investigated here. Kwan et al. [2] demonstrated a significant reduction in resolution 
measure via the MTF with increasing radial distance from the axis of rotation. For micro¬ 
calcification detection, our result therefore demonstrates that the location-dependent image 
noise properties have a stronger impact on task performance than image resolution. Note 
that a bowtie filter was not simulated in our results, so that image noise is lower in the 
periphery of the image. 
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Figure 5.6: Left: Plots of HO P(j as a function of calcification size for a range of signal 
locations. The radial position r denotes the distance of the signal from the axis of rotation. 
Note that a bowtie filter was not simulated, and the noise at the periphery of the phantom 
is therefore reduced relative to the center of the FOV. Right: Corresponding results to the 
left hand figure, but for Rayleigh discrimination. 


5-4-3 Image pixel size 


Figure 5. 7| illustrates the impact of image pixel size on HO efficiency for a range of detection 
and Rayleigh tasks. Clearly, finer pixelization in the image grid results in a substantial 
benefit in HO efficiency for the full range of investigated microcalcification sizes (Left). For 
the Rayleigh discrimination task, there is also a pronounced benefit for smaller pixels, which 
is to be expected since the separation of the Rayleigh signals is less than 2 pixels when 
0.324mm pixels are used. The jump in efficiency for object separations below 0.15mm on 
0.162mm pixels is an artifact of the nature of the Rayleigh discrimination task changing 
once the two objects are in adjacent pixels. While the algorithm regains some efficiency in 
this signal regime, this is immaterial since the HO SNR which is being preserved from the 
projection domain is low to begin with. In other words, although the algorithm becomes 
slightly more efficient in this domain, the task is essentially impossible regardless. For an 
illustration of this point, see Figure [578j which shows the HO percent of correct decisions for 
the same image pixel sizes and tasks as are shown in Figure 5.7| 

These results stand in contrast to those from Kwan et al. [2], who evaluated the impact 
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of image pixel size using MTF measurements. That study found that selection of a 512x512 
image pixel grid (0.324mm pixels) versus a 1024x1024 grid (0.162mm pixels) had minimal 
impact on image resolution. Modeling of additional physical factors in our simulated sig¬ 
nal, such as spread of optical photons in the Csl flat-panel detector, could account for the 
discrepancy in these findings. It is also possible that directly modeling the nickel-chromium 
wire used by Kwan et al. instead of a microcalcification could lead to somewhat different 
results. Finally, the presence of correlated noise in the images could impact task performance 
for the HO, facilitating improved performance with smaller pixels. This effect would not be 
captured by MTF measurements. 




Figure 5.7: Left: The HO efficiency £ is shown as a function of microcalcification diameter 
for two image pixel sizes: 0.324mm and 0.162mm. In general, smaller pixels result in greater 
algorithm efficiency in preserving detectability. Further, as the signal decreases in spatial 
extent, the benefit of finer pixelization is diminished since for these small signals, in either 
case the majority of the signal’s intensity is contained in a single pixel. Right: Shown are 
the HO efficiency for two image pixel grid sizes for the Rayleigh discrimination task. See 
text for discussion. 


5-4-4 View Number Study 

Figure [579] shows the impact of the number of projection views on the HO efficiency. The size 
of the microcalcification signal is held at 100/nn, and the separation of the Rayleigh signal 
is set to 0.3mm. The total exposure for each acquisition is held fixed, so that the exposure 
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Figure 5.8: Left: The HO percent correct is shown for the same microcalcification sizes and 
pixel sizes as in Fig. |5.7| Right: Same as left hand figure, but for the Rayleigh discrimination 
task. 

per projection view varies. Kwan et al. predict improved resolution properties for larger 
numbers of views [2], while Yang et al. predict decreased image noise for fewer projection 
views [75], so that the impact of view number on task performance in this case is unclear 
without a task-based approach to image quality evaluation. We find that when the signal 
of interest is at the center of the FOV, the noise benefits of restricting view number and 
the resolution benefits of increasing view number roughly cancel and lead to fairly uniform 
task performance for a wide range of projection view numbers. By contrast, as the signal 
moves toward the periphery of the FOV, a slight benefit is seen for lower view numbers. 
After averaging performance over the three signal locations, this effect is only noticeable for 
the Rayleigh task using 50 views and a wide Hanning filter. Since view number appears 
to only negligibly impact task performance in this case, the remaining results in this work 
correspond to 100 projection views in order to facilitate computational efficiency. 

It is worth noting that our simulations neglect x-ray source motion, so that the under- 
sampling artifacts of an x-ray source operating in continuous mode are not captured in these 
results. In a study not presented here we find that such blurring from source motion becomes 
the dominant factor in task performance for signals near the FOV periphery. In a real system, 
this effect could be controlled somewhat by either using a step-and-shoot acquisition or a 
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Figure 5.9: Left: Detection task HO efficiency £ as a function of Hanning window width 
for a range of projection views from 50 to 500 and 0.162mm pixels image pixels. All plots 
between 50 views and 500 essentially are overlaid. The total image dose is held constant. 
Right: Rayleigh task HO efficiency versus the width of the Hanning window for 0.162mm 
image pixels. As before, there is little discernible difference for view numbers ranging from 
50 to 500. 


pulsed x-ray source. 


5-4-5 Hanning Filter Width Study 

Figure [579] also illustrates the effect of a Hanning filter on the performance of the two tasks. 
Moderate smoothing via the Hanning filter results in a modest improvement in HO efficiency 
for each task. Meanwhile, over-filtering impairs HO performance for the Rayleigh task more 
significantly than for the detection task, however the optimal filter widths for the two tasks 
seem to correlate closely. However, as with the investigation of view number, electronic noise 
could impact the outcome of this conclusion. 


5.5 Discussion - Patient Parameters and System Optimization 

The results illustrated in Figures |R4| and [575] illustrate the impact of patient breast diameter 
on two tasks: detectability of microcalcifications and the Rayleigh task. The performance of 
each of these tasks is limited not only by the spatial frequency content in the images, but also 
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by the presence of noise, and the latter effect is clearly what is modified by a change in breast 
diameter. The study by Yang et al. which investigated the impact of breast diameter on 
image noise illustrated a degradation in image quality for decreased breast diameter when the 
mean radiation dose to the breast is kept constant. The same conclusion is reproduced here, 
but through a task-based approach that also quantifies an upper bound for task performance 
for a range of signal sizes and breast diameters. 

The effect of signal location within the breast CT scanner’s held of view appeared to 
impact task performance somewhat less than previous studies would suggest, however the 
basic trend that the detection task is somewhat more difficult closer to the axis of rotation 
in the absence of a bowtie filter is shown in Figure 5.6| Use of the HO efficiency metric 
demonstrated that for all investigated signal sizes, performance was improved through use of 
smaller image pixels (see Figure [Y7| ). While the magnitude of this effect depends somewhat 
on the signal size, the improvement was relatively constant for signal sizes near the thresh¬ 
old of reliable task performance, roughly 100/im for microcalcification size, and 0.3mm for 
Rayleigh blob separation. Figure |5.9 also shows the impact of reconstruction implementa¬ 
tion by illustrating the impact of width of a Hanning window in reconstruction. For each 
task considered, a slow improvement in performance was seen with increasing filtering until 
a shallow maximum followed by a sharp drop in performance for over-filtering. 


Fig. 5.9 also illustrates the impact of view number with fixed total radiation dose. The 
number of projection views was shown to have a minimal impact on task performance, with 
a slight improvement for few-view acquisitions (50 projection views). The lack of impact 
from view number is likely due to a combination of the small size of the ROIs investigated 
and the step-and-shoot model for the x-ray source motion. The small ROIs tended to remain 
free from angular under-sampling artifacts. This highlights the relevance of task modeling, 
in that since we were only interested in improvement of classification for small signals, global 
changes to the image quality did not affect the metrics used. Clearly, if a fluoroscopic x-ray 
mode were modeled, wherein the x-ray source is constantly emitting x rays, there would also 
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be a degradation in task performance due to blurring in the projection data from the moving 
x-ray source, and 50 projection views would be inadequate. Pulsed x-ray sources present an 
intermediate regime between step-and-shoot and fluoroscopic acquisitions, and investigation 
of the impact of view number with these sources requires further study. 


5.6 Results - Optimized Reconstructions 


The foregoing image quality studies demonstrated that a Hanning window of width between 
0.75iqy and l.Oiqy, along with a 1024x1024 image pixel grid (0.162 mm pixel width) yields 
optimal HO performance for detection of 100/um microcalcifications for the imaging system 
model used here. As validation of this result, noisy reconstructed images with artificially 


amplified microcalcifications are shown in Fig. 5.10 The top center reconstruction was 


generated with the optimized parameters, l.Ozqy Hanning width and 0.162nnn pixels. The 
left column used a Hanning window width of 0.5zqy, while the right column was generated 
with a Hanning window width of 1.5/yy. The bottom row images were all reconstructed 
using a 512x512 image pixel grid (0.324nnn pixels). Each image was reconstructed from 50 
equally spaced projection views. 

From inspection of these noisy reconstructed images, one sees that the HO metrics lead 
to a set of reconstruction parameters that produce a reasonable image, with enough smooth¬ 
ing from the Hanning filter to limit the background noise, but not so much smoothing that 
the signal itself became substantially attenuated. With the artificially amplified microcal¬ 
cifications, it is not immediately clear that the larger pixels would result in decreased task 
performance. This illustrates that the HO enables the determination of image quality infor¬ 
mation which cannot be reliably obtained through subjective inspection of a single simulated 
image by a human. 

By the nature of the metrics used in this work, there is a clear dependence of the outcome 
of system parameter optimization on the task being modeled, i.e. on the objects being imaged 
and noise correlations. This dependence is important to understand for two reasons. First, 
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Figure 5.10: Noisy reconstructed images are shown with microcalcification signals. The mi¬ 
crocalcifications are 100 fin 1 in diameter and artificially amplified. The top center image was 
reconstructed using a Hanning window width of l.Ozqy, where zqy is the Nyquist frequency. 
For all images, 50 projection views were used. The top row images correspond to a 1024 
x 1024 image pixel grid (0.162nnn pixels). The left column of images was reconstructed 
with heavier smoothing using a 0.5z//\r Hanning window, and the right column used a 1.5zqy 
Hanning window. The bottom row demonstrates reconstruction using a 512x512 image pixel 
grid (0.324mm pixels). The diameter of the circular ROI is approximately 5mm, and the 
display window used is [0, 0.07] mm -1 . 

any task which is modeled for assessing model observer performance will necessarily be a 
simplification of the more realistic task which one hopes to ultimately perform. In order 
to help ensure that this simplification does not lead to unreasonable conclusions for system 
optimization, inspection of simulated images of more realistic tasks provides a useful check 
for the derived optimal system parameters. In this way, far from solely relying on a noisy 
simulated image for system design, simulations constitute a useful supplement to the more 


address this point by showing noisy reconstructed images of a numerical breast phantom 
with simulated microcalcifications. A reconstructed image with determined optimal system 
parameters is shown, along with images corresponding to two suboptimal Hanning filter 
widths. Since the HO appeared insensitive to the number of projection views with fixed 


fundamental objective assessment methods advocated in this work. Figures |5. If | and 5.12 
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total dose, an image corresponding to 500 projection views is shown in order to ensure that 
using 100 views indeed does not negatively impact the microcalcification detection task. 
The microcalcifications are not artificially enhanced in this case, but instead are made large 
enough to be visualized with relative ease. 

Another sense in which the form of the object being imaged is important is that stylized 
phantoms commonly used for quality assurance in CT may not be appropriate for task- 
specific system optimization. Figures |5.13| and 5.14 address this point by showing noisy 
reconstructions of a phantom based on the Catphan phantom for the same system parameters 


as Figures 5.11 and 5.12 We outline the specifics of each of the four phantoms used in this 
study: 


Figure 5.11 shows noisy reconstructions from a simulated breast phantom with a micro¬ 
calcification cluster. Five microcalcifications of sizes 0.125, 0.15, 0.175, 0.2, and 0.225 mm 
were included, with the smallest microcalcification located to the right, and the largest in 
the center. The image labeled a was reconstructed from 100 views with parameters found to 
be optimal by the HO. The image labeled b was reconstructed from 500 views, but the recon¬ 
struction parameters were unchanged. Images c and d were reconstructed from 100 views 
with Hanning filters that were 2.0vpj and 0.375n/y wide, respectively. These widths were 
chosen because they each correspond to HO efficiency of approximately 75-80%, compared 
to a maximal HO efficiency of 90-95%. 


Figure |5.12| shows noisy reconstructed images from a similar numerical breast phantom, 
but with the addition of a pair of simulated microcalcifications in close proximity to simulate 
the Rayleigh task. The top-left image was reconstructed from 100 views using parameters 
deemed optimal by the HO for the Rayleigh task. Images b-d correspond to a 500-view 
reconstruction, a 2.0 1 /pj -wide Hanning filter, and a 0.375z//y-wide Hanning filter, respectively. 


Figure 5.13 shows reconstructions from a bar phantom based on the Catphan phantom. 
The ROI shown to the right contains bars with separations of 0.173, 0.186, 0.20, and 0.22 
mm. The image labeled a is reconstructed from 100 views with parameters optimal for 
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performing Rayleigh discrimination. The other subfigures are, as before, either from 500 
views, reconstructed with a wide Hanning filter, or reconstructed with a narrow Hanning 
filter. The 0.22mm bars appear distinct in all but image d, while the 0.20 mm bars are only 
questionably resolved in each image. Resolution of smaller bars seems impossible based on 
these images, regardless of the parameter choices. 


Finally, Fig. 5.14 demonstrates noisy reconstructions of a low-contrast resolution phan¬ 
tom, roughly based on the Catphan phantom. The optimal image, a, was reconstructed 
using parameters which were optimal for microcalcification detection. The other images 
were generated as in the preceding figures. Faint undersampling artifacts are visible in the 
images reconstructed from 100 views (a, c and d). Low contrast visibility is consistently 
improved with heavier filtering, while the higher-contrast inserts are arguably equally visible 
in each image. 



Figure 5.11: Example noisy reconstructions from a simulated breast phantom with micro¬ 
calcification cluster. The ROIs outlined in white are shown in the images on the right, a: 
a reconstruction from 100 views with reconstruction parameters determined to be optimal 
for microcalcification detection by the HO. b: the same phantom reconstructed from 500 
views, c: a reconstruction with a wider-than-optimal (2.0zq\r) Hanning filter. 100 views 
were acquired for this image, d: a 100-view reconstruction with a narrower-than-optimal 
(0.375 Vft) Hanning Elter. The display window is [0, 0.05] mm . 
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Figure 5.12: Noisy reconstructed images from a breast phantom including two barely- 
resolvable microcalcifications to emulate the Rayleigh task, a: reconstruction from 100 
views and optimal reconstruction parameters, b: reconstruction from 500 views, c: recon¬ 
struction with a wide (2.0z/jy) Hanning filter, d: reconstruction with a narrow (0.375z/jy) 
Hanning filter. The display window is [0, 0.1] mm -1 . 



Figure 5.13: Reconstructed noisy images from a bar phantom. The bars shown in the ROI 
image are of separations ranging from 0.173 mm to 0.22 mm. a: reconstruction from 100 
views with parameters optimal for Rayleigh discrimination, b: reconstruction from 500 
views, c: reconstruction with wider Hanning filter (2.0d: reconstruction with narrower 
Hanning filter (0.375z//y). The 0.22 mm separation bars are resolvable in all images except 
d. The display window is [0, 0.0544] mm -1 . 
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Figure 5.14: Noisy reconstructed images from a low-contrast resolution numerical phantom, 
a: reconstruction with optimal parameters from 100 views, b: reconstruction from 500 views, 
c: 2 .O^tv Hanning width, d: 0.375^ Hanning width. The display window is [0, 0.05] mm -1 . 
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5.7 Discussion of Optimized Reconstructed Images 


Figs. 5.11-5.14 show examples of noisy reconstructed images for a variety of numerical phan¬ 
toms. In each case, an optimal Hanning filter setting and view number is used, along with 
two suboptimal filters and a larger number of views. Based on these few image realizations, 
in each case, increasing the view number from 100 to 500 views appears to have minimal 
impact on the resulting image within the selected ROIs. For the microcalcification detection 


phantom (Fig. 5.11), under-smoothing seems to result in the smallest microcalcification 
being overwhelmed by noise, while over-filtering increases the noise correlation distance to 
approximately the size of the microcalcification. Therefore, the smallest microcalcihcation 
seems marginally easier to visualize for the optimized Hanning filter width. Meanwhile, the 


Rayleigh signal shown in Fig. 5.12 appears approximately equivalent among all except the 
over-smoothed image. This and the preceding figure demonstrate that subjective assessment 
is not necessarily as sensitive to parameter choices or acquisition settings as the objective 
HO assessment. However, subjective assessment of these particular simulated images tends 
to corroborate the HO optimization by demonstrating that the optimal parameters do, in 
fact, produce reasonable images. 


Figs. 5.13 and 5.14 highlight the importance of task-based assessment in that while 
each of these two phantoms is intended to summarize image quality, neither provides results 
which agree with the more relevant HO optimization or with the subjective assessment in 


Figs. 5.11 and 5.12 In the case of Fig. 5.13, only the over-smoothed reconstruction resulted 
in a noticeable difference in resolution of the bar patterns. Meanwhile, the results in Fig. 


5.14 seem to contradict the conclusion of the HO and of Fig. 5.11, with the over-smoothed 


image more clearly showing the small disks. 
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5.8 Conclusions 


We have investigated the use of a model observer based approach to image quality evaluation 
for the purpose of guiding design and use of a dedicated breast CT system. The use of the 
proposed methodology, based on the Hotelling observer, was demonstrated through investi¬ 
gation of performance in two tasks: microcalcification detection and Rayleigh discrimination. 
Breast diameter, signal location, image grid size, reconstruction filter, and projection view 
number were all considered, and the impact of each parameter on the HO metrics was com¬ 
puted. The proposed approach to system optimization and evaluation is applicable for any 
linear reconstruction algorithm, and the results of this study indicate that the HO and its 
associated metrics are a versatile and easily implemented tool for characterizing breast CT 
image quality and guiding decisions in system design and optimization. The value of this 
approach is further increased by the fact that it does not rely on human observers, repeated 
experimental scans, or assumptions of shift-invariance or stationarity in the reconstructed 
images. Further work is needed to include additional realism in the simulations, such as elec¬ 
tronic noise modeling, background variability, and realistic anatomic background structure. 
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CHAPTER 6 


GENERALIZATION TO ITERATIVE IMAGE 
RECONSTRUCTION 

6.1 Introduction 

To this point, our discussion of system optimization and image quality assessment has focused 
on analytic image reconstruction, specifically on the FBP algorithm. In this chapter, we will 
take an important first step in investigating the feasibility of extending this method to images 
reconstructed iteratively with penalties involving total variation. 

6.1.1 Background 

Over the past decade, use of regularization based on total variation (TV) has had a pro¬ 
found impact on iterative image reconstruction (HR) research in x-ray computed tomography 
(CT). In particular, TV-based regularizes have been motivated by their ability to accurately 
reconstruct objects whose gradient magnitude images are sparse under data sampling con¬ 
ditions where conventional algorithms fail [82l 1881IM118511861187] . In short, use of the image 
TV has the potential to reduce the data sampling requirements necessary for recovery of 
a useful image, thereby limiting the necessary number of x-ray projections for performing 
reconstruction. This potential has been demonstrated in real systems, enabling a range of 
practical applications including sparse-view CT acquisitions f88, 3 IH2 EHl HU ED] and im¬ 
proved dynamic CT [SHI EZ] 93[ IS, S3] [96]. Additionally, TV and related penalties have 
been motivated purely for their edge-preserving properties for situations other than sparse 
sampling. [9TI [981 1991 fTOOl [T(TT] 

While image TV and similar penalties are now widely accepted as potentially beneficial 
components in HR, research in the formulation of novel algorithms, cost functions, and 
penalties has vastly outpaced the development of sound image quality metrics suitable to 
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the task of evaluating this new class of images. Specifically, images obtained from HR 
do not satisfy the assumptions inherent in application of conventional metrics such as the 
modulation transfer function (MTF)[30] or noise power spectrum (NPS)[28]. Therefore any 
assessment of image quality in HR based on these or related metrics requires an initial 
evaluation of assumptions such as local stationarity or shift invariance, with the resulting 
assessment being meaningful only insofar as these assumptions are valid. 

Alternatively, one can avoid the issue of limiting assumptions by collecting a sample of 
noisy images, so that image quality metrics based on statistical properties can be estimated. 
However, these methods often require many images, imposing a significant burden in terms 
of computation and, in the event real data is used, in terms of data acquisition. Further, 
the metrics that result from these sample-based strategies are stochastic and possess a finite 
statistical variability. The purpose of the present work is to aid in the development of 
image quality metrics for TV-based HR by characterizing the noise properties of images 
reconstructed with TV penalties. Specifically, we seek to develop a framework for accurate 
computation of image pixel variance and covariance which does not rely on assumptions such 
as stationarity and does not require the collection of noisy sample images which leads to 
stochastic estimates. We therefore combine the concept of fixed-point covariance estimation 
with a noise propagation approach by employing the iteratively-reweighted least-squares 
(IRLS) algorithm [1021, 105 , TUI . 11051.1106] in order to overcome the difficulty of nonlinearity 
in TV-penalized 1IR. 

6.1.2 Motivation for Image Covariance Computation 

The full covariance matrix for an image f is defined as Kf = E | (f — f) (f — f)^|, where E 
denotes the expectation operator and f = E {f }. The diagonal of this matrix contains the 
variance of each image pixel, while the off-diagonal elements contain covariances between 
separate pixels. Koehler and Proksa [3] observed a strong object-dependence in image vari¬ 
ance for TV-based reconstruction, with object edge locations corresponding to high pixel 
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variances relative to uniform regions. This implies a need to understand the interplay be¬ 
tween TV-based reconstruction and image noise, since image pixel variance lies at the heart 
of a wide array of image quality metrics such as signal-to-noise ratio (SNR). Further, there 
are many reasons for additionally considering pixel covariances in the assessment of image 
quality in HR. First, TV-based reconstruction can lead to a characteristic noise texture 
which is often anecdotally described as “plastic” or “waxy” m m . Noise texture 
is essentially the visualization of higher-order noise statistics (such as covariance) in a sin¬ 
gle realization. By accurately characterizing image covariance, a more rigorous analysis of 
TV-based reconstruction’s noise texture can be performed. 

Secondly, beyond qualitative subjective impacts on image texture, image covariance has 
a demonstrable effect on performance of many relevant clinical tasks, such as lesion detection 
[23, 35]. This naturally leads to implications for more sophisticated image quality assessment, 
such as the use of model observers pans], but even direct analysis of the correlation structure 
of image noise can provide valuable information for assessing image quality. For example, one 
purpose of this work is to investigate the validity of the assumptions of local stationarity and 
object-independence of image noise. These assumptions are implicit whenever Fourier-based 
image quality metrics are constructed or whenever stylized phantoms are used to optimize 
a system employing HR. 

Finally, the eventual goal of this research direction would be the efficient and non¬ 
stochastic construction of objective image quality metrics such as Hotelling observer per¬ 
formance PIES], for directly relevant clinical tasks. Accurate estimation and inversion of 
the image covariance matrix are the major barriers in applying the Hotelling observer to 
image quality assessment in CT. The nonlinearity of HR can make image statistics difficult 
to describe, and the size of the images involved in a typical CT scan presents an additional 
difficulty. R is the goal of the present work to begin to address the former of these challenges, 
while maintaining awareness of the latter. 
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6.1.3 Relation to Prior Work 


Nearly all work to date in characterizing the effects of noise in images obtained through HR 
has relied on the concept of linearizing perturbations in the image pixels about a mean image. 
If, for the purposes of noise analysis, the reconstruction algorithm behaves linearly, then the 
image covariance has a straightforward analytical expression based on a linear approximation 
to the reconstruction operation and the noise properties of the original data. Within this 
broad framework, two complementary approaches to noise estimation have emerged. The 
first is based on approximating noise at each iteration of a reconstruction algorithm, thereby 
propagating the original data noise through each step of the algorithm until the final image is 
obtained. The second major approach is based on analysis of a convex objective function near 
its optimum in order to compute noise properties of a mathematically converged solution 
directly. The vast majority of work in both approaches has been applied to imaging in 
nuclear medicine rather than CT. This is likely due to the reduced dimensionality of images 
in PET and SPECT, which makes direct analysis of image covariance more feasible than in 
CT, where a typical 2-dimensional image can contain 1024 2 pixels. However, for the most 
part, prior work in PET and SPECT can generalize to problems in CT, so will now provide 
a brief overview of these methods. 

Propagation-based methods were first developed and validated for the expectation max¬ 
imization (EM) algorithm by Barrett et al. [ 110] and Wilson et al. [Ill] , and were subse¬ 
quently generalized to block-iterative algorithms and maximum a-posteriori (MAP) - EM 
algorithms by Soares et al. [ 112 . 113 J and Wang and Gindi [ 114] , respectively. This approach 
was further generalized by Qi m , who constructed a framework for propagation-based noise 
analysis with preconditioned gradient-ascent algorithms. Additionally, the same work pro¬ 
vided asymptotic analysis of noise properties so that the propagation-based approach could 
be bridged to the other major method, which we refer to as a fixed-point method, since it 
analyses noise properties at the fixed point of the objective function. The basic approach for 
fixed-point noise analysis was presented by Fessler |116j . with subsequent development and 
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application still ongoing |117l 1118111191112UL112111122] . In particular, Refs. |120j and m 
clarify the relationship between iteration-based methods and fixed-point methods. Addi¬ 
tionally, Ref. [122 ] provides examples of the sort of system and reconstruction optimization 
which noise analysis can facilitate. 

A common limitation of most existing work is that non-quadratic regularization is not well 
handled since first-order approximations to these penalties can be inaccurate. One notable 
exception is the work of Ahn and Leahy [ 123] , which employs efficient Monte-Carlo methods 
to estimate noise and resolution properties rather than relying on analytic approximations. 
In this work, we adopt a different approach, by employing the IRLS algorithm for performing 
TV-penalized reconstruction. Our approach combines elements of both iteration-based and 
fixed-point methods. Like many EM algorithms, IRLS can be interpreted as a fixed-point 
iteration which iteratively solves a series of surrogate optimization problems. Similar to Li 
HZDl, we assume that each surrogate problem is solved to convergence and compute noise 
estimates at each iteration. The novel contribution of the work is that we employ the IRLS 
algorithm to address the use of the non-quadratic TV penalty. The method we propose also 
has a straightforward generalization to noise analysis of non-convex TpV minimization as 
discussed by Sidky et al. [1231 HUE] . 


This chapter is organized as follows: Section 6.2.1 provides necessary background on 


fixed-point methods for noise estimation; Section 6.2.2 describes the IRLS algorithm and its 


application to TV minimization; in Sections 6.2.3 - 6.2.5 we apply fixed-point noise analysis 


to the IRLS algorithm; Section 6.3 describes the methods and results of the validation of our 


proposed method, while Section |6.4| applies the methodology to address several pertinent 
questions in TV-based HR; finally Section [675] provides a brief discussion and conclusions. 
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6.2 Methods 


6.2.1 Covariance of an Implicitly Defined Estimator 

In this section, we will briefly introduce a method from Fessler [ 116] which plays a key role in 
most approaches to covariance approximation in HR, and which constitutes one component 
of our proposed method as well. We begin by repeating the result for the covariance of an 
implicitly defined estimator. Here and elsewhere in this chapter, capital Latin letters denote 
matrices and bold, lowercase Latin letters denote vectors. In general terms, one is interested 
in obtaining an image f° € which can be written as the optimizer of a cost function $ 
that depends both on the image and data: 


f° = arg min (f , g) , (6.1) 

f 

where g € represents the projection data in x-ray CT. We restrict ourselves, for the 
time being, to considering functions d> (f, g) which possess a unique global optimizer that 
can be found by zeroing the partial derivatives of $ with respect to f, i.e. 


<9$ (f,g) 
df 


= 0 

f=f° 


Vie [1,7V], 


( 6 . 2 ) 


where f) denotes the ith image pixel. 

The basic idea for constructing an approximation to the image covariance matrix Kf 
relies on linearizing the implicitly defined image function f(g) with respect to the data g. 
In other words, we wish to obtain the Jacobian matrix J e ^NxM w } lose (^ j)th entry we 
define by 




(6.3) 


where f) is the ith image pixel, and g j is the jth sinogram (projection data) element. Specif¬ 
ically, we use the Jacobian to linearly model small perturbations of the image (i.e. noise) 
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about the mean image f . In this work, we rely on the assumption that f is well approximated 
by reconstruction of noise-free data, i.e. f « f (g). In the examples investigated here, we 
have consistently observed this to be the case. We then use this information to construct an 
approximation of J(f). This leads to the approximation 

f° « f + Af, 

Af = J (f) Ag, (6.4) 

Ag := g - g 

where Af and Ag define noise perturbations about the uoise-free image and data, and g 
denotes the noise-free data. Statistical variability enters into f° only through Af, so that 

Kf « K M = J (f) K g J T (?), (6.5) 


where the superscript T denotes the matrix transpose (or Hermitian adjoint in the event 
that the entries are complex). 

Since the image f° is defined implicitly, the Jacobian J cannot be constructed directly. 


Instead we can differentiate both sides of Eqn. 6A with respect to g and apply the chain 
rule, yielding 

J + J/fg = 0 (6.6) 

where 0 G is a matrix of all zeros, and we have defined the Hessian H ff e 

such that its (ij’)th element 


[tfffly = 


a 2 «»(f.g) 

dfidfj 


(6.7) 


Similarly, we define the mixed Hessian e such that 




a 2 $(f,; 


diidgj 


( 6 . 8 ) 
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The resulting Jacobian is then given by 




(6.9) 


The matrix inverse requires that —Hq be positive definite; however, in order to construct 
our covariance approximation, we need only evaluate the Jacobian at f. Therefore, we only 
require —Hg to be positive definite when evaluated at f. As Fesslcr points out [116] . this 
corresponds to requiring $ (f, g) to be locally strongly convex near the optimum for noise- 
free data. This is generally not true for objectives involving a TV term, however we will 
address this difficulty below. The final covariance approximation is then given by combining 


Eqns. 6.5 and 6.9 


A' f = Hp (!) H lg (!) K g Hl (!) V (!) . 


T 


r-1 


( 6 . 10 ) 


6.2.2 TV-penalized IRLS Reconstruction 

In this work, we consider the unconstrained form of TV-penalized image reconstruction, 
where given a data set of M elements, g G the reconstructed image is defined via the 
following optimization program: 

f° = argmin |a|| (|Vf|) ||i + ||Xf - g|||| , (6.11) 

where A is a free parameter controling the weight of regularization, X G is a linear 

model of forward projection, and f° G is the image vector composed of reconstructed 
image pixel coefficients. In this work, we consider f to be a 2D image, however the bulk of 
the formalism presented here can be trivially generalized to 3D, albeit with a corresponding 
increase in computational burden. Further, a weighting factor could be added to the least- 
squares term to generalize our approach, but this was not included in the present study. The 
argument of the t\ norm is the pixel-wise magnitude of the image spatial gradient, where 
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V G M? NxN is the discrete gradient operator for two-dimensional images, constructed as 


V = 


/v a 
\yyj’ 


( 6 . 12 ) 


where V x and represent forward difference operators in the x- and ^-dimension of the 
image, respectively. 


The TV term in Eqn. 6.11 lies at the heart of the difficulty of computing image noise 
properties accurately. Since the TV penalty is not smooth, its partial derivatives are not 
defined everywhere, and the foregoing approximation for image covariance is not well de¬ 
fined. Further, the lack of smoothness in the TV penalty is essential in encouraging gradient 
magnitude sparsity in the reconstructed image, and should therefore be considered in our 
noise approximation. In this work, we propose analysis of image noise properties by propaga¬ 
tion of noise through an iteratively reweighted least-squares (IRLS) algorithm applied to the 


problem in Eqn. |6.11| The aforementioned covariance approximation is then well defined at 
each iteration of the IRLS algorithm, and image noise properties can be propagated through 
the reconstruction process, which converges to the solution of the non-smooth TV objective. 
We summarize this algorithm below. 

The first iteration of IRLS involves the solution of a least-squares objective with a 
quadratic roughness penalty: 


ff = argmin |a||V f||| + ||Xf - g||l} 


(6.13) 


Next, each subsequent iteration has two steps. First, a vector of weights is computed from 
the previous iterate: 


w n 


|Vf«| 


\fn- 


(6.14) 


where % = 10 n and n denotes the iteration number. The parameter rj n is a continuation 
parameter that addresses potential singularities in the definition of the weights. Following 
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Chartrand and Yin ung, we begin with a relatively large value of this parameter and rapidly 
shrink it with subsequent iterations. Next, the following iterate is computed from another 
quadratic optimization problem: 


fn+1 =argmin jA||Vw^|Vf |||2 + ||Yf - g|| 


(6.15) 


Alternating applications of Eqns. 6.14 and 6.15 are then applied. Each cycle of computing 
weights and solving a resulting quadratic objective constitutes a single iteration of IRLS. 
This algorithm has been shown elsewhere to efficiently solve a general class of problems with 


Eqn. 6.11 as a special case |104111051112511126] . 


6.2.3 Linearization of IRLS 

In order to compute linear approximations for each iterate of IRLS, we begin by constructing 
Hff and H f g for (f, g) given in Eqn. 


6.13 


Expanding the matrix multiplication, we can 


rewrite the objective function as 


$1 (f, g) = Af T V T Vf + f 1 X 2 Xf - 2g J Xf + g J g, 


T V T 


T 


T r 


(6.16) 


where the subscript denotes that this is the objective function defining the first iterate of 
the IRLS algorithm. By inspection, we then have that 


H t f = 2 ( AV t V + X T X 


(6.17) 


and 


// fe = —2X 


T 


(6.18) 


The Jacobian and image covariance matrix are therefore, 


,/i = ( av t v + x T x) 1 X T 
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and 

Kfo = (aV T V + X T x'y 1 X T K e X (aV T V + X T X^j ~ l . (6.20) 

The expression above for the covariance of the first iterate is exact, since the objective 
function is quadratic and all higher order derivatives in the expansion of $ (f, g) are zero. 
For all subsequent iterates, we have 

<F n (f, g) = Af r V r diag (w n _i © w n _i) Vf + f T X T Xf - 2g T Xf + g T g, (6.21) 


where diag(x) denotes a diagonal matrix with x along the diagonal and © denotes concate¬ 
nation of vectors. While the Jacobian for the first iteration J\ has no dependence on the 
data g, Jacobians for subsequent iterations will. We will therefore compute the quantities 
i/ff and iJfg at the location f° = f° ~ f° (g). Similarly, we evaluate these Hessians at the 
location w n = w n . The assumption f° « f,® (g) is common and is not a limiting factor in 
the accuracy of our approximation. However the equivalent approximation for w leads to 
inaccuracies in the noise model. This is particularly true at higher iterations of IRLS and in 
nearly uniform regions. An improved, non-linear estimate of w n based on an approximate 


cumulative distribution function for w n is provided in Section 6.2.4 
By inspection, we now have 


H ff = 2 I AV r diag (w n _i © w n _i) V + X 1 X ) , 


T- 


( 6 . 22 ) 


however constructing requires some care since w n _i is a function of g. Here, we in¬ 
troduce the shorthand notation for a Jacobian matrix G whose entries are all 

partial derivatives of elements of f with respect to elements of g. We then have 


H ig = 


d 


— (2AV r diag (w n _i 


w„-i) Vf - 2X T g 


(6.23) 


g=g 
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Rearranging the first term and applying the chain rule, we obtain 


H ig = 2 f AV^diag (Vf°) 
= 2 ^AV^diag (Vf^) 

= 2 I AV r diag (Vf£) 


9(w n -i ® w n _i) 

j g=g 

g(w n _i ® w n _i) 
di n -1 


X J 


-X 


T 


g=g 


d(w„_i ® w n _i) 


Jn- 1 ~X J 


(6.24) 


g=g 


In order to evaluate ^ Wn / ai o 0Wn 1 ' > we note that 

UI n -1 




(6.25) 


Therefore, recalling Eqn. 6.14 and applying the chain rule, 


<9(w n i) 


K-i 


g=g 


yliag ( (» 2 _i + |Vf°_!| 2 } 1 j gX- ((Wfyo 2 + (v»f»_ 1 ) ; 


g=g 


diag | \ iln—l + IVfyjl 2 } 3 ] (diag (vuy,) V 1 + diag (V^,) V») 


(6.26) 


For the concatenated vectors, we then have 


d(w n _i ® Wg-i] 

^-1 


d(w n i) 
d(w n _i) 

r^~r. 


(6.27) 


For compactness, we will denote the above matrix, evaluated at g = g, as W n - 1 , so that 


H tg = -2 (XX 1 diag (Vf°) W n —\J n —\ + X 


T 


(6.28) 
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The Jacobian matrix J n can then be defined recursively for n > 1 as 

J n = (AV T diag (w n _! ® w„_i) V + X T X ) 1 (AV T diag (Vf°) W n _i J n _i + V T ) . 

(6.29) 

The resulting Jacobian matrix fully describes the linearization of the TV-penalized recon¬ 
struction obtained with n IRLS iterations. The resulting covariance matrix for the image is 
then 

Kfo = J n I\gjT . (6.30) 


6.2.4 An Improved Estimate of w 


As stated previously, the mean value of the nth weight vector, w n cannot be accurately 
obtained through reconstruction of noise-free data. Further, accurate image covariance ap¬ 
proximation relies on obtaining at least a rough approximation of w n . Without access to 
the full probability density function for w n , the approach we take is to assume that the 
image at each iteration of IRLS can be modeled as a multivariate Gaussian distribution, 


with covariance given by the method described in Section 6.2.3 Since the covariance of the 
first iterate, Kf , does not depend on a weight vector, we can construct an approximate 
distribution function for each w n one at a time, extracting the average values w n along the 
way. Note that for compactness we will temporarily drop the subscript n, as the following 
analysis holds for every iteration. We begin by observing that each element of w depends 
on the previous iterate only through the corresponding elements of V x f and Vyf. We then 
define u := (V x f)^ and v := (V y f) ■ as the ?'th pixel values of the x— and y— gradient im¬ 
ages. We begin by considering the cumulative distribution function (w) = P (w; < w). 
Inserting the definition of w, <; we have 
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W i < w 


1 


+ W 2 + U 2 


< W 


— < \/n 2 + W 2 + v 2 
w v 

1 2 _ 2 , 2 

— 7) — T] < U + V . 
W z 


(6.31) 


Then we can write the cumulative distribution function of w,- as 



(6.32) 


where f\(v) and fz^u) are the probability density functions of u and v. While the final 
probability density function of w is highly non-Gaussian, in our experience the gradient 
magnitude image is comparatively well approximated as a multivariate Gaussian distribution. 
Following this assumption, u and v can be described by Gaussian distributions with means 
Hu and fi v and variances and <v 2 , respectively. 


122 



We then have 



(6.33) 


Recall (see, for example, Section 5-3 of j46]) that for a random variable x taking only positive 
values, E {a:} = (q 50 dx' [l — F x (V)] . We can then write E {wj} as 




(6.34) 


where we have replaced the upper limit on the outer integral with the 1/rj, as this is the 
maximum value of w. 


Given pixel variance estimates for a previous iteration of IRLS, the approximation of w 


for the subsequent iteration can be calculated numerically using Eqn. 6.34 and any number 
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of available numerical integration packages to perform the 2-dimensional integration for 
each image pixel. In practice we have found this computation to be feasible, even for large 
systems. Two points are important in order to speed the computation of w: First, since the 
numerical integration is performed pixel-by-pixel, it is trivially parallelizable. Second, while 


Eqn. 6.34 relies on knowledge of the covariance matrix of the previous iterate (through a u 
and a v ), we have observed that a rough approximation of the pixel variances is sufficient 
for a good approximation of w. For large images, we have implemented this approximate 


solution by loosening the convergence criteria for the various matrix inversions of Eqn. 6.29 


which are implemented as linear solves for large images, while for smaller systems, we store 
the full covariance matrix at each iteration directly. More sophisticated methods exist for 
efficiently computing approximate variance maps, such as those in Ref. m employing 
Fourier methods, and these could also potentially be implemented to speed pre-computation 
of w for each iteration. 


6.2.5 Implementation of Kfo 


Even after pre-computing estimates of f n and w n , it is not immediately obvious that the 


expression for the Jacobian given in Eqn. 6.29 enables one to perform efficient computation 
of inner products with Kfo. If one were to expand that equation, the number of large matrix 
inversions would be seen to grow geometrically with the number of IRLS iterations. However, 
proper implementation allows only a linear dependence on the number of IRLS iterations. 
Further, in our experience fewer than 10 iterations was always sufficient to reasonably ap¬ 
proximate the converged TV-penalized reconstruction, and as few as 5 or 6 iterations was 
commonly sufficient. In order to illustrate the implementation of an inner product with Kfo, 


the procedure is outlined in Algorithms 6.1 and 6.2 
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Algorithm 6.1: Calculate y = J n x 

SOLVE(A,b) is any algorithm to solve a linear system Ax = b for x. 

Obtain w, and f \ for i = 1... n by reconstruction of noise-free data and the procedure 
outlined in Section 16.2.41 
f «- X T x 

yi = SOLVE (a V r V + X T X, f) 
for i = 1. .. n — 1 do 

Yi AV T diag (Vfj) W t y % + f 

y z+ l = SOLVE (AV T diag (w ; ® w ?: ) V + X T X, y z ) 

end for 
return y n 


r~T 

Algorithm 6.2: Calculate x = y 

SOLVE(A.b) is any algorithm to solve a linear system Ax = b for x. 

Obtain w ? ; and f t for i — 1... n by reconstruction of noise-free data and the procedure 

outlined in Section 16.2.41 

yn«- y 

x <- OmxI 

for i = n — 1... 1 do 

Si SOLVE (A V r diag (w* © w*) V + X T X, y i+1 ) 

x «- x + Xgj 

y* <- AlLfdiag (Vfi) Vgj 

end for 

g 0 = SOLVE (aV T V + X T X, 
x <- x + .Ago 

return x 
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6.3 Validation on a Small System 


6.3.1 Method for Validation 

The most direct means of validating the proposed covariance approximation is through com¬ 
parison to sample statistics estimated from many noise realizations. In order to compute 
accurate sample statistics for covariances, however, the number of realizations obtained must 
be at least roughly on the order of the number of image pixels. Therefore, in order to inves¬ 
tigate a range of reconstruction parameter values, we perform validation using 2,500 noise 
realizations of a 32 x 32 pixel image for a variety of regularization parameters A and to¬ 
tal IRLS iterations. The covariance estimates obtained from the noise realizations are the 
maximum likelihood estimates of image covariance. The noise model used is a Gaussian 
noise model with variance inversely proportional to the photon flux incident on the detector. 
The noise level simulated is characteristic of typical noise in dedicated breast CT, which is 
relatively high compared to many other CT applications. 

We investigate up to 8 iterations of IRLS and values of A ranging from ICR 2 to For 

the majority of the A settings we investigate here, 8 iterations is sufficient to reconstruct an 
image which is visibly indistinguishable from the converged solution. The phantom chosen is 
a digital breast phantom. For the small scale validation, a 32 x 32 pixel image is used, along 
with 64 detector pixels and 12 projection views. This configuration has sparse projection- 
view sampling and requires TV minimization for accurate reconstruction of noiseless data. 
The acquisition geometry used is circular fan-beam, with a magnification factor of 1.92, and 
the full circular field-of-view is inscribed in the reconstructed image. The range of A values 
investigated is chosen through visual inspection of noisy images so that both under- and 
over-regularized images are investigated (see Figure [rT| . Finally, each iteration of the IRLS 
algorithm is solved using the method of conjugate gradients. 

As an initial validation of our approximation, we inspect variance and covariance im¬ 
ages for the proposed method, as well as sample variance and covariance derived from noise 
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Figure 6.1: The noise level used for validation is illustrated qualitatively in these recon¬ 
structed images with five values of regularization parameter A, each reconstructed using 10 
iterations of 1RLS. These images are from separate noise realizations and correspond to the 
five regularization parameter strengths used in the evaluation below. The image on the far 
right is the numerical phantom used. The display window is [0.17, 0.25] cm"" 1 . 

realizations. In additions to this visual inspection, several comparison metrics are used to 
evaluate the approximation of image covariance. First, a simple root-mean-squared error 
(RMSE) between the elements of the approximated and sample covariance matrices is com¬ 
puted. Likewise, RMSE between the matrix diagonals (variance maps) is calculated. In each 
case, we normalize the RMSE by the mean image pixel variance derived from the noise real¬ 
izations. This allows for a performance comparison across regularization parameter values. 
Next, we compare the two covariance matrices using a metric motivated by Pearson’s R, in 
order to investigate the linearity of the approximation with respect to the sample covariance. 
We define this metric as 

r2 / coviju./^u 2 ' 

V a K ! a K 2 J 

where the term in the numerator is the sample covariance between all elements of K\ and 
all elements of K 2 , and the terms in the denominator are the sample standard deviation 
of all elements within K\ and all elements within K 2 , respectively. This f? 2 metric will be 
equal to unity when a single linear function relates all elements of K\ to elements of /Ty 
Similarly, we define an equivalent metric where we consider only pixel variances and neglect 
the off-diagonal elements of K\ and iTy 

The above metric summarizes how well two matrices agree to within an arbitrary shift 
and scaling. In other words, it characterizes the goodness-of-fit of the model K\ = aK 2 + b 

for scalars a and b. However, it is also informative to quantify the absolute predictive value 
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of our approximation. For this, we construct a metric which is a variation on the previous 
regression metric A 2 , in which the goodness-of-fit between the matrices is evaluated for the 
model K\ = R]y We define this metric as 




(6.36) 


Var (A' 2 ) 


where the summation is over all N elements of the matrices, and as before the denominator 
term is the sample variance among the elements of A^- In terms of linear regression, the term 


K 2 represents the samples obtained, while K\ represents the modeled values. Therefore, we 
insert the sample covariance matrix as K 2 and the approximated covariance matrix as K\. 

Finally, we evaluate our approximation with a metric proposed by Ref. [127]. The pri¬ 
mary appeal of this metric is that it is invariant to matrix inversion, so that the applicability 
of our approximation to Hotelling observer metrics, where the covariance is inverted, can be 
assessed. This metric is defined as 



(6.37) 


where represents the zth singular value of the matrix K^Kj . 


6.3.2 Results of Validation on a Small System 

We begin by presenting variance and covariance images from our proposed method, along 
with sample variance and covariance images derived from 2,500 noise realizations. Figure |R2] 
shows variance maps obtained from realizations (left column) versus those obtained with our 


proposed approximation (center column) after 6 IRLS iterations. Each row corresponds to a 


different setting of the regularization parameter A. The display windows for each image are 
also provided in the figure. The right column shows the difference between the approximation 
and the result from realizations, normalized by the maximum image variance. Clearly, while 
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the proposed approximation consistently underestimates the absolute image pixel variance, 
the structure of the variance map is well approximated. A comparison based on RMSE is 
sensitive both to overall structural differences in the covariance matrix, as well as to offset 
and scaling of the covariance, which depending on the application may or may not be of 
interest. Isolation of these two types of comparison is the motivation for the f? 2 and A 2 
metrics previously discussed. 
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Figure 6.2: Variance images from three different regularization parameter strengths. The 
display window of each image is given in the figure. The display windows are different so 
that the structure of the variance map estimate can be assessed. The right column provides 
the difference image between our approximation and the sample covariance from realizations, 
normalized to the maximum sample variance. 


Similarly, Figure [673] shows results for image covariance with a single pixel for the proposed 
approximation as well as for the sample covariance obtained from realizations. The pixel 
whose covariance is shown has highest RMSE for a given parameter combination. Again, as 
in the case of the variances, the approximation underestimates image pixel covariance but 

preserves the covariance structure. In terms of Hotelling observer assessment, this suggests 
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that if the proposed method were used to estimate the Hotelling template, the resulting tem¬ 
plate would have an overall structure close to that of the true Hotelling template. However, 
the slight inaccuracy in the covariance’s scale would lead to a positive offset in the estimated 
HO SNR. Ultimately, the importance of absolutely quantifying the covariance magnitude 
is dependent on the application of interest. In subsequent sections, we focus primarily on 
questions of object-dependence and stationarity, which can be addressed by only considering 
the structure of the image covariance. 


Covariance 


Realizations 



[-6.42e-10, 2.76e-09] 



[-1.24e-08, 3.45e-08] 



[-3.03e-07, 7.91e-07] 



[-1.07e-10, 5.5e-10] 


. 

I| 


[-6.57e-09, 1.46e-08] 



[-1.81e-07, 4.24e-07] 


Normalized 



Figure 6.3: Individual rows from the covariance matrices for three regularization parameter 
values. These rows had the worst RMSE between the two matrices of any rows, so they 
are the worst case approximations for each regularization strength. The color scale for the 
difference image is in % of the maximum covariance (i.e. percentage of the variance of the 
pixel corresponding to the row being visualized). 


In order to quantitatively evaluate our method, we now apply the various metrics previ¬ 
ously described in Section |R3| Figure 6 A shows the comparison of our approximation of the 
image covariance Kf with a sample covariance matrix derived from 2,500 independent noise 
realizations in terms of RMSE. The RMSE values have been normalized to the mean sample 
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Figure 6.4: The normalized RMSE between the approximated covariance matrix and the 
covariance matrix derived from realizations for the 32x32 image is shown for a range of 
regularization parameters including only the variance terms (left) and including all of the 
covariance terms (right). In this and subsequent figures, error bars arising from the statistical 
uncertainty of the sample covariance estimates are too small to be seen. 


variance since the overall noise level varies greatly across the range of A setting used. Error 
bars arising from the statistical uncertainty of the sample covariance are too small to be 
visualized on this plot. The general trend that error increases with successive iterations of 
the IRLS algorithm is evident, however these results do not convey an obvious dependence 
of variance accuracy on the regularization parameter. Covariance RMSE appears to have 
a general trend toward increasing with decreased regularization strength. However, apart 
from the result that the approximation is more accurate at early iterations, RMSE does not 
provide a great deal of insight. 

shows the coefficient of determination R 2 


For a more interpretable metric, Figure 


6.5 


for each parameter setting investigated. The absolute scale of this metric is meaningful in 
that a value of 1 indicates a perfect linear agreement between the approximated and sample 
variance or covariance. In this way, we can isolate structural errors in the variance and co¬ 


variance approximations from the error in scale shown in Figures R2 and R3 The linearity 
assumption appears relatively robust for variances and covariances across a wide range of 
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Figure 6.5: Coefficients of determination J? 2 for the variances and covariances between the 
approximation method and noise realizations. 


parameter values. Higher A values, corresponding to stronger regularization, degrade the 
approximation slightly in terms of linearity for both variances and covariances. As with 
RAISE, the impact of iteration number also worsens the approximation gradually, however 
this effect seems stronger for covariances than for variances. Overall the linearity of our ap¬ 
proximated covariance with respect to the actual covariance appears well validated, implying 
that variance maps and covariances can be accurately approximated in terms of their overall 
structure. 

In order to assess the absolute quantitative accuracy of our covariance approximation, 


Figure R6 illustrates the dependence of the modified coefficient f? 2 on iteration number and 
A value. As expected, these values are slightly lower than the i? 2 values, since the model 
of equality between the approximated and sample covariance matrices is stricter than a 
linear model. However, the drop in the metric is modest, particularly since six iterations of 
IRLS was frequently sufficient to approximate the converged TV solution to within visually 
discernible difference. 


Finally, Figure (h7 shows the results of assessment using the distance metric which is 
invariant to matrix inversion. For applications involving inversion of the covariance matrix, 
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Figure 6.6: The regression metric i? 2 with a model of equality between the approximation 
and the sample covariance is illustrated here as a function of regularization parameter and 
iteration. Results are shown for the variances alone (Left) as well as for the full covariance 
matrix (Right). 


such as use of the Hotelling observer, these results are particularly relevant. More than 
in any other metric, a clear dependence on regularization parameter emerges, with lighter 
regularization (smaller A) consistently improving the covariance approximation. Likewise, 
a monotonic increase in the distance metric reveals the impact of iteration, however it is 
interesting to note that for several values of A, the distance metric seems to plateau at 
higher iterations. This could imply that continuing to run the 1R.LS algorithm to tighter 
convergence would eventually have a diminishing impact on the approximation of model 
observer metrics. 


6.4 Examples and Approach for Larger Systems 

Next, we turn our attention to some specific applications of the the proposed methodology 
for covariance approximation. Specifically, each question we address in this section relates 
to issues underlying the assessment of image quality when using HR. In each of the following 
examples, we have increased the image size to 128 x 128 pixels, and proportionately increased 
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Figure 6.7: The covariance distance metric, which is independent of matrix inversion, for a 
range of regularization parameters (left) and noise levels (right). 


the data detector sampling to 256 detector pixels. We set the number of projection views to 
50, as we find that this is just within the realm of sparsity where the TV term is necessary for 
accurate reconstruction of noise-free data. Otherwise, all previous experimental conditions 
are held constant. The computation was performed on a system with enough RAM to store 
and directly invert matrices of dimension N-p[ xe \ s x Api xe i s , so the matrix inverses of Eqn. 


6.29 were precomputed, as opposed to being solved with conjugate-gradients or other linear 


solvers. 

For the remainder of our investigation, we consider two numerical phantoms: a numerical 


breast phantom as before, but with finer pixelization than in Section 6.3, and a continuously- 
defined numerical disk phantom. The GMI sparsity is nearly identical for the two phantoms, 
7.5% and 7.4% nonzero elements for the breast phantom and (discretized) disk phantom 
images, respectively. Further, we consider only one set of reconstruction parameters, fix¬ 
ing A = 0.1 and 6 iterations of IRLS. This is because in this section we primarily wish to 
demonstrate the application of the proposed approximation when the TV penalty plays a 
predominant role in the reconstruction. The numerical phantoms used and examples of noise 
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realizations are shown in Figure 6.8 (a discretized version of the continuous numerical disk 
phantom is shown). The red arrows indicate locations where local noise properties are inves¬ 
tigated in subsequent sections. While the heavy regularization evident in the reconstructions 
greatly lowers the noise magnitude, it also introduces patchy pixel correlations characteristic 
of TV penalties, ft is the impact of this characteristic noise structure that we hope to assess 
here. 


6-4-1 Accurate Preservation of Noise Structure 


Since most anecdotal discussion of noise structure in TV-based reconstruction describes a 
“patchy” appearance, we would like any approximations which make up our noise model to 
maintain this appearance. It is not immediately obvious that the 2nd-order image statistics 
adequately preserve the characteristic noise structure of TV reconstruction. Therefore, as a 
simple subjective validation of this, we perform two reconstructions of simulated independent 
breast phantom data realizations and investigate the resulting difference image. Likewise, we 
propagate the same data realizations through the linearization of the reconstruction defined 


in Eqn. |6.4[ using the expression for J n in Eqn. |6.29[ and compute their difference. The 
result is shown in Figure [619} with a tight display window centered at 0. Clearly, although the 
overall noise magnitude is somewhat larger in the IRLS reconstructions, the linear model still 
captures the essential features of the image noise texture, specifically the lumpy appearance 
in the uniform phantom regions. 


6-4-2 Object Dependence of Noise 

Having validated that our approximation method is reasonably accurate for small images 
and a range of parameters, and having demonstrated that the approximation qualitatively 
preserves TV-based noise texture, we next turn our attention to the issue of object-dependent 
noise. This issue is of central importance to image quality assessment, since the actual object 

of interest is rarely available for system evaluation, and often stylized phantoms are used 
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Figure 6.8: Top: The two numerical phantoms used in this study, a numerical breast phan¬ 
tom (left), and a disk phantom (right). The display windows are [0.17, 0.25] cm -1 and 
[0.17, 0.35] cm -1 , respectively. Arrows indicate the locations where local noise properties 
are studied in subsequent sections. Middle: Reconstructed noise realizations generated us¬ 
ing the same phantoms. The display windows are identical to the images in the top row. 
Although heavy regularization is applied, some noise is still visible in the uniform regions 
of the phantoms. Bottom: Difference images between two noisy IRLS reconstructions of 
each phantom are shown in order to visualize the noise structure. The display windows are 
[-0.001, 0.001] cm -1 and [-0.003, 0.003] cm -1 for the left and right images, respectively. 

for assessing the performance of HR. The assumption of approximate object-independence 
is desirable because it enables system assessment for a generic phantom in hopes that the 
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IRLS Linear Approximation 



Figure 6.9: Shown here are difference images between two independent noise realizations. On 
the left, the two images have been reconstructed using 6 iterations of the IRLS algorithm. On 


the right, the same data realizations were propagated through the linearization of Eqn. 6.29 


The patchy noise structure which is evident in the IRLS reconstructions is well preserved in 
the linearization approach, meaning that the characteristic noise texture of TV minimization 
can potentially be well approximated with only 2nd-order image statistics. As in the small 
system examples, note that the noise magnitude appears to be the primary source of error 
in the linear approximation. 


evaluation performed will generalize to a wide array of actual patient data. However, this 
assumption is never completely valid for practical applications of HR. Therefore our pur¬ 
pose here is to demonstrate the application of our covariance approximation method to the 
quantification of object-dependence of image noise. 

First, we investigate the dependence of image variance on the object being imaged. Figure 


6.10 shows variance maps for the two numerical phantoms used. Clearly, image pixel variance 


is strongly object-dependent, with pixels located near edges displaying higher noise levels 
that pixels in uniform regions. This is to be expected since the TV penalty is most active 
in regions of the image where pixel constancy is likely to be enforced. This effect was first 
observed by Koehler and Proksa [3j and also confirmed with realization studies by Rose et 
al. |4]- Logically, one would expect this effect could play an even greater role in actual 
data, since the objects being imaged are not piece-wise constant, and regularization is not 
typically so strong as to eliminate visualization of the physiological variability within a given 
organ or tissue type. 

While pixel variance is obviously important in terms of image quality, of equal or greater 
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Figure 6.10: Variance maps for each phantom determined by approximation method. The 
display window in each case is [0, 2E-6] cm -2 . Note the strong noise dependene on local 
edge information, as previously reported by others M. 


concern is pixel covariance. This is particularly true when task-based metrics are employed, 
as covariances play in important role in many radiological tasks. Detection tasks, for in¬ 
stance, are often modeled using stylized phantoms with small or low-contrast cylindrical or 
spherical objects placed in a large, uniform background. For HR, there is no guarantee that 
the covariance, and hence task performance metrics, obtained with these phantoms is in any 
way related to task-performance in a realistic object. Further, even for realistic phantoms it 
may be important to consider a range of backgrounds, signal locations, and tasks in order to 
construct meaningful image quality metrics when the image covariance is object-dependent. 


In order to illustrate this phenomenon of object-dependent covariance, Figures 6.11 and 


6.12 show the covariance structure in the numerical breast phantom and disk phantom as it 


evolves through successive iterations of IRLS. By covariance structure, we mean the covari¬ 
ance of each image pixel with a single fixed pixel. This can be interpreted as a single row 
of the image covariance matrix. The window and level settings are dynamic between itera¬ 
tions so that the overall structure of the covariance can be visualized (successive iterations 


decrease the overall noise level). Figure 6.11 shows the covariance with a pixel that is in 


a central, uniform region of each phantom. Meanwhile, Figure |6.12| corresponds to a pixel 
located near tissue boundaries in the breast phantom, and in the corresponding location of 
the disk phantom, which is locally uniform. These locations are indicated with red arrows 
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Center Pixel Covariance vs. Iteration 



Figure 6.11: Evolution of the correlation structure with increasing iteration number from 
left to right. The center pixel is in the center of the full image (breast phantom on the 
top, disk phantom on the bottom). The display window of each image is set so that white 
corresponds to 50% of the maximum covariance and the gray level of 0 is kept constant. 
This enables visualization of the structural evolution of the correlation independent of the 
decrease in overall noise level with each iteration. 


For early iterations of IRLS, the reconstructed image noise structure remains largely 
object-independent. As the reconstruction progresses, however, the correlation pattern in 
the image begins to diverge for the two phantoms. This is to be expected for the pixel lo¬ 


cated near a boundary in the breast phantom (Figure 6.12), since local gradient magnitude 
information will affect the amount of regularization. However, the result illustrated in Fig¬ 
ure 


6.11 is somewhat surprising, where the divergence between noise correlation structures 


indicates that object structure far from a region of interest can have a significant impact 
on local noise properties. In general, this sort of non-local object dependence presents a 
particular challenge for task-based evaluation of HR algorithms using physical phantoms, 
since it suggests that the realism of a phantom far from a signal of interest has the potential 
to affect the resulting covariance-dependent image quality metrics. 
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Off-center Pixel Covariance vs. Iteration 



Figure 6.12: Same as Figure 6.11, but for a pixel which lies on a tissue boundary in the 
breast phantom. This illustrates the object-dependence of the noise structures in images 
reconstructed with TV minimization. In general, any HR approach potentially produces 
object-dependent noise. Additionally, when compared to Figure 6.11 the non-stationarity 
of the image noise becomes apparent. 


6-4-3 TV-based Regularization and Local Stationarity 


For the comparisons in the preceding section, we were careful to compare image covariance 
between objects in identical physical locations. A related question is whether or not the 
covariance structure is invariant to small changes in location within a given object. This 
property, known as local stationarity, is an assumption which underlies any image quality 
metric involving the noise power-spectrum (NPS). As previously stated, stationarity is often 
invoked in order to enable discussion of conventional image quality metrics, such as detective 
quantum efficiency (DQE), the NPS, or any model observer which is defined in the Fourier 
domain. In Figure |6.13[ we demonstrate the application of our covariance approximation to 


qualitatively investigate local stationarity. The left side of Figure 6.13 shows the covariance 


with the peripheral pixel highlighted in the breast phantom in Figure 6.8 The right side of 


the figure shows the covariance structure when the covarying pixel is shifted to the right by 
4 pixels (about 5mm). For this object, local stationarity is then valid to the extent that the 
left and right sides of the figure are the same. 

While visualization of the image covariance can be informative, a more direct means 
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Figure 6.13: Each image shows the correlation structure in a region of the breast phantom 
reconstruction near a tissue boundary. The left image is centered on the boundary pixel in 
Figure 6.14 The right image is centered on a point slightly to the right of the left image’s 


center. The distance between the two points is only 4 pixels, but non-stationarity is clearly 
evident through the change in the correlation structure. The display window is [-2xl0 -8 , 
4xl0 - ^] cm" 2 for both figures. 


of probing the validity of the stationarity assumption is to investigate image noise in the 
discrete Fourier transform (DFT) domain. An equivalent means of stating the assumption 
of stationarity is that a DFT diagonalizes the image covariance matrix. This property is a 
primary motivation for assuming stationarity, since diagonalization of the covariance matrix 
allows for efficient computation of a range of image quality metrics, including Hotelling 
observer performance. In our notation, stationarity implies that 


FATf.pt = b . 


(6.38) 


where F denotes the DFT, f is the Hermitian adjoint, and D denotes a diagonal matrix. 
Given our present approximation for Kf and the fact that F 1 = —F _1 , this assumption 

pixels 

can be straight-forwardly investigated. Consider a vector with dimensionality equal to the 
reconstructed image and with a single non-zero element at pixel i. We will denote this vector 
by ep It is then straightforward to compute 

= FKfF^et (6.39) 
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and investigate the structure of this new vector e,y The magnitude and extent of non-zero 
elements in is then an indication of the extent to which image noise is stationary. 


Figure 6.14 shows the results of performing this test at the two pixel locations marked 
in Figure [678] in the breast phantom, ft is important to note, however, that locations in the 
image no longer correspond to physical locations since we are now operating in the DFT 
domain. Interestingly, when i is chosen to correspond to the location of the central pixel, 
there are few elements of with values significantly different from zero. However, moving 


beyond the central pixels of the DFT-domain image produces vectors e. t with many more 
non-zero components, as seen on the right of Figure |6.14| 


Center Pixel Boundary Pixel 



Figure 6.14: Shown are the resulting vectors e. t from Eqn. 6.39 reshaped into 2-dimensional 
images. The existence of many pixels which are non-zero is a direct indication that the 
DFT does not diagonalize the image covariance matrix, hence invalidating the assumption 
of stationarity. The display window is set so that black corresponds to 0, while white 
corresponds to 25% of the maximum image value. 


While this example is informative, typically local stationarity is assumed, rather than 
global stationarity, and it is a quantitative measure of global stationarity which is demon¬ 


strated in Figure 6.14 Recall, however, that for this example, the covariance matrix was 
directly stored in computer memory. This enables us to access only those components of Kf 
which correspond to a local region of interest (ROI) in the image. In order to investigate the 
local stationarity assumption, the same procedure described above for global stationarity was 
implemented using only the covariance of pixels within square image ROIs centered about 


the off-center pixel highlighted in Figure 6.8 The resulting vectors ej are shown as image 
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ROIs in Figure 6.15 Each ROI image is labeled with the spatial extent of the square ROI 
used. While the structure of the non-zero components changes somewhat as the ROI size 
decreases, there is no ROI size for which there is only a single non-zero component. Since 
the DFT does not necessarily diagonalize the covariance matrix in this case, this example 
suggests that the use of any image quality metrics which rely on local stationarity should be 
justihed on a case-by-case basis, especially when edge-preserving penalties are used in CT 
HR, 

d = 6.4cm d = 5.1cm d = 3.5cm d = 2.2cm d = 0.65cm 



Figure 6.15: These results, similar to those in Figure [6.14[ demonstrate that local stationarity 
is similarly not satisfied, despite restriction of the image ROI to small sizes. The headings 
of the figures denote the width of the square ROI used. The window for each image is set 


as in Figure 6.14 


Lastly, while we do not present results for images larger than 128 x 128 pixels in the 
present work, it is worth briefly discussing the feasibility of this extension. The first difficulty 
is in obtaining an estimate of w n for each iteration of IRLS. This is because pixel variance 


estimates are required for every pixel and every iteration. As stated in Section 6.2.4 , these 
variance estimates do not need to be precise, and a variety of approaches exist for efficiently 
constructing approximate variance maps. The subsequent difficulty is in performing the 


linear solve in algorithms |6.1| and |6.2| Virtually any first-order method can solve these 

systems efficiently enough to view single rows of the covariance matrix in isolation. Further, 

in our experience methods based on conjugate gradients can likely enable computation of 

Hotelling observer performance for a single reconstruction implementation, with covariance 

matrix inner products being computed on a single CPU of our system in roughly 10 seconds 

for a 512 x 512 image. Therefore, for the current implementation on our system, given 

estimates of f n and w n , full calculation of HO SNR would likely take on the order of several 
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weeks, which is feasible, if somewhat time-consuming. However, careful optimization of 
parameters with the Hotelling observer and construction of full and precise image variance 
maps would require a more efficient means of estimating w n for each iteration. A more 
efficient statistical model for the mean and variance of these weights than that presented in 
Section 16.2.41 could address this issue. 


6.5 Conclusion 

In this work, we have presented a method for the approximation of CT image covariance 
when the edge-preserving TV penalty is used. The method relies on the ability to apply 
an IRLS algorithm to the solution of the TV-penalized objective, so that noise can be 
propagated through a series of quadratic subproblems. The resulting approximation is non¬ 
stochastic and does not rely on the collection of many noisy images. The method was 
validated by comparison to sample covariance matrices of small (32 x 32 pixel) images 
obtained through many independent noise realizations. The method appears robust for a 
wide range of reconstruction parameter settings, and enables several pertinent issues to be 
addressed with regard to image quality in CT. 

In conclusion, we have applied the proposed covariance approximation in order to con¬ 
struct variance maps and visualize image pixel correlations, as well as to address questions 
of object-dependence and stationarity. These last two issues are particularly relevant, as our 
findings highlight the need for realistic task-specific simulation and phantom development 
when evaluating images obtained with HR, since noise is likely to be non-stationary and 
highly object-dependent. Future work will directly address the computational strategies dis¬ 
cussed in this work which make the proposed method feasible for larger images. Similarly, 
the application of our methodology to full task-based image quality assessment will be a 
future direction of this research. 
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CHAPTER 7 


SUMMARY AND CONCLUSIONS 

In this thesis, we have developed and applied a framework for objective assessment of image 
quality in x-ray CT based upon the Hotelling observer (HO). We have demonstrated that 
CT system optimization can be performed efficiently, and that the resulting system and 
reconstruction design is objectively optimal with respect to the HO. Further, we have pro¬ 
vided evidence that typical reconstruction methods using FBP lead either to close agreement 
between the HO and humans, or at least that optimal HO parameters are also likely to be 
optimal for humans (Chapter [2]). 

In Chapter [3j we provided a mathematical intuition to justify restriction of the HO to 
an ROI-HO and validated this intuition in simulation of parallel-beam FBP reconstruction. 
Specifically, we related the issue of long-range pixel correlation and image pixel size to the 
concept of aliasing, showing that because pixels outside of an ROI are dependent on the 
interior of the ROI, they do not substantially contribute to HO metric evaluation. Further, 
this hypothesis was validated by showing that HO efficiency begins to plateau when the ROI 
boundary used passes a given distance from a small signal. This transition into diminishing 
HO SNR improvement is gradual, but seems to depend primarily on system geometry rather 
than image pixel size, thus implying that the ROI-HO method is a practical and robust 
means of performing parameter sweeps to optimize a system. 

Next, in Chapter [4] we validated and evaluated the ROI-HO by comparing the results 
of optimizing a single parameter to results obtained with other established approaches to 
HO metrics. Namely, we showed that the ROI-HO gave nearly identical results to the chan¬ 
nelized HO (CHO) with efficient channels, when the assumptions upon which the CHO is 
predicated were satisfied. Additionally, we performed a comparison with common Fourier- 
based approximations to the HO and demonstrated the potential inconsistencies presented 
by the Fourier approach. Lastly, we demonstrated the difficulty of performing system opti¬ 
mization with HO metrics computed from sample statistics by illustrating the large number 
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of realizations necessary to compute these metrics with minimal statistical variability. 

Chapter [5] provided an example of a full system optimization using our proposed method. 
The system chosen was simulated based on an existing prototype breast CT system. This en¬ 
abled us to compare our conclusions regarding parameter selection with conclusions obtained 
through alternative means by the researches who developed the system. Our results were 
consistent with previous findings in terms of optimal parameter values, and the absolute 
performance predicted in our simulations was close to demonstrated human performance. 
The ROI-HO metrics consistently corresponded to superior performance to humans, which 
is to be expected since the HO is ideal in our studies. 

Lastly, in Chapter [6] we laid the groundwork for the extension of HO methods to im¬ 
ages obtained through total-variation- (TV) based image reconstruction. In particular, we 
demonstrated a means of approximating the image covariance for images obtained with 
unconstrained TV minimization. The approximation was validated by comparing to sam¬ 
ple covariances for small images. We then applied the approximation to answering several 
pertinent questions regarding noise behavior in TV-based reconstruction. 

In conclusion, this thesis develops and demonstrates a method for CT algorithm and 
system design based on the HO which is efficient to compute and straightforward to imple¬ 
ment, provided basic reconstruction software is available. The work developed in the first 
part of the thesis is immediately applicable to aiding in protocol and system design for a 
wide array of clinical applications, and therefore has the potential to facilitate an improve¬ 
ment in clinical utility as well as to speed the development and implementation of novel 
systems. Finally, the work regarding noise in optimization-based reconstruction is an im¬ 
portant initial development which could ultimately lead to objective task-based assessment 
of TV-based reconstruction algorithms. The clinical implications of improved assessment 
for optimization-based reconstruction are substantial, since a task-based framework could 
help to ensure that algorithm-enabled dose-reduction does not come at the cost of decreased 
diagnostic utility. 
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